
































































Operator: BG   Date: 2008/06/04
Location:

Grid name: 2008/06/04
Tolerance (% Amplidute) :20.00

Instrument: EM-61 Mark II
Project: Fort Ord

Original Profile
Repeated Profile

Amplitude tolerance exceeded
Lateral tolerance exceeded

Database: c:\_qc_reports\060408\TA\Repeat\sub.gdb

Page: 1
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Fit coefficient: -0.0726
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Fit coefficient: 0.595
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Operator: BG   Date: 2008/06/05
Location:

Grid name: 2008/06/05
Tolerance (% Amplidute) :20.00

Instrument: EM-61 Mark II
Project: Fort Ord

Original Profile
Repeated Profile

Amplitude tolerance exceeded
Lateral tolerance exceeded

Database: c:\_qc_reports\060508\TA\Repeat\sub.gdb

Page: 1
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Fit coefficient: 0.726
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Repeatability Test

Operator: BG   Date: 2008/07/03
Location:

Grid name: 2008/07/03
Tolerance (% Amplidute) :20.00

Instrument: EM-61 Mark II
Project: Fort ord

Original Profile
Repeated Profile

Amplitude tolerance exceeded
Lateral tolerance exceeded

Database: c:\_qc_reports\070308\TA\Repeat\sub.gdb

Page: 1
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Fit coefficient: 0.0624
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Fit coefficient: -0.114
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Operator: BG   Date: 2008/07/07
Location:

Grid name: 2008/07/07
Tolerance (% Amplidute) :20.00

Instrument: EM-61 Mark II
Project: Fort Ord

Original Profile
Repeated Profile

Amplitude tolerance exceeded
Lateral tolerance exceeded

Database: c:\_qc_reports\070708\TA\Repeat\sub.gdb

Page: 1
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Fit coefficient: 0.112
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Operator: BG   Date: 2008/07/30
Location:

Grid name: 2008/07/08
Tolerance (% Amplidute) :20.00

Instrument: EM-61 Mark II
Project: Fort Ord

Original Profile
Repeated Profile

Amplitude tolerance exceeded
Lateral tolerance exceeded

Database: c:\_qc_reports\070808\TA\Repeat\Repeat_TA_QC_sub.gdb

Page: 1
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Fit coefficient: 0.195
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Fit coefficient: 0.277

-8 -6 -4 -2 0 2 4 6 8

-8

-6

-4

-2

0

2

4

6

8



Repeatability Test

Operator: BG   Date: 2008/07/10
Location:

Grid name: 2008/07/10
Tolerance (% Amplidute) :20.00

Instrument: EM-61 Mark II
Project: Fort Ord

Original Profile
Repeated Profile

Amplitude tolerance exceeded
Lateral tolerance exceeded

Database: C:\_QC_Reports\071008\TA\Repeat\Repeat_TA_QC.gdb

Page: 1
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Fit coefficient: 0.966
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Operator: BG   Date: 2008/07/11
Location:

Grid name: 2008/07/11
Tolerance (% Amplidute) :20.00

Instrument: EM-61 Mark II
Project: Fort Ord

Original Profile
Repeated Profile

Amplitude tolerance exceeded
Lateral tolerance exceeded

Database: c:\_qc_reports\071108\TA\Repeat\Repeat_Sub.gdb

Page: 1
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