
Static Calibration Test

Mean: ‐48.01

Time‐>

Acceptable range: 2.5CH_1
L5.2 (without object)

Failure points: 0%

Mean: 33.25

Time‐>

Acceptable range: 2.5CH_1
L6.2 (with object)

Failure points: 0%

Mean: ‐49.24

Time‐>

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

Mean: 2.98

Time‐>

Acceptable range: 2.5CH_2
L5.2 (without object)

Failure points: 0%

Mean: 54.07

Time‐>

Acceptable range: 2.5CH_2
L6.2 (with object)

Failure points: 0%

Mean: 2.87

Time‐>

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: 4.76

Time‐>

Acceptable range: 2.5CH_3
L5.2 (without object)

Failure points: 0%

Mean: 31.77

Time‐>

Acceptable range: 2.5CH_3
L6.2 (with object)

Failure points: 0%

Mean: 4.85

Time‐>

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

Mean: ‐1.35

Time‐>

Acceptable range: 2.5CH_4
L5.2 (without object)

Failure points: 0%

Mean: 10.41

Time‐>

Acceptable range: 2.5CH_4
L6.2 (with object)

Failure points: 0%

Mean: ‐1.31

Time‐>

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐109.93

Time‐>

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

Mean: ‐18.62

Time‐>

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

Mean: ‐110.29

Time‐>

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

Mean: ‐5.51

Time‐>

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

Mean: 51.52

Time‐>

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

Mean: ‐5.35

Time‐>

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Static Calibration Test

Mean: 3.58

Time‐>

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

Mean: 33.25

Time‐>

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

Mean: 3.81

Time‐>

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

Mean: ‐2.74

Time‐>

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

Mean: 10.31

Time‐>

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

Mean: ‐2.59

Time‐>

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐59.76

Time‐>

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0%

Mean: 63.54

Time‐>

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0%

Mean: ‐60.13

Time‐>

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

Mean: 9.46

Time‐>

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

Mean: 102.01

Time‐>

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

Mean: 9.37

Time‐>

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Static Calibration Test

Mean: 11.13

Time‐>

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

Mean: 70.12

Time‐>

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

Mean: 11.1

Time‐>

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

Mean: 1.88

Time‐>

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

Mean: 33.28

Time‐>

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

Mean: 1.77

Time‐>

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐46.13

Time‐>

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

Mean: 38.34

Time‐>

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

Mean: ‐45.35

Time‐>

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

Mean: 4.93

Time‐>

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

Mean: 57.15

Time‐>

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

Mean: 5.17

Time‐>

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: 5.84

Time‐>

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

Mean: 33.14

Time‐>

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

Mean: 5.85

Time‐>

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

Mean: ‐0.59

Time‐>

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

Mean: 11.31

Time‐>

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

Mean: ‐0.61

Time‐>

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐118.45

Time‐>

Acceptable range: 2.5CH_1
L5 (without object)

Failure points: 0.0535%

Mean: ‐27.19

Time‐>

Acceptable range: 2.5CH_1
L6 (with object)

Failure points: 0%

Mean: ‐119.79

Time‐>

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

Mean: ‐5.85

Time‐>

Acceptable range: 2.5CH_2
L5 (without object)

Failure points: 0%

Mean: 51.21

Time‐>

Acceptable range: 2.5CH_2
L6 (with object)

Failure points: 0%

Mean: ‐6.08

Time‐>

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%



Static Calibration Test

Mean: 4.52

Time‐>

Acceptable range: 2.5CH_3
L5 (without object)

Failure points: 0%

Mean: 34.26

Time‐>

Acceptable range: 2.5CH_3
L6 (with object)

Failure points: 0%

Mean: 4.6

Time‐>

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

Mean: ‐2.35

Time‐>

Acceptable range: 2.5CH_4
L5 (without object)

Failure points: 0%

Mean: 10.66

Time‐>

Acceptable range: 2.5CH_4
L6 (with object)

Failure points: 0%

Mean: ‐2.3

Time‐>

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐69.14

Time‐>

Acceptable range: 2.5CH_1
L5.1 (without object)

Failure points: 0%

Mean: 53.3

Time‐>

Acceptable range: 2.5CH_1
L6.1 (with object)

Failure points: 0%

Mean: ‐69.9

Time‐>

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

Mean: 7.13

Time‐>

Acceptable range: 2.5CH_2
L5.1 (without object)

Failure points: 0%

Mean: 99.43

Time‐>

Acceptable range: 2.5CH_2
L6.1 (with object)

Failure points: 0%

Mean: 7.01

Time‐>

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%



Static Calibration Test

Mean: 10.75

Time‐>

Acceptable range: 2.5CH_3
L5.1 (without object)

Failure points: 0%

Mean: 69.88

Time‐>

Acceptable range: 2.5CH_3
L6.1 (with object)

Failure points: 0%

Mean: 10.84

Time‐>

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

Mean: 1.59

Time‐>

Acceptable range: 2.5CH_4
L5.1 (without object)

Failure points: 0%

Mean: 33.27

Time‐>

Acceptable range: 2.5CH_4
L6.1 (with object)

Failure points: 0%

Mean: 1.66

Time‐>

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐55.79

Time‐>

Acceptable range: 2.5CH_1
L5.2 (without object)

Failure points: 0%

Mean: 29.04

Time‐>

Acceptable range: 2.5CH_1
L6.2 (with object)

Failure points: 0%

Mean: ‐56.37

Time‐>

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

Mean: 2.55

Time‐>

Acceptable range: 2.5CH_2
L5.2 (without object)

Failure points: 0%

Mean: 55.33

Time‐>

Acceptable range: 2.5CH_2
L6.2 (with object)

Failure points: 0%

Mean: 2.49

Time‐>

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: 5.02

Time‐>

Acceptable range: 2.5CH_3
L5.2 (without object)

Failure points: 0%

Mean: 32.73

Time‐>

Acceptable range: 2.5CH_3
L6.2 (with object)

Failure points: 0%

Mean: 5.03

Time‐>

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

Mean: ‐1.22

Time‐>

Acceptable range: 2.5CH_4
L5.2 (without object)

Failure points: 0%

Mean: 10.84

Time‐>

Acceptable range: 2.5CH_4
L6.2 (with object)

Failure points: 0%

Mean: ‐1.18

Time‐>

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐158.21

Time‐>

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0.0582%

Mean: ‐56.62

Time‐>

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 12.2%

Mean: ‐151.18

Time‐>

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 4%

Mean: ‐18.78

Time‐>

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

Mean: 42.17

Time‐>

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

Mean: ‐16.53

Time‐>

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Static Calibration Test

Mean: 1.27

Time‐>

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

Mean: 31.95

Time‐>

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

Mean: 1.59

Time‐>

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

Mean: ‐2.71

Time‐>

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

Mean: 10.37

Time‐>

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

Mean: ‐2.82

Time‐>

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐122.74

Time‐>

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 16.4%

Mean: 8.52

Time‐>

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 24.3%

Mean: ‐110.24

Time‐>

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 8.94%

Mean: ‐8.84

Time‐>

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

Mean: 85.75

Time‐>

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0.127%

Mean: ‐3.96

Time‐>

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Static Calibration Test

Mean: 7.56

Time‐>

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

Mean: 66.54

Time‐>

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

Mean: 8.98

Time‐>

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

Mean: 1.38

Time‐>

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

Mean: 32.53

Time‐>

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

Mean: 1.64

Time‐>

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐85.81

Time‐>

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

Mean: 2.01

Time‐>

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

Mean: ‐84.96

Time‐>

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

Mean: ‐3.14

Time‐>

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

Mean: 51.29

Time‐>

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

Mean: ‐2.81

Time‐>

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: 5.29

Time‐>

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

Mean: 33.89

Time‐>

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

Mean: 5.57

Time‐>

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

Mean: ‐0.42

Time‐>

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

Mean: 12.15

Time‐>

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

Mean: ‐0.14

Time‐>

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐92.58

Time‐>

Acceptable range: 2.5CH_1
L5 (without object)

Failure points: 0%

Mean: ‐0.075

Time‐>

Acceptable range: 2.5CH_1
L6 (with object)

Failure points: 0%

Mean: ‐91.91

Time‐>

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

Mean: ‐0.019

Time‐>

Acceptable range: 2.5CH_2
L5 (without object)

Failure points: 0%

Mean: 57.2

Time‐>

Acceptable range: 2.5CH_2
L6 (with object)

Failure points: 0%

Mean: 0.14

Time‐>

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%



Static Calibration Test

Mean: 5.31

Time‐>

Acceptable range: 2.5CH_3
L5 (without object)

Failure points: 0%

Mean: 34.9

Time‐>

Acceptable range: 2.5CH_3
L6 (with object)

Failure points: 0%

Mean: 5.23

Time‐>

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

Mean: ‐2.27

Time‐>

Acceptable range: 2.5CH_4
L5 (without object)

Failure points: 0%

Mean: 10.65

Time‐>

Acceptable range: 2.5CH_4
L6 (with object)

Failure points: 0%

Mean: ‐2.39

Time‐>

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐64.76

Time‐>

Acceptable range: 2.5CH_1
L5.1 (without object)

Failure points: 0%

Mean: 59.66

Time‐>

Acceptable range: 2.5CH_1
L6.1 (with object)

Failure points: 0%

Mean: ‐64.56

Time‐>

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

Mean: 8.49

Time‐>

Acceptable range: 2.5CH_2
L5.1 (without object)

Failure points: 0%

Mean: 101.78

Time‐>

Acceptable range: 2.5CH_2
L6.1 (with object)

Failure points: 0%

Mean: 8.46

Time‐>

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%



Static Calibration Test

Mean: 11.11

Time‐>

Acceptable range: 2.5CH_3
L5.1 (without object)

Failure points: 0%

Mean: 70.67

Time‐>

Acceptable range: 2.5CH_3
L6.1 (with object)

Failure points: 0%

Mean: 11.07

Time‐>

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

Mean: 1.57

Time‐>

Acceptable range: 2.5CH_4
L5.1 (without object)

Failure points: 0%

Mean: 33.4

Time‐>

Acceptable range: 2.5CH_4
L6.1 (with object)

Failure points: 0%

Mean: 1.56

Time‐>

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%



Static Calibration Test

Mean: ‐59.32

Time‐>

Acceptable range: 2.5CH_1
L5.2 (without object)

Failure points: 0%

Mean: 25.02

Time‐>

Acceptable range: 2.5CH_1
L6.2 (with object)

Failure points: 0%

Mean: ‐58.69

Time‐>

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

Mean: 1.48

Time‐>

Acceptable range: 2.5CH_2
L5.2 (without object)

Failure points: 0%

Mean: 54.01

Time‐>

Acceptable range: 2.5CH_2
L6.2 (with object)

Failure points: 0%

Mean: 1.48

Time‐>

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%



Static Calibration Test

Mean: 5.03

Time‐>

Acceptable range: 2.5CH_3
L5.2 (without object)

Failure points: 0%

Mean: 32.67

Time‐>

Acceptable range: 2.5CH_3
L6.2 (with object)

Failure points: 0%

Mean: 4.79

Time‐>

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

Mean: ‐1.27

Time‐>

Acceptable range: 2.5CH_4
L5.2 (without object)

Failure points: 0%

Mean: 10.83

Time‐>

Acceptable range: 2.5CH_4
L6.2 (with object)

Failure points: 0%

Mean: ‐1.39

Time‐>

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 1

10:59:01.72 10:59:53.64 11:00:45.56 11:01:37.48

Mean

+2

-2

Mean: -128.73

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

11:03:51.41 11:04:36.58 11:05:21.76 11:06:06.93 11:06:52.11

Mean

+2

-2

Mean: -35.68

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

11:07:25.20 11:07:47.40 11:08:09.60 11:08:31.80 11:08:54.00

Mean

+2

-2

Mean: -128.04

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

10:59:01.72 10:59:53.64 11:00:45.56 11:01:37.48

Mean

+2

-2

Mean: -9.34

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

11:03:51.41 11:04:36.58 11:05:21.76 11:06:06.93 11:06:52.11

Mean

+2

-2

Mean: 48.39

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

11:07:25.20 11:07:47.40 11:08:09.60 11:08:31.80 11:08:54.00

Mean

+2

-2

Mean: -9.3

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 2

10:59:01.72 10:59:53.64 11:00:45.56 11:01:37.48

Mean

+2

-2

Mean: 3.62

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

11:03:51.41 11:04:36.58 11:05:21.76 11:06:06.93 11:06:52.11

Mean

+2

-2

Mean: 33.48

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

11:07:25.20 11:07:47.40 11:08:09.60 11:08:31.80 11:08:54.00

Mean

+2

-2

Mean: 3.6

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

10:59:01.72 10:59:53.64 11:00:45.56 11:01:37.48

Mean

+2

-2

Mean: -2.7

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

11:03:51.41 11:04:36.58 11:05:21.76 11:06:06.93 11:06:

Mean

+2

-2

Mean: 10.34

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

11:07:25.20 11:07:47.40 11:08:09.60 11:08:31.80 11:08:

Mean

+2

-2

Mean: -2.74

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 1

10:59:01.67 10:59:53.60 11:00:45.53 11:01:37.46

Mean

+2

-2

Mean: -102.9

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0%

11:03:51.38 11:04:36.55 11:05:21.73 11:06:06.90 11:06:52.08

Mean

+2

-2

Mean: 17.06

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0%

11:07:25.19 11:07:47.39 11:08:09.59 11:08:31.78 11:08:53.98

Mean

+2

-2

Mean: -102.64

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

10:59:01.67 10:59:53.60 11:00:45.53 11:01:37.46

Mean

+2

-2

Mean: -1.5

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

11:03:51.38 11:04:36.55 11:05:21.73 11:06:06.90 11:06:

Mean

+2

-2

Mean: 88.5

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

11:07:25.19 11:07:47.39 11:08:09.59 11:08:31.78 11:08:

Mean

+2

-2

Mean: -1.38

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 2

10:59:01.67 10:59:53.60 11:00:45.53 11:01:37.46

Mean

+2

-2

Mean: 9.65

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

11:03:51.38 11:04:36.55 11:05:21.73 11:06:06.90 11:06:52.08

Mean

+2

-2

Mean: 67.15

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

11:07:25.19 11:07:47.39 11:08:09.59 11:08:31.78 11:08:53.98

Mean

+2

-2

Mean: 9.68

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

10:59:01.67 10:59:53.60 11:00:45.53 11:01:37.46

Mean

+2

-2

Mean: 1.55

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

11:03:51.38 11:04:36.55 11:05:21.73 11:06:06.90 11:06:

Mean

+2

-2

Mean: 32.37

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

11:07:25.19 11:07:47.39 11:08:09.59 11:08:31.78 11:08:

Mean

+2

-2

Mean: 1.52

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 1

10:59:01.69 10:59:53.61 11:00:45.54 11:01:37.46

Mean

+2

-2

Mean: -84.42

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

11:03:51.39 11:04:36.56 11:05:21.73 11:06:06.91

Mean

+2

-2

Mean: 4.65

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

11:07:25.19 11:07:47.39 11:08:09.59 11:08:31.78 11:08:53.98

Mean

+2

-2

Mean: -80.86

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

10:59:01.69 10:59:53.61 11:00:45.54 11:01:37.46

Mean

+2

-2

Mean: -3.94

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

11:03:51.39 11:04:36.56 11:05:21.73 11:06:06.91

Mean

+2

-2

Mean: 51.05

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

11:07:25.19 11:07:47.39 11:08:09.59 11:08:31.78 11:08:

Mean

+2

-2

Mean: -2.63

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 2

10:59:01.69 10:59:53.61 11:00:45.54 11:01:37.46

Mean

+2

-2

Mean: 4.94

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

11:03:51.39 11:04:36.56 11:05:21.73 11:06:06.91

Mean

+2

-2

Mean: 33.43

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

11:07:25.19 11:07:47.39 11:08:09.59 11:08:31.78 11:08:53.98

Mean

+2

-2

Mean: 5.04

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

10:59:01.69 10:59:53.61 11:00:45.54 11:01:37.46

Mean

+2

-2

Mean: -0.56

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

11:03:51.39 11:04:36.56 11:05:21.73 11:06:06.91

Mean

+2

-2

Mean: 11.77

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

11:07:25.19 11:07:47.39 11:08:09.59 11:08:31.78 11:08:

Mean

+2

-2

Mean: -0.72

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L5 L6 L7
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 1

14:46:12.39 14:46:46.34 14:47:20.29 14:47:54.24

Mean

+2

-2

Mean: -144.07

Time->

Acceptable range: 2.5CH_1
L5 (without object)

Failure points: 0%

14:51:15.09 14:52:02.29 14:52:49.49 14:53:36.69 14:54:23.89

Mean

+2

-2

Mean: -51.13

Time->

Acceptable range: 2.5CH_1
L6 (with object)

Failure points: 0%

14:55:03.89 14:55:19.62 14:55:35.34 14:55:51.07 14:56:06.80

Mean

+2

-2

Mean: -143.47

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

14:46:12.39 14:46:46.34 14:47:20.29 14:47:54.24

Mean

+2

-2

Mean: -14.26

Time->

Acceptable range: 2.5CH_2
L5 (without object)

Failure points: 0%

14:51:15.09 14:52:02.29 14:52:49.49 14:53:36.69 14:54:

Mean

+2

-2

Mean: 43.26

Time->

Acceptable range: 2.5CH_2
L6 (with object)

Failure points: 0%

14:55:03.89 14:55:19.62 14:55:35.34 14:55:51.07 14:56:

Mean

+2

-2

Mean: -13.85

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L5 L6 L7
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 2

14:46:12.39 14:46:46.34 14:47:20.29 14:47:54.24

Mean

+2

-2

Mean: 2.36

Time->

Acceptable range: 2.5CH_3
L5 (without object)

Failure points: 0%

14:51:15.09 14:52:02.29 14:52:49.49 14:53:36.69 14:54:23.89

Mean

+2

-2

Mean: 31.85

Time->

Acceptable range: 2.5CH_3
L6 (with object)

Failure points: 0%

14:55:03.89 14:55:19.62 14:55:35.34 14:55:51.07 14:56:06.80

Mean

+2

-2

Mean: 2.38

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

14:46:12.39 14:46:46.34 14:47:20.29 14:47:54.24

Mean

+2

-2

Mean: -3.08

Time->

Acceptable range: 2.5CH_4
L5 (without object)

Failure points: 0%

14:51:15.09 14:52:02.29 14:52:49.49 14:53:36.69 14:54:

Mean

+2

-2

Mean: 9.68

Time->

Acceptable range: 2.5CH_4
L6 (with object)

Failure points: 0%

14:55:03.89 14:55:19.62 14:55:35.34 14:55:51.07 14:56:

Mean

+2

-2

Mean: -3.2

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L5.1 L6.1 L7.1
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 1

14:46:12.47 14:46:46.42 14:47:20.37 14:47:54.32

Mean

+2

-2

Mean: -143.01

Time->

Acceptable range: 2.5CH_1
L5.1 (without object)

Failure points: 0%

14:51:15.16 14:52:02.33 14:52:49.51 14:53:36.68

Mean

+2

-2

Mean: -34.41

Time->

Acceptable range: 2.5CH_1
L6.1 (with object)

Failure points: 0.106%

14:55:03.97 14:55:19.66 14:55:35.36 14:55:51.05

Mean

+2

-2

Mean: -143.72

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.159%

14:46:12.47 14:46:46.42 14:47:20.37 14:47:54.32

Mean

+2

-2

Mean: -13.03

Time->

Acceptable range: 2.5CH_2
L5.1 (without object)

Failure points: 0%

14:51:15.16 14:52:02.33 14:52:49.51 14:53:36.68

Mean

+2

-2

Mean: 68.77

Time->

Acceptable range: 2.5CH_2
L6.1 (with object)

Failure points: 0%

14:55:03.97 14:55:19.66 14:55:35.36 14:55:51.05

Mean

+2

-2

Mean: -13.81

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L5.1 L6.1 L7.1
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 2

14:46:12.47 14:46:46.42 14:47:20.37 14:47:54.32

Mean

+2

-2

Mean: 8.45

Time->

Acceptable range: 2.5CH_3
L5.1 (without object)

Failure points: 0%

14:51:15.16 14:52:02.33 14:52:49.51 14:53:36.68

Mean

+2

-2

Mean: 61.19

Time->

Acceptable range: 2.5CH_3
L6.1 (with object)

Failure points: 0%

14:55:03.97 14:55:19.66 14:55:35.36 14:55:51.05

Mean

+2

-2

Mean: 8.21

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

14:46:12.47 14:46:46.42 14:47:20.37 14:47:54.32

Mean

+2

-2

Mean: 1.3

Time->

Acceptable range: 2.5CH_4
L5.1 (without object)

Failure points: 0%

14:51:15.16 14:52:02.33 14:52:49.51 14:53:36.68

Mean

+2

-2

Mean: 29.82

Time->

Acceptable range: 2.5CH_4
L6.1 (with object)

Failure points: 0%

14:55:03.97 14:55:19.66 14:55:35.36 14:55:51.05

Mean

+2

-2

Mean: 1.28

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L5.2 L6.2 L7.2
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 1

14:46:12.44 14:46:46.39 14:47:20.34 14:47:54.28

Mean

+2

-2

Mean: -103.59

Time->

Acceptable range: 2.5CH_1
L5.2 (without object)

Failure points: 0%

14:51:15.13 14:52:02.30 14:52:49.48 14:53:36.65

Mean

+2

-2

Mean: -18.62

Time->

Acceptable range: 2.5CH_1
L6.2 (with object)

Failure points: 0%

14:55:03.94 14:55:19.64 14:55:35.34 14:55:51.03

Mean

+2

-2

Mean: -103.86

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

14:46:12.44 14:46:46.39 14:47:20.34 14:47:54.28

Mean

+2

-2

Mean: -13.81

Time->

Acceptable range: 2.5CH_2
L5.2 (without object)

Failure points: 0%

14:51:15.13 14:52:02.30 14:52:49.48 14:53:36.65

Mean

+2

-2

Mean: 39.65

Time->

Acceptable range: 2.5CH_2
L6.2 (with object)

Failure points: 0%

14:55:03.94 14:55:19.64 14:55:35.34 14:55:51.03

Mean

+2

-2

Mean: -13.52

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.1 & E18.1.2

Date: 2/23/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L5.2 L6.2 L7.2
Database: ..\_Data\022310\QC\022310_TA_QC.gdb

Page: 2

14:46:12.44 14:46:46.39 14:47:20.34 14:47:54.28

Mean

+2

-2

Mean: 1.47

Time->

Acceptable range: 2.5CH_3
L5.2 (without object)

Failure points: 0%

14:51:15.13 14:52:02.30 14:52:49.48 14:53:36.65

Mean

+2

-2

Mean: 29.54

Time->

Acceptable range: 2.5CH_3
L6.2 (with object)

Failure points: 0%

14:55:03.94 14:55:19.64 14:55:35.34 14:55:51.03

Mean

+2

-2

Mean: 1.55

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

14:46:12.44 14:46:46.39 14:47:20.34 14:47:54.28

Mean

+2

-2

Mean: -1.66

Time->

Acceptable range: 2.5CH_4
L5.2 (without object)

Failure points: 0%

14:51:15.13 14:52:02.30 14:52:49.48 14:53:36.65

Mean

+2

-2

Mean: 10.53

Time->

Acceptable range: 2.5CH_4
L6.2 (with object)

Failure points: 0%

14:55:03.94 14:55:19.64 14:55:35.34 14:55:51.03

Mean

+2

-2

Mean: -1.71

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 1

09:10:08.53 09:10:43.23 09:11:17.92 09:11:52.62 09:12:27.31

Mean

+2

-2

Mean: -127.95

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0.288%

09:14:00.22 09:14:43.92 09:15:27.62 09:16:11.32 09:16:55.01

Mean

+2

-2

Mean: -27.67

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0.686%

09:17:50.03 09:18:03.50 09:18:16.98 09:18:30.45

Mean

+2

-2

Mean: -121.3

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

09:10:08.53 09:10:43.23 09:11:17.92 09:11:52.62 09:12:

Mean

+2

-2

Mean: -6.26

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

09:14:00.22 09:14:43.92 09:15:27.62 09:16:11.32 09:16:

Mean

+2

-2

Mean: 54.02

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

09:17:50.03 09:18:03.50 09:18:16.98 09:18:30.45

Mean

+2

-2

Mean: -5.03

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 2

09:10:08.53 09:10:43.23 09:11:17.92 09:11:52.62 09:12:27.31

Mean

+2

-2

Mean: 4.95

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

09:14:00.22 09:14:43.92 09:15:27.62 09:16:11.32 09:16:55.01

Mean

+2

-2

Mean: 35.75

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

09:17:50.03 09:18:03.50 09:18:16.98 09:18:30.45

Mean

+2

-2

Mean: 5

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

09:10:08.53 09:10:43.23 09:11:17.92 09:11:52.62 09:12:

Mean

+2

-2

Mean: -1.92

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

09:14:00.22 09:14:43.92 09:15:27.62 09:16:11.32 09:16:

Mean

+2

-2

Mean: 11.45

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

09:17:50.03 09:18:03.50 09:18:16.98 09:18:30.45

Mean

+2

-2

Mean: -2.02

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 1

09:10:08.45 09:10:43.15 09:11:17.84 09:11:52.54

Mean

+2

-2

Mean: -94.55

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.36%

09:14:00.23 09:14:43.94 09:15:27.64 09:16:11.34

Mean

+2

-2

Mean: 33.35

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0%

09:17:50.05 09:18:03.50 09:18:16.94 09:18:30.39 09:18:43.84

Mean

+2

-2

Mean: -91.13

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

09:10:08.45 09:10:43.15 09:11:17.84 09:11:52.54

Mean

+2

-2

Mean: 3.63

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

09:14:00.23 09:14:43.94 09:15:27.64 09:16:11.34

Mean

+2

-2

Mean: 98.45

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

09:17:50.05 09:18:03.50 09:18:16.94 09:18:30.39 09:18:

Mean

+2

-2

Mean: 4.28

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 2

09:10:08.45 09:10:43.15 09:11:17.84 09:11:52.54

Mean

+2

-2

Mean: 11.66

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

09:14:00.23 09:14:43.94 09:15:27.64 09:16:11.34

Mean

+2

-2

Mean: 72.09

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

09:17:50.05 09:18:03.50 09:18:16.94 09:18:30.39 09:18:43.84

Mean

+2

-2

Mean: 11.73

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

09:10:08.45 09:10:43.15 09:11:17.84 09:11:52.54

Mean

+2

-2

Mean: 2.4

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

09:14:00.23 09:14:43.94 09:15:27.64 09:16:11.34

Mean

+2

-2

Mean: 34.74

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

09:17:50.05 09:18:03.50 09:18:16.94 09:18:30.39 09:18:

Mean

+2

-2

Mean: 2.45

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 1

09:10:08.47 09:10:43.17 09:11:17.87 09:11:52.57

Mean

+2

-2

Mean: -76.24

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

09:14:00.27 09:14:43.94 09:15:27.62 09:16:11.29 09:16:54.97

Mean

+2

-2

Mean: 10.4

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

09:17:50.06 09:18:03.51 09:18:16.96 09:18:30.41 09:18:43.86

Mean

+2

-2

Mean: -74.04

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

09:10:08.47 09:10:43.17 09:11:17.87 09:11:52.57

Mean

+2

-2

Mean: 0.79

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

09:14:00.27 09:14:43.94 09:15:27.62 09:16:11.29 09:16:

Mean

+2

-2

Mean: 54.01

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

09:17:50.06 09:18:03.51 09:18:16.96 09:18:30.41 09:18:

Mean

+2

-2

Mean: 1.06

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 2

09:10:08.47 09:10:43.17 09:11:17.87 09:11:52.57

Mean

+2

-2

Mean: 6.36

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

09:14:00.27 09:14:43.94 09:15:27.62 09:16:11.29 09:16:54.97

Mean

+2

-2

Mean: 34.31

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

09:17:50.06 09:18:03.51 09:18:16.96 09:18:30.41 09:18:43.86

Mean

+2

-2

Mean: 6.4

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

09:10:08.47 09:10:43.17 09:11:17.87 09:11:52.57

Mean

+2

-2

Mean: -0.27

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

09:14:00.27 09:14:43.94 09:15:27.62 09:16:11.29 09:16:

Mean

+2

-2

Mean: 12

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

09:17:50.06 09:18:03.51 09:18:16.96 09:18:30.41 09:18:

Mean

+2

-2

Mean: -0.18

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

PM test

Acceptable limits
Outside range

Line Name: L5 L6 L7
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 1

11:46:59.55 11:47:40.72 11:48:21.89 11:49:03.06

Mean

+2

-2

Mean: -86.08

Time->

Acceptable range: 2.5CH_1
L5 (without object)

Failure points: 0%

11:51:22.23 11:52:00.19 11:52:38.14 11:53:16.09 11:53:54.05

Mean

+2

-2

Mean: 5.48

Time->

Acceptable range: 2.5CH_1
L6 (with object)

Failure points: 0%

11:54:54.03 11:55:08.23 11:55:22.44 11:55:36.64 11:55:50.84

Mean

+2

-2

Mean: -86.85

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

11:46:59.55 11:47:40.72 11:48:21.89 11:49:03.06

Mean

+2

-2

Mean: 2.97

Time->

Acceptable range: 2.5CH_2
L5 (without object)

Failure points: 0%

11:51:22.23 11:52:00.19 11:52:38.14 11:53:16.09 11:53:

Mean

+2

-2

Mean: 59.8

Time->

Acceptable range: 2.5CH_2
L6 (with object)

Failure points: 0%

11:54:54.03 11:55:08.23 11:55:22.44 11:55:36.64 11:55:

Mean

+2

-2

Mean: 2.7

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

PM test

Acceptable limits
Outside range

Line Name: L5 L6 L7
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 2

11:46:59.55 11:47:40.72 11:48:21.89 11:49:03.06

Mean

+2

-2

Mean: 6.83

Time->

Acceptable range: 2.5CH_3
L5 (without object)

Failure points: 0%

11:51:22.23 11:52:00.19 11:52:38.14 11:53:16.09 11:53:54.05

Mean

+2

-2

Mean: 36.27

Time->

Acceptable range: 2.5CH_3
L6 (with object)

Failure points: 0%

11:54:54.03 11:55:08.23 11:55:22.44 11:55:36.64 11:55:50.84

Mean

+2

-2

Mean: 6.62

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

11:46:59.55 11:47:40.72 11:48:21.89 11:49:03.06

Mean

+2

-2

Mean: -1.32

Time->

Acceptable range: 2.5CH_4
L5 (without object)

Failure points: 0%

11:51:22.23 11:52:00.19 11:52:38.14 11:53:16.09 11:53:

Mean

+2

-2

Mean: 11.54

Time->

Acceptable range: 2.5CH_4
L6 (with object)

Failure points: 0%

11:54:54.03 11:55:08.23 11:55:22.44 11:55:36.64 11:55:

Mean

+2

-2

Mean: -1.5

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

PM test

Acceptable limits
Outside range

Line Name: L5.1 L6.1 L7.1
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 1

11:46:59.50 11:47:40.70 11:48:21.90 11:49:03.10

Mean

+2

-2

Mean: -67.86

Time->

Acceptable range: 2.5CH_1
L5.1 (without object)

Failure points: 0%

11:51:22.30 11:52:00.22 11:52:38.15 11:53:16.07

Mean

+2

-2

Mean: 60.52

Time->

Acceptable range: 2.5CH_1
L6.1 (with object)

Failure points: 0.198%

11:54:54.01 11:55:08.24 11:55:22.46 11:55:36.68

Mean

+2

-2

Mean: -67.98

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

11:46:59.50 11:47:40.70 11:48:21.90 11:49:03.10

Mean

+2

-2

Mean: 6.97

Time->

Acceptable range: 2.5CH_2
L5.1 (without object)

Failure points: 0%

11:51:22.30 11:52:00.22 11:52:38.15 11:53:16.07

Mean

+2

-2

Mean: 103

Time->

Acceptable range: 2.5CH_2
L6.1 (with object)

Failure points: 0%

11:54:54.01 11:55:08.24 11:55:22.46 11:55:36.68

Mean

+2

-2

Mean: 6.96

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

PM test

Acceptable limits
Outside range

Line Name: L5.1 L6.1 L7.1
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 2

11:46:59.50 11:47:40.70 11:48:21.90 11:49:03.10

Mean

+2

-2

Mean: 10.64

Time->

Acceptable range: 2.5CH_3
L5.1 (without object)

Failure points: 0%

11:51:22.30 11:52:00.22 11:52:38.15 11:53:16.07

Mean

+2

-2

Mean: 71.7

Time->

Acceptable range: 2.5CH_3
L6.1 (with object)

Failure points: 0%

11:54:54.01 11:55:08.24 11:55:22.46 11:55:36.68

Mean

+2

-2

Mean: 10.64

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

11:46:59.50 11:47:40.70 11:48:21.90 11:49:03.10

Mean

+2

-2

Mean: 1.63

Time->

Acceptable range: 2.5CH_4
L5.1 (without object)

Failure points: 0%

11:51:22.30 11:52:00.22 11:52:38.15 11:53:16.07

Mean

+2

-2

Mean: 34.16

Time->

Acceptable range: 2.5CH_4
L6.1 (with object)

Failure points: 0%

11:54:54.01 11:55:08.24 11:55:22.46 11:55:36.68

Mean

+2

-2

Mean: 1.64

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

PM test

Acceptable limits
Outside range

Line Name: L5.2 L6.2 L7.2
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 1

11:46:59.58 11:47:40.75 11:48:21.93 11:49:03.11 11:49:44.28

Mean

+2

-2

Mean: -56.79

Time->

Acceptable range: 2.5CH_1
L5.2 (without object)

Failure points: 0%

11:51:22.28 11:52:00.21 11:52:38.13 11:53:16.06

Mean

+2

-2

Mean: 26.03

Time->

Acceptable range: 2.5CH_1
L6.2 (with object)

Failure points: 0%

11:54:53.98 11:55:08.21 11:55:22.43 11:55:36.65 11:55:50.87

Mean

+2

-2

Mean: -56.74

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

11:46:59.58 11:47:40.75 11:48:21.93 11:49:03.11 11:49:

Mean

+2

-2

Mean: 2.7

Time->

Acceptable range: 2.5CH_2
L5.2 (without object)

Failure points: 0%

11:51:22.28 11:52:00.21 11:52:38.13 11:53:16.06

Mean

+2

-2

Mean: 54.3

Time->

Acceptable range: 2.5CH_2
L6.2 (with object)

Failure points: 0%

11:54:53.98 11:55:08.21 11:55:22.43 11:55:36.65 11:55:

Mean

+2

-2

Mean: 2.77

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/5/2010
Operator: PN & MG

PM test

Acceptable limits
Outside range

Line Name: L5.2 L6.2 L7.2
Database: ..\_Data\030510\QC\030510_TA_QC.gdb

Page: 2

11:46:59.58 11:47:40.75 11:48:21.93 11:49:03.11 11:49:44.28

Mean

+2

-2

Mean: 5.6

Time->

Acceptable range: 2.5CH_3
L5.2 (without object)

Failure points: 0%

11:51:22.28 11:52:00.21 11:52:38.13 11:53:16.06

Mean

+2

-2

Mean: 32.76

Time->

Acceptable range: 2.5CH_3
L6.2 (with object)

Failure points: 0%

11:54:53.98 11:55:08.21 11:55:22.43 11:55:36.65 11:55:50.87

Mean

+2

-2

Mean: 5.64

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

11:46:59.58 11:47:40.75 11:48:21.93 11:49:03.11 11:49:

Mean

+2

-2

Mean: -0.82

Time->

Acceptable range: 2.5CH_4
L5.2 (without object)

Failure points: 0%

11:51:22.28 11:52:00.21 11:52:38.13 11:53:16.06

Mean

+2

-2

Mean: 11.02

Time->

Acceptable range: 2.5CH_4
L6.2 (with object)

Failure points: 0%

11:54:53.98 11:55:08.21 11:55:22.43 11:55:36.65 11:55:

Mean

+2

-2

Mean: -0.81

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 1

14:54:40.95 14:55:26.88 14:56:12.80 14:56:58.73

Mean

+2

-2

Mean: -85.26

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

14:58:35.77 14:59:20.94 15:00:06.11 15:00:51.28

Mean

+2

-2

Mean: 5.18

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

15:04:04.36 15:04:18.33 15:04:32.30 15:04:46.28 15:05:00.25

Mean

+2

-2

Mean: -86.4

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

14:54:40.95 14:55:26.88 14:56:12.80 14:56:58.73

Mean

+2

-2

Mean: 1.32

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

14:58:35.77 14:59:20.94 15:00:06.11 15:00:51.28

Mean

+2

-2

Mean: 57.4

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

15:04:04.36 15:04:18.33 15:04:32.30 15:04:46.28 15:05:

Mean

+2

-2

Mean: 1.2

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 2

14:54:40.95 14:55:26.88 14:56:12.80 14:56:58.73

Mean

+2

-2

Mean: 4.83

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

14:58:35.77 14:59:20.94 15:00:06.11 15:00:51.28

Mean

+2

-2

Mean: 33.96

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

15:04:04.36 15:04:18.33 15:04:32.30 15:04:46.28 15:05:00.25

Mean

+2

-2

Mean: 5

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

14:54:40.95 14:55:26.88 14:56:12.80 14:56:58.73

Mean

+2

-2

Mean: -2.5

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

14:58:35.77 14:59:20.94 15:00:06.11 15:00:51.28

Mean

+2

-2

Mean: 10.21

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

15:04:04.36 15:04:18.33 15:04:32.30 15:04:46.28 15:05:

Mean

+2

-2

Mean: -2.37

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 1

14:54:40.94 14:55:26.88 14:56:12.83 14:56:58.77 14:57:44.72

Mean

+2

-2

Mean: -64.69

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0%

14:58:35.72 14:59:20.90 15:00:06.08 15:00:51.26

Mean

+2

-2

Mean: 58.77

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.221%

15:04:04.42 15:04:18.37 15:04:32.33 15:04:46.28

Mean

+2

-2

Mean: -64.26

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

14:54:40.94 14:55:26.88 14:56:12.83 14:56:58.77 14:57:

Mean

+2

-2

Mean: 5.2

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

14:58:35.72 14:59:20.90 15:00:06.08 15:00:51.26

Mean

+2

-2

Mean: 97.39

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

15:04:04.42 15:04:18.37 15:04:32.33 15:04:46.28

Mean

+2

-2

Mean: 5.34

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 2

14:54:40.94 14:55:26.88 14:56:12.83 14:56:58.77 14:57:44.72

Mean

+2

-2

Mean: 8.65

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

14:58:35.72 14:59:20.90 15:00:06.08 15:00:51.26

Mean

+2

-2

Mean: 67.21

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

15:04:04.42 15:04:18.37 15:04:32.33 15:04:46.28

Mean

+2

-2

Mean: 8.76

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

14:54:40.94 14:55:26.88 14:56:12.83 14:56:58.77 14:57:

Mean

+2

-2

Mean: 0.64

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

14:58:35.72 14:59:20.90 15:00:06.08 15:00:51.26

Mean

+2

-2

Mean: 31.77

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

15:04:04.42 15:04:18.37 15:04:32.33 15:04:46.28

Mean

+2

-2

Mean: 0.73

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 1

14:54:40.91 14:55:26.86 14:56:12.80 14:56:58.75 14:57:44.70

Mean

+2

-2

Mean: -52.63

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

14:58:35.69 14:59:20.89 15:00:06.09 15:00:51.30 15:01:36.50

Mean

+2

-2

Mean: 29.62

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

15:04:04.39 15:04:18.37 15:04:32.34 15:04:46.32

Mean

+2

-2

Mean: -51.93

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

14:54:40.91 14:55:26.86 14:56:12.80 14:56:58.75 14:57:

Mean

+2

-2

Mean: 1.56

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

14:58:35.69 14:59:20.89 15:00:06.09 15:00:51.30 15:01:

Mean

+2

-2

Mean: 52.52

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

15:04:04.39 15:04:18.37 15:04:32.34 15:04:46.32

Mean

+2

-2

Mean: 1.74

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 2

14:54:40.91 14:55:26.86 14:56:12.80 14:56:58.75 14:57:44.70

Mean

+2

-2

Mean: 4.05

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

14:58:35.69 14:59:20.89 15:00:06.09 15:00:51.30 15:01:36.50

Mean

+2

-2

Mean: 30.74

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

15:04:04.39 15:04:18.37 15:04:32.34 15:04:46.32

Mean

+2

-2

Mean: 4.1

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

14:54:40.91 14:55:26.86 14:56:12.80 14:56:58.75 14:57:

Mean

+2

-2

Mean: -1.44

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

14:58:35.69 14:59:20.89 15:00:06.09 15:00:51.30 15:01:

Mean

+2

-2

Mean: 10.16

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

15:04:04.39 15:04:18.37 15:04:32.34 15:04:46.32

Mean

+2

-2

Mean: -1.46

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 1

15:11:22.95 15:12:11.88 15:13:00.80 15:13:49.73

Mean

+2

-2

Mean: -87.89

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

15:15:34.75 15:16:34.43 15:17:34.10 15:18:33.78

Mean

+2

-2

Mean: 3.91

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

15:20:05.45 15:20:22.93 15:20:40.41 15:20:57.88

Mean

+2

-2

Mean: -88.84

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

15:11:22.95 15:12:11.88 15:13:00.80 15:13:49.73

Mean

+2

-2

Mean: 1.06

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

15:15:34.75 15:16:34.43 15:17:34.10 15:18:33.78

Mean

+2

-2

Mean: 57.96

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

15:20:05.45 15:20:22.93 15:20:40.41 15:20:57.88

Mean

+2

-2

Mean: 1

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 2

15:11:22.95 15:12:11.88 15:13:00.80 15:13:49.73

Mean

+2

-2

Mean: 5.21

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

15:15:34.75 15:16:34.43 15:17:34.10 15:18:33.78

Mean

+2

-2

Mean: 34.6

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

15:20:05.45 15:20:22.93 15:20:40.41 15:20:57.88

Mean

+2

-2

Mean: 5.16

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

15:11:22.95 15:12:11.88 15:13:00.80 15:13:49.73

Mean

+2

-2

Mean: -2.2

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

15:15:34.75 15:16:34.43 15:17:34.10 15:18:33.78

Mean

+2

-2

Mean: 10.62

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

15:20:05.45 15:20:22.93 15:20:40.41 15:20:57.88

Mean

+2

-2

Mean: -2.21

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 1

15:11:23.03 15:12:11.96 15:13:00.88 15:13:49.81

Mean

+2

-2

Mean: -65.07

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

15:15:34.73 15:16:34.41 15:17:34.08 15:18:33.75

Mean

+2

-2

Mean: 59.55

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0.209%

15:20:05.44 15:20:22.91 15:20:40.38 15:20:57.86 15:21:15.33

Mean

+2

-2

Mean: -65.33

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0%

15:11:23.03 15:12:11.96 15:13:00.88 15:13:49.81

Mean

+2

-2

Mean: 5.44

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

15:15:34.73 15:16:34.41 15:17:34.08 15:18:33.75

Mean

+2

-2

Mean: 98.96

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

15:20:05.44 15:20:22.91 15:20:40.38 15:20:57.86 15:21:

Mean

+2

-2

Mean: 5.46

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 2

15:11:23.03 15:12:11.96 15:13:00.88 15:13:49.81

Mean

+2

-2

Mean: 9

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

15:15:34.73 15:16:34.41 15:17:34.08 15:18:33.75

Mean

+2

-2

Mean: 68.59

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

15:20:05.44 15:20:22.91 15:20:40.38 15:20:57.86 15:21:15.33

Mean

+2

-2

Mean: 9.04

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

15:11:23.03 15:12:11.96 15:13:00.88 15:13:49.81

Mean

+2

-2

Mean: 0.87

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

15:15:34.73 15:16:34.41 15:17:34.08 15:18:33.75

Mean

+2

-2

Mean: 32.64

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

15:20:05.44 15:20:22.91 15:20:40.38 15:20:57.86 15:21:

Mean

+2

-2

Mean: 0.9

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 1

15:11:23.00 15:12:11.92 15:13:00.84 15:13:49.77

Mean

+2

-2

Mean: -53.8

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

15:15:34.70 15:16:34.37 15:17:34.05 15:18:33.72

Mean

+2

-2

Mean: 29.22

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

15:20:05.50 15:20:22.95 15:20:40.40 15:20:57.85

Mean

+2

-2

Mean: -53.8

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

15:11:23.00 15:12:11.92 15:13:00.84 15:13:49.77

Mean

+2

-2

Mean: 1.11

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

15:15:34.70 15:16:34.37 15:17:34.05 15:18:33.72

Mean

+2

-2

Mean: 52.91

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

15:20:05.50 15:20:22.95 15:20:40.40 15:20:57.85

Mean

+2

-2

Mean: 1.19

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19-Test Strip

Date: 3/11/2010
Operator: PN & BM

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\031110\QC\031110_TA_QC.gdb

Page: 2

15:11:23.00 15:12:11.92 15:13:00.84 15:13:49.77

Mean

+2

-2

Mean: 3.82

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

15:15:34.70 15:16:34.37 15:17:34.05 15:18:33.72

Mean

+2

-2

Mean: 31.09

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

15:20:05.50 15:20:22.95 15:20:40.40 15:20:57.85

Mean

+2

-2

Mean: 3.95

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

15:11:23.00 15:12:11.92 15:13:00.84 15:13:49.77

Mean

+2

-2

Mean: -1.54

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

15:15:34.70 15:16:34.37 15:17:34.05 15:18:33.72

Mean

+2

-2

Mean: 10.37

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

15:20:05.50 15:20:22.95 15:20:40.40 15:20:57.85

Mean

+2

-2

Mean: -1.44

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 1

14:32:57.22 14:33:45.64 14:34:34.07 14:35:22.50 14:36:10.92

Mean

+2

-2

Mean: -77.78

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

14:39:58.72 14:40:46.39 14:41:34.07 14:42:21.75 14:43:09.42

Mean

+2

-2

Mean: 14.81

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

14:44:31.42 14:44:44.14 14:44:56.87 14:45:09.59 14:45:22.31

Mean

+2

-2

Mean: -77.79

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

14:32:57.22 14:33:45.64 14:34:34.07 14:35:22.50 14:36:

Mean

+2

-2

Mean: 1.12

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

14:39:58.72 14:40:46.39 14:41:34.07 14:42:21.75 14:43:

Mean

+2

-2

Mean: 58.44

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

14:44:31.42 14:44:44.14 14:44:56.87 14:45:09.59 14:45:

Mean

+2

-2

Mean: 0.93

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 2

14:32:57.22 14:33:45.64 14:34:34.07 14:35:22.50 14:36:10.92

Mean

+2

-2

Mean: 4.38

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

14:39:58.72 14:40:46.39 14:41:34.07 14:42:21.75 14:43:09.42

Mean

+2

-2

Mean: 34.17

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

14:44:31.42 14:44:44.14 14:44:56.87 14:45:09.59 14:45:22.31

Mean

+2

-2

Mean: 4.24

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

14:32:57.22 14:33:45.64 14:34:34.07 14:35:22.50 14:36:

Mean

+2

-2

Mean: -2.43

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

14:39:58.72 14:40:46.39 14:41:34.07 14:42:21.75 14:43:

Mean

+2

-2

Mean: 10.58

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

14:44:31.42 14:44:44.14 14:44:56.87 14:45:09.59 14:45:

Mean

+2

-2

Mean: -2.62

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 1

14:32:57.20 14:33:45.62 14:34:34.05 14:35:22.47

Mean

+2

-2

Mean: -60.98

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.103%

14:39:58.69 14:40:46.39 14:41:34.09 14:42:21.78

Mean

+2

-2

Mean: 70.39

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0%

14:44:31.50 14:44:44.20 14:44:56.90 14:45:09.60

Mean

+2

-2

Mean: -58.33

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

14:32:57.20 14:33:45.62 14:34:34.05 14:35:22.47

Mean

+2

-2

Mean: 5.05

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

14:39:58.69 14:40:46.39 14:41:34.09 14:42:21.78

Mean

+2

-2

Mean: 102.27

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

14:44:31.50 14:44:44.20 14:44:56.90 14:45:09.60

Mean

+2

-2

Mean: 5.55

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 2

14:32:57.20 14:33:45.62 14:34:34.05 14:35:22.47

Mean

+2

-2

Mean: 8.32

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

14:39:58.69 14:40:46.39 14:41:34.09 14:42:21.78

Mean

+2

-2

Mean: 69.77

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

14:44:31.50 14:44:44.20 14:44:56.90 14:45:09.60

Mean

+2

-2

Mean: 8.36

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

14:32:57.20 14:33:45.62 14:34:34.05 14:35:22.47

Mean

+2

-2

Mean: 0.65

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

14:39:58.69 14:40:46.39 14:41:34.09 14:42:21.78

Mean

+2

-2

Mean: 33.25

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

14:44:31.50 14:44:44.20 14:44:56.90 14:45:09.60

Mean

+2

-2

Mean: 0.67

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 1

14:32:57.17 14:33:45.59 14:34:34.02 14:35:22.44

Mean

+2

-2

Mean: -51.79

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

14:39:58.76 14:40:46.44 14:41:34.11 14:42:21.78

Mean

+2

-2

Mean: 31

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

14:44:31.47 14:44:44.19 14:44:56.91 14:45:09.64 14:45:22.36

Mean

+2

-2

Mean: -49.16

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

14:32:57.17 14:33:45.59 14:34:34.02 14:35:22.44

Mean

+2

-2

Mean: 1.07

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

14:39:58.76 14:40:46.44 14:41:34.11 14:42:21.78

Mean

+2

-2

Mean: 51.62

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

14:44:31.47 14:44:44.19 14:44:56.91 14:45:09.64 14:45:

Mean

+2

-2

Mean: 1.29

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 2

14:32:57.17 14:33:45.59 14:34:34.02 14:35:22.44

Mean

+2

-2

Mean: 3.87

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

14:39:58.76 14:40:46.44 14:41:34.11 14:42:21.78

Mean

+2

-2

Mean: 30.25

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

14:44:31.47 14:44:44.19 14:44:56.91 14:45:09.64 14:45:22.36

Mean

+2

-2

Mean: 3.67

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

14:32:57.17 14:33:45.59 14:34:34.02 14:35:22.44

Mean

+2

-2

Mean: -1.39

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

14:39:58.76 14:40:46.44 14:41:34.11 14:42:21.78

Mean

+2

-2

Mean: 10.11

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

14:44:31.47 14:44:44.19 14:44:56.91 14:45:09.64 14:45:

Mean

+2

-2

Mean: -1.54

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

PM test

Acceptable limits
Outside range

Line Name: L5 L6 L7
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 1

16:50:40.12 16:51:27.55 16:52:14.98 16:53:02.40

Mean

+2

-2

Mean: -82.14

Time->

Acceptable range: 2.5CH_1
L5 (without object)

Failure points: 0%

16:56:51.73 16:57:36.91 16:58:22.09 16:59:07.26 16:59:52.44

Mean

+2

-2

Mean: 7.4

Time->

Acceptable range: 2.5CH_1
L6 (with object)

Failure points: 0%

17:00:30.53 17:00:45.50 17:01:00.48 17:01:15.45

Mean

+2

-2

Mean: -84.15

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

16:50:40.12 16:51:27.55 16:52:14.98 16:53:02.40

Mean

+2

-2

Mean: 0.8

Time->

Acceptable range: 2.5CH_2
L5 (without object)

Failure points: 0%

16:56:51.73 16:57:36.91 16:58:22.09 16:59:07.26 16:59:

Mean

+2

-2

Mean: 56.98

Time->

Acceptable range: 2.5CH_2
L6 (with object)

Failure points: 0%

17:00:30.53 17:00:45.50 17:01:00.48 17:01:15.45

Mean

+2

-2

Mean: 0.47

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

PM test

Acceptable limits
Outside range

Line Name: L5 L6 L7
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 2

16:50:40.12 16:51:27.55 16:52:14.98 16:53:02.40

Mean

+2

-2

Mean: 4.6

Time->

Acceptable range: 2.5CH_3
L5 (without object)

Failure points: 0%

16:56:51.73 16:57:36.91 16:58:22.09 16:59:07.26 16:59:52.44

Mean

+2

-2

Mean: 33.93

Time->

Acceptable range: 2.5CH_3
L6 (with object)

Failure points: 0%

17:00:30.53 17:00:45.50 17:01:00.48 17:01:15.45

Mean

+2

-2

Mean: 4.57

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

16:50:40.12 16:51:27.55 16:52:14.98 16:53:02.40

Mean

+2

-2

Mean: -2.45

Time->

Acceptable range: 2.5CH_4
L5 (without object)

Failure points: 0%

16:56:51.73 16:57:36.91 16:58:22.09 16:59:07.26 16:59:

Mean

+2

-2

Mean: 10.45

Time->

Acceptable range: 2.5CH_4
L6 (with object)

Failure points: 0%

17:00:30.53 17:00:45.50 17:01:00.48 17:01:15.45

Mean

+2

-2

Mean: -2.43

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

PM test

Acceptable limits
Outside range

Line Name: L5.1 L6.1 L7.1
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 1

16:50:40.11 16:51:27.53 16:52:14.96 16:53:02.39 16:53:49.81

Mean

+2

-2

Mean: -62.03

Time->

Acceptable range: 2.5CH_1
L5.1 (without object)

Failure points: 0%

16:56:51.70 16:57:36.90 16:58:22.10 16:59:07.30

Mean

+2

-2

Mean: 61.37

Time->

Acceptable range: 2.5CH_1
L6.1 (with object)

Failure points: 0.332%

17:00:30.50 17:00:45.48 17:01:00.45 17:01:15.43

Mean

+2

-2

Mean: -64.64

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

16:50:40.11 16:51:27.53 16:52:14.96 16:53:02.39 16:53:

Mean

+2

-2

Mean: 5.5

Time->

Acceptable range: 2.5CH_2
L5.1 (without object)

Failure points: 0%

16:56:51.70 16:57:36.90 16:58:22.10 16:59:07.30

Mean

+2

-2

Mean: 98.83

Time->

Acceptable range: 2.5CH_2
L6.1 (with object)

Failure points: 0%

17:00:30.50 17:00:45.48 17:01:00.45 17:01:15.43

Mean

+2

-2

Mean: 5.11

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

PM test

Acceptable limits
Outside range

Line Name: L5.1 L6.1 L7.1
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 2

16:50:40.11 16:51:27.53 16:52:14.96 16:53:02.39 16:53:49.81

Mean

+2

-2

Mean: 8.71

Time->

Acceptable range: 2.5CH_3
L5.1 (without object)

Failure points: 0%

16:56:51.70 16:57:36.90 16:58:22.10 16:59:07.30

Mean

+2

-2

Mean: 68.18

Time->

Acceptable range: 2.5CH_3
L6.1 (with object)

Failure points: 0%

17:00:30.50 17:00:45.48 17:01:00.45 17:01:15.43

Mean

+2

-2

Mean: 8.75

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

16:50:40.11 16:51:27.53 16:52:14.96 16:53:02.39 16:53:

Mean

+2

-2

Mean: 0.78

Time->

Acceptable range: 2.5CH_4
L5.1 (without object)

Failure points: 0%

16:56:51.70 16:57:36.90 16:58:22.10 16:59:07.30

Mean

+2

-2

Mean: 32.37

Time->

Acceptable range: 2.5CH_4
L6.1 (with object)

Failure points: 0%

17:00:30.50 17:00:45.48 17:01:00.45 17:01:15.43

Mean

+2

-2

Mean: 0.8

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

PM test

Acceptable limits
Outside range

Line Name: L5.2 L6.2 L7.2
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 1

16:50:40.08 16:51:27.53 16:52:14.98 16:53:02.43

Mean

+2

-2

Mean: -49.53

Time->

Acceptable range: 2.5CH_1
L5.2 (without object)

Failure points: 0%

16:56:51.77 16:57:36.94 16:58:22.12 16:59:07.30 16:59:52.48

Mean

+2

-2

Mean: 29.67

Time->

Acceptable range: 2.5CH_1
L6.2 (with object)

Failure points: 0%

17:00:30.58 17:00:45.53 17:01:00.48 17:01:15.43 17:01:30.37

Mean

+2

-2

Mean: -52.33

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

16:50:40.08 16:51:27.53 16:52:14.98 16:53:02.43

Mean

+2

-2

Mean: 2.23

Time->

Acceptable range: 2.5CH_2
L5.2 (without object)

Failure points: 0%

16:56:51.77 16:57:36.94 16:58:22.12 16:59:07.30 16:59:

Mean

+2

-2

Mean: 52.24

Time->

Acceptable range: 2.5CH_2
L6.2 (with object)

Failure points: 0%

17:00:30.58 17:00:45.53 17:01:00.48 17:01:15.43 17:01:

Mean

+2

-2

Mean: 1.64

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/15/2010
Operator: PN & EG

PM test

Acceptable limits
Outside range

Line Name: L5.2 L6.2 L7.2
Database: ..\_Data\031510\QC\031510_TA_QC.gdb

Page: 2

16:50:40.08 16:51:27.53 16:52:14.98 16:53:02.43

Mean

+2

-2

Mean: 4.1

Time->

Acceptable range: 2.5CH_3
L5.2 (without object)

Failure points: 0%

16:56:51.77 16:57:36.94 16:58:22.12 16:59:07.30 16:59:52.48

Mean

+2

-2

Mean: 30.39

Time->

Acceptable range: 2.5CH_3
L6.2 (with object)

Failure points: 0%

17:00:30.58 17:00:45.53 17:01:00.48 17:01:15.43 17:01:30.37

Mean

+2

-2

Mean: 3.86

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

16:50:40.08 16:51:27.53 16:52:14.98 16:53:02.43

Mean

+2

-2

Mean: -1.44

Time->

Acceptable range: 2.5CH_4
L5.2 (without object)

Failure points: 0%

16:56:51.77 16:57:36.94 16:58:22.12 16:59:07.30 16:59:

Mean

+2

-2

Mean: 9.79

Time->

Acceptable range: 2.5CH_4
L6.2 (with object)

Failure points: 0%

17:00:30.58 17:00:45.53 17:01:00.48 17:01:15.43 17:01:

Mean

+2

-2

Mean: -1.73

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/16/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031610\QC\031610_TA_QC.gdb

Page: 1

08:18:54.63 08:19:38.05 08:20:21.48 08:21:04.90

Mean

+2

-2

Mean: -145.08

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

08:22:56.42 08:23:40.60 08:24:24.77 08:25:08.95

Mean

+2

-2

Mean: -46.86

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0.226%

08:26:39.14 08:26:54.11 08:27:09.09 08:27:24.06

Mean

+2

-2

Mean: -143.39

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:18:54.63 08:19:38.05 08:20:21.48 08:21:04.90

Mean

+2

-2

Mean: -10.78

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:22:56.42 08:23:40.60 08:24:24.77 08:25:08.95

Mean

+2

-2

Mean: 49.42

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:26:39.14 08:26:54.11 08:27:09.09 08:27:24.06

Mean

+2

-2

Mean: -10.55

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/16/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031610\QC\031610_TA_QC.gdb

Page: 2

08:18:54.63 08:19:38.05 08:20:21.48 08:21:04.90

Mean

+2

-2

Mean: 3.63

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:22:56.42 08:23:40.60 08:24:24.77 08:25:08.95

Mean

+2

-2

Mean: 34.53

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:26:39.14 08:26:54.11 08:27:09.09 08:27:24.06

Mean

+2

-2

Mean: 3.55

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:18:54.63 08:19:38.05 08:20:21.48 08:21:04.90

Mean

+2

-2

Mean: -2.51

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:22:56.42 08:23:40.60 08:24:24.77 08:25:08.95

Mean

+2

-2

Mean: 10.96

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:26:39.14 08:26:54.11 08:27:09.09 08:27:24.06

Mean

+2

-2

Mean: -2.65

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/16/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031610\QC\031610_TA_QC.gdb

Page: 1

08:18:54.59 08:19:38.05 08:20:21.50 08:21:04.95

Mean

+2

-2

Mean: -108.05

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.115%

08:22:56.41 08:23:40.58 08:24:24.76 08:25:08.93

Mean

+2

-2

Mean: 15.67

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.452%

08:26:39.20 08:26:54.15 08:27:09.10 08:27:24.05

Mean

+2

-2

Mean: -106.93

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

08:18:54.59 08:19:38.05 08:20:21.50 08:21:04.95

Mean

+2

-2

Mean: -1.76

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:22:56.41 08:23:40.58 08:24:24.76 08:25:08.93

Mean

+2

-2

Mean: 90.88

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:26:39.20 08:26:54.15 08:27:09.10 08:27:24.05

Mean

+2

-2

Mean: -1.64

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/16/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031610\QC\031610_TA_QC.gdb

Page: 2

08:18:54.59 08:19:38.05 08:20:21.50 08:21:04.95

Mean

+2

-2

Mean: 9.48

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:22:56.41 08:23:40.58 08:24:24.76 08:25:08.93

Mean

+2

-2

Mean: 68.71

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:26:39.20 08:26:54.15 08:27:09.10 08:27:24.05

Mean

+2

-2

Mean: 9.39

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:18:54.59 08:19:38.05 08:20:21.50 08:21:04.95

Mean

+2

-2

Mean: 1.53

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:22:56.41 08:23:40.58 08:24:24.76 08:25:08.93

Mean

+2

-2

Mean: 33.31

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:26:39.20 08:26:54.15 08:27:09.10 08:27:24.05

Mean

+2

-2

Mean: 1.42

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/16/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031610\QC\031610_TA_QC.gdb

Page: 1

08:18:54.58 08:19:38.02 08:20:21.47 08:21:04.91 08:21:48.36

Mean

+2

-2

Mean: -87.08

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

08:22:56.36 08:23:40.56 08:24:24.76 08:25:08.97 08:25:53.17

Mean

+2

-2

Mean: 0.063

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:26:39.17 08:26:54.14 08:27:09.12 08:27:24.09

Mean

+2

-2

Mean: -86.21

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:18:54.58 08:19:38.02 08:20:21.47 08:21:04.91 08:21:

Mean

+2

-2

Mean: -2.6

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:22:56.36 08:23:40.56 08:24:24.76 08:25:08.97 08:25:

Mean

+2

-2

Mean: 51.2

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:26:39.17 08:26:54.14 08:27:09.12 08:27:24.09

Mean

+2

-2

Mean: -2.49

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/16/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031610\QC\031610_TA_QC.gdb

Page: 2

08:18:54.58 08:19:38.02 08:20:21.47 08:21:04.91 08:21:48.36

Mean

+2

-2

Mean: 5.28

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:22:56.36 08:23:40.56 08:24:24.76 08:25:08.97 08:25:53.17

Mean

+2

-2

Mean: 33.37

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:26:39.17 08:26:54.14 08:27:09.12 08:27:24.09

Mean

+2

-2

Mean: 5.27

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:18:54.58 08:19:38.02 08:20:21.47 08:21:04.91 08:21:

Mean

+2

-2

Mean: -0.63

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:22:56.36 08:23:40.56 08:24:24.76 08:25:08.97 08:25:

Mean

+2

-2

Mean: 11.66

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:26:39.17 08:26:54.14 08:27:09.12 08:27:24.09

Mean

+2

-2

Mean: -0.59

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/16/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031610\QC\031610_TA_QC.gdb

Page: 2

08:18:54.58 08:19:38.02 08:20:21.47 08:21:04.91 08:21:48.36

Mean

+2

-2

Mean: 5.28

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:22:56.36 08:23:40.56 08:24:24.76 08:25:08.97 08:25:53.17

Mean

+2

-2

Mean: 33.37

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:26:39.17 08:26:54.14 08:27:09.12 08:27:24.09

Mean

+2

-2

Mean: 5.27

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:18:54.58 08:19:38.02 08:20:21.47 08:21:04.91 08:21:

Mean

+2

-2

Mean: -0.63

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:22:56.36 08:23:40.56 08:24:24.76 08:25:08.97 08:25:

Mean

+2

-2

Mean: 11.66

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:26:39.17 08:26:54.14 08:27:09.12 08:27:24.09

Mean

+2

-2

Mean: -0.59

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%

templel
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 1

13:32:55.42 13:33:53.09 13:34:50.77 13:35:48.44

Mean

+2

-2

Mean: -52.03

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

13:37:53.11 13:38:44.53 13:39:35.95 13:40:27.37 13:41:18.80

Mean

+2

-2

Mean: 39.45

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

13:53:36.20 13:53:58.16 13:54:20.11 13:54:42.06 13:55:04.01

Mean

+2

-2

Mean: -51.79

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

13:32:55.42 13:33:53.09 13:34:50.77 13:35:48.44

Mean

+2

-2

Mean: 3.5

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

13:37:53.11 13:38:44.53 13:39:35.95 13:40:27.37 13:41:

Mean

+2

-2

Mean: 60.01

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

13:53:36.20 13:53:58.16 13:54:20.11 13:54:42.06 13:55:

Mean

+2

-2

Mean: 3.34

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 2

13:32:55.42 13:33:53.09 13:34:50.77 13:35:48.44

Mean

+2

-2

Mean: 3.73

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

13:37:53.11 13:38:44.53 13:39:35.95 13:40:27.37 13:41:18.80

Mean

+2

-2

Mean: 33.11

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

13:53:36.20 13:53:58.16 13:54:20.11 13:54:42.06 13:55:04.01

Mean

+2

-2

Mean: 3.72

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

13:32:55.42 13:33:53.09 13:34:50.77 13:35:48.44

Mean

+2

-2

Mean: -2.66

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

13:37:53.11 13:38:44.53 13:39:35.95 13:40:27.37 13:41:

Mean

+2

-2

Mean: 10.07

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

13:53:36.20 13:53:58.16 13:54:20.11 13:54:42.06 13:55:

Mean

+2

-2

Mean: -2.76

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 1

13:32:55.37 13:33:53.05 13:34:50.73 13:35:48.40

Mean

+2

-2

Mean: -58.74

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.217%

13:37:53.08 13:38:44.53 13:39:35.98 13:40:27.44

Mean

+2

-2

Mean: 66.6

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.0971%

13:53:36.19 13:53:58.16 13:54:20.13 13:54:42.11

Mean

+2

-2

Mean: -54.53

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

13:32:55.37 13:33:53.05 13:34:50.73 13:35:48.40

Mean

+2

-2

Mean: 4.61

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

13:37:53.08 13:38:44.53 13:39:35.98 13:40:27.44

Mean

+2

-2

Mean: 97.55

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

13:53:36.19 13:53:58.16 13:54:20.13 13:54:42.11

Mean

+2

-2

Mean: 5.45

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 2

13:32:55.37 13:33:53.05 13:34:50.73 13:35:48.40

Mean

+2

-2

Mean: 7.75

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

13:37:53.08 13:38:44.53 13:39:35.98 13:40:27.44

Mean

+2

-2

Mean: 66.62

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

13:53:36.19 13:53:58.16 13:54:20.13 13:54:42.11

Mean

+2

-2

Mean: 7.94

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

13:32:55.37 13:33:53.05 13:34:50.73 13:35:48.40

Mean

+2

-2

Mean: 0.48

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

13:37:53.08 13:38:44.53 13:39:35.98 13:40:27.44

Mean

+2

-2

Mean: 31.67

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

13:53:36.19 13:53:58.16 13:54:20.13 13:54:42.11

Mean

+2

-2

Mean: 0.51

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 1

13:32:55.34 13:33:53.02 13:34:50.69 13:35:48.37

Mean

+2

-2

Mean: -67.93

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

13:37:53.16 13:38:44.58 13:39:36.00 13:40:27.42 13:41:18.84

Mean

+2

-2

Mean: 13.27

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

13:53:36.25 13:53:58.20 13:54:20.15 13:54:42.10 13:55:04.05

Mean

+2

-2

Mean: -64.84

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

13:32:55.34 13:33:53.02 13:34:50.69 13:35:48.37

Mean

+2

-2

Mean: -0.57

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

13:37:53.16 13:38:44.58 13:39:36.00 13:40:27.42 13:41:

Mean

+2

-2

Mean: 49.74

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

13:53:36.25 13:53:58.20 13:54:20.15 13:54:42.10 13:55:

Mean

+2

-2

Mean: -0.11

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 2

13:32:55.34 13:33:53.02 13:34:50.69 13:35:48.37

Mean

+2

-2

Mean: 3.82

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

13:37:53.16 13:38:44.58 13:39:36.00 13:40:27.42 13:41:18.84

Mean

+2

-2

Mean: 30.32

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

13:53:36.25 13:53:58.20 13:54:20.15 13:54:42.10 13:55:04.05

Mean

+2

-2

Mean: 3.93

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

13:32:55.34 13:33:53.02 13:34:50.69 13:35:48.37

Mean

+2

-2

Mean: -1.8

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

13:37:53.16 13:38:44.58 13:39:36.00 13:40:27.42 13:41:

Mean

+2

-2

Mean: 9.82

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

13:53:36.25 13:53:58.20 13:54:20.15 13:54:42.10 13:55:

Mean

+2

-2

Mean: -1.7

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 1

16:43:23.52 16:44:19.69 16:45:15.87 16:46:12.04 16:47:08.22

Mean

+2

-2

Mean: -52.41

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

16:48:33.22 16:49:32.64 16:50:32.07 16:51:31.50 16:52:30.92

Mean

+2

-2

Mean: 37.77

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

16:53:06.92 16:53:28.39 16:53:49.87 16:54:11.34 16:54:32.81

Mean

+2

-2

Mean: -53.88

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

16:43:23.52 16:44:19.69 16:45:15.87 16:46:12.04 16:47:

Mean

+2

-2

Mean: 3.14

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

16:48:33.22 16:49:32.64 16:50:32.07 16:51:31.50 16:52:

Mean

+2

-2

Mean: 59.52

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

16:53:06.92 16:53:28.39 16:53:49.87 16:54:11.34 16:54:

Mean

+2

-2

Mean: 2.98

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 2

16:43:23.52 16:44:19.69 16:45:15.87 16:46:12.04 16:47:08.22

Mean

+2

-2

Mean: 3.63

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

16:48:33.22 16:49:32.64 16:50:32.07 16:51:31.50 16:52:30.92

Mean

+2

-2

Mean: 33.01

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

16:53:06.92 16:53:28.39 16:53:49.87 16:54:11.34 16:54:32.81

Mean

+2

-2

Mean: 3.68

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

16:43:23.52 16:44:19.69 16:45:15.87 16:46:12.04 16:47:

Mean

+2

-2

Mean: -2.83

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

16:48:33.22 16:49:32.64 16:50:32.07 16:51:31.50 16:52:

Mean

+2

-2

Mean: 9.92

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

16:53:06.92 16:53:28.39 16:53:49.87 16:54:11.34 16:54:

Mean

+2

-2

Mean: -2.86

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 1

16:43:23.48 16:44:19.66 16:45:15.84 16:46:12.01

Mean

+2

-2

Mean: -57.48

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.267%

16:48:33.19 16:49:32.61 16:50:32.04 16:51:31.46 16:52:30.89

Mean

+2

-2

Mean: 64.28

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

16:53:06.98 16:53:28.43 16:53:49.88 16:54:11.33 16:54:32.78

Mean

+2

-2

Mean: -57.96

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0.116%

16:43:23.48 16:44:19.66 16:45:15.84 16:46:12.01

Mean

+2

-2

Mean: 5.31

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

16:48:33.19 16:49:32.61 16:50:32.04 16:51:31.46 16:52:

Mean

+2

-2

Mean: 96.72

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

16:53:06.98 16:53:28.43 16:53:49.88 16:54:11.33 16:54:

Mean

+2

-2

Mean: 5.37

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 2

16:43:23.48 16:44:19.66 16:45:15.84 16:46:12.01

Mean

+2

-2

Mean: 8.04

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

16:48:33.19 16:49:32.61 16:50:32.04 16:51:31.46 16:52:30.89

Mean

+2

-2

Mean: 66.19

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

16:53:06.98 16:53:28.43 16:53:49.88 16:54:11.33 16:54:32.78

Mean

+2

-2

Mean: 8.13

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

16:43:23.48 16:44:19.66 16:45:15.84 16:46:12.01

Mean

+2

-2

Mean: 0.36

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

16:48:33.19 16:49:32.61 16:50:32.04 16:51:31.46 16:52:

Mean

+2

-2

Mean: 31.3

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

16:53:06.98 16:53:28.43 16:53:49.88 16:54:11.33 16:54:

Mean

+2

-2

Mean: 0.38

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 1

16:43:23.47 16:44:19.64 16:45:15.82 16:46:12.00 16:47:08.17

Mean

+2

-2

Mean: -69.45

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

16:48:33.16 16:49:32.61 16:50:32.05 16:51:31.50 16:52:30.95

Mean

+2

-2

Mean: 9.58

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

16:53:06.95 16:53:28.41 16:53:49.86 16:54:11.31

Mean

+2

-2

Mean: -70.41

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

16:43:23.47 16:44:19.64 16:45:15.82 16:46:12.00 16:47:

Mean

+2

-2

Mean: -0.48

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

16:48:33.16 16:49:32.61 16:50:32.05 16:51:31.50 16:52:

Mean

+2

-2

Mean: 49.18

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

16:53:06.95 16:53:28.41 16:53:49.86 16:54:11.31

Mean

+2

-2

Mean: -0.62

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/18/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\031810\QC\031810_TA_QC.gdb

Page: 2

16:43:23.47 16:44:19.64 16:45:15.82 16:46:12.00 16:47:08.17

Mean

+2

-2

Mean: 4.1

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

16:48:33.16 16:49:32.61 16:50:32.05 16:51:31.50 16:52:30.95

Mean

+2

-2

Mean: 30.23

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

16:53:06.95 16:53:28.41 16:53:49.86 16:54:11.31

Mean

+2

-2

Mean: 4.07

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

16:43:23.47 16:44:19.64 16:45:15.82 16:46:12.00 16:47:

Mean

+2

-2

Mean: -1.75

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

16:48:33.16 16:49:32.61 16:50:32.05 16:51:31.50 16:52:

Mean

+2

-2

Mean: 9.63

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

16:53:06.95 16:53:28.41 16:53:49.86 16:54:11.31

Mean

+2

-2

Mean: -1.76

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 1

08:17:09.50 08:17:33.95 08:17:58.41 08:18:22.86 08:18:47.31

Mean

+2

-2

Mean: -94.27

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

08:22:56.22 08:23:39.39 08:24:22.57 08:25:05.75

Mean

+2

-2

Mean: 3.13

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:27:47.81 08:27:52.56 08:27:57.30 08:28:02.05

Mean

+2

-2

Mean: -93.43

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:17:09.50 08:17:33.95 08:17:58.41 08:18:22.86 08:18:

Mean

+2

-2

Mean: -3.1

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:22:56.22 08:23:39.39 08:24:22.57 08:25:05.75

Mean

+2

-2

Mean: 56.47

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:27:47.81 08:27:52.56 08:27:57.30 08:28:02.05

Mean

+2

-2

Mean: -3.21

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 2

08:17:09.50 08:17:33.95 08:17:58.41 08:18:22.86 08:18:47.31

Mean

+2

-2

Mean: 3.53

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:22:56.22 08:23:39.39 08:24:22.57 08:25:05.75

Mean

+2

-2

Mean: 34.17

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:27:47.81 08:27:52.56 08:27:57.30 08:28:02.05

Mean

+2

-2

Mean: 3.45

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:17:09.50 08:17:33.95 08:17:58.41 08:18:22.86 08:18:

Mean

+2

-2

Mean: -2.73

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:22:56.22 08:23:39.39 08:24:22.57 08:25:05.75

Mean

+2

-2

Mean: 10.57

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:27:47.81 08:27:52.56 08:27:57.30 08:28:02.05

Mean

+2

-2

Mean: -2.79

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 1

08:17:09.48 08:17:33.96 08:17:58.44 08:18:22.91 08:18:47.39

Mean

+2

-2

Mean: -99.72

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.102%

08:22:56.19 08:23:39.36 08:24:22.54 08:25:05.71

Mean

+2

-2

Mean: 21.25

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0%

08:27:47.89 08:27:52.61 08:27:57.34 08:28:02.06

Mean

+2

-2

Mean: -98.87

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.526%

08:17:09.48 08:17:33.96 08:17:58.44 08:18:22.91 08:18:

Mean

+2

-2

Mean: -0.73

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:22:56.19 08:23:39.36 08:24:22.54 08:25:05.71

Mean

+2

-2

Mean: 89.93

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:27:47.89 08:27:52.61 08:27:57.34 08:28:02.06

Mean

+2

-2

Mean: -0.61

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 2

08:17:09.48 08:17:33.96 08:17:58.44 08:18:22.91 08:18:47.39

Mean

+2

-2

Mean: 9

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:22:56.19 08:23:39.36 08:24:22.54 08:25:05.71

Mean

+2

-2

Mean: 67.02

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:27:47.89 08:27:52.61 08:27:57.34 08:28:02.06

Mean

+2

-2

Mean: 9

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:17:09.48 08:17:33.96 08:17:58.44 08:18:22.91 08:18:

Mean

+2

-2

Mean: 1.11

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:22:56.19 08:23:39.36 08:24:22.54 08:25:05.71

Mean

+2

-2

Mean: 32.28

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:27:47.89 08:27:52.61 08:27:57.34 08:28:02.06

Mean

+2

-2

Mean: 1.15

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 1

08:17:09.56 08:17:34.01 08:17:58.46 08:18:22.91

Mean

+2

-2

Mean: -111.41

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

08:22:56.16 08:23:39.33 08:24:22.50 08:25:05.67 08:25:48.84

Mean

+2

-2

Mean: -26.09

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:27:47.84 08:27:52.57 08:27:57.30 08:28:02.02

Mean

+2

-2

Mean: -111.26

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:17:09.56 08:17:34.01 08:17:58.46 08:18:22.91

Mean

+2

-2

Mean: -5.46

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:22:56.16 08:23:39.33 08:24:22.50 08:25:05.67 08:25:

Mean

+2

-2

Mean: 47.33

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:27:47.84 08:27:52.57 08:27:57.30 08:28:02.02

Mean

+2

-2

Mean: -5.95

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 2

08:17:09.56 08:17:34.01 08:17:58.46 08:18:22.91

Mean

+2

-2

Mean: 5.5

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:22:56.16 08:23:39.33 08:24:22.50 08:25:05.67 08:25:48.84

Mean

+2

-2

Mean: 33.15

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:27:47.84 08:27:52.57 08:27:57.30 08:28:02.02

Mean

+2

-2

Mean: 5.07

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:17:09.56 08:17:34.01 08:17:58.46 08:18:22.91

Mean

+2

-2

Mean: -0.82

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:22:56.16 08:23:39.33 08:24:22.50 08:25:05.67 08:25:

Mean

+2

-2

Mean: 11.26

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:27:47.84 08:27:52.57 08:27:57.30 08:28:02.02

Mean

+2

-2

Mean: -1.18

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L9 L10
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 1

14:42:55.44 14:43:43.14 14:44:30.84 14:45:18.53 14:46:06.23

Mean

+2

-2

Mean: -47.87

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

14:52:06.94 14:52:54.36 14:53:41.78 14:54:29.20 14:55:16.62

Mean

+2

-2

Mean: 41.79

Time->

Acceptable range: 2.5CH_1
L9 (with object)

Failure points: 0%

14:55:48.73 14:56:04.43 14:56:20.13 14:56:35.83

Mean

+2

-2

Mean: -47.32

Time->

Acceptable range: 2.5CH_1
L10 (without object)

Failure points: 0%

14:42:55.44 14:43:43.14 14:44:30.84 14:45:18.53 14:46:

Mean

+2

-2

Mean: 2.83

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

14:52:06.94 14:52:54.36 14:53:41.78 14:54:29.20 14:55:

Mean

+2

-2

Mean: 58.31

Time->

Acceptable range: 2.5CH_2
L9 (with object)

Failure points: 0%

14:55:48.73 14:56:04.43 14:56:20.13 14:56:35.83

Mean

+2

-2

Mean: 3.01

Time->

Acceptable range: 2.5CH_2
L10 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L9 L10
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 2

14:42:55.44 14:43:43.14 14:44:30.84 14:45:18.53 14:46:06.23

Mean

+2

-2

Mean: 3.22

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

14:52:06.94 14:52:54.36 14:53:41.78 14:54:29.20 14:55:16.62

Mean

+2

-2

Mean: 31.97

Time->

Acceptable range: 2.5CH_3
L9 (with object)

Failure points: 0%

14:55:48.73 14:56:04.43 14:56:20.13 14:56:35.83

Mean

+2

-2

Mean: 3.23

Time->

Acceptable range: 2.5CH_3
L10 (without object)

Failure points: 0%

14:42:55.44 14:43:43.14 14:44:30.84 14:45:18.53 14:46:

Mean

+2

-2

Mean: -3.06

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

14:52:06.94 14:52:54.36 14:53:41.78 14:54:29.20 14:55:

Mean

+2

-2

Mean: 9.43

Time->

Acceptable range: 2.5CH_4
L9 (with object)

Failure points: 0%

14:55:48.73 14:56:04.43 14:56:20.13 14:56:35.83

Mean

+2

-2

Mean: -3.14

Time->

Acceptable range: 2.5CH_4
L10 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L9.1 L10.1
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 1

14:42:55.50 14:43:43.18 14:44:30.85 14:45:18.53 14:46:06.20

Mean

+2

-2

Mean: -52.75

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.0524%

14:52:06.89 14:52:54.32 14:53:41.75 14:54:29.18

Mean

+2

-2

Mean: 68.22

Time->

Acceptable range: 2.5CH_1
L9.1 (with object)

Failure points: 0%

14:55:48.70 14:56:04.40 14:56:20.10 14:56:35.80

Mean

+2

-2

Mean: -50.36

Time->

Acceptable range: 2.5CH_1
L10.1 (without object)

Failure points: 0%

14:42:55.50 14:43:43.18 14:44:30.85 14:45:18.53 14:46:

Mean

+2

-2

Mean: 5.26

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

14:52:06.89 14:52:54.32 14:53:41.75 14:54:29.18

Mean

+2

-2

Mean: 94.68

Time->

Acceptable range: 2.5CH_2
L9.1 (with object)

Failure points: 0%

14:55:48.70 14:56:04.40 14:56:20.10 14:56:35.80

Mean

+2

-2

Mean: 5.62

Time->

Acceptable range: 2.5CH_2
L10.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L9.1 L10.1
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 2

14:42:55.50 14:43:43.18 14:44:30.85 14:45:18.53 14:46:06.20

Mean

+2

-2

Mean: 7.5

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

14:52:06.89 14:52:54.32 14:53:41.75 14:54:29.18

Mean

+2

-2

Mean: 64.16

Time->

Acceptable range: 2.5CH_3
L9.1 (with object)

Failure points: 0%

14:55:48.70 14:56:04.40 14:56:20.10 14:56:35.80

Mean

+2

-2

Mean: 7.54

Time->

Acceptable range: 2.5CH_3
L10.1 (without object)

Failure points: 0%

14:42:55.50 14:43:43.18 14:44:30.85 14:45:18.53 14:46:

Mean

+2

-2

Mean: -0.019

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

14:52:06.89 14:52:54.32 14:53:41.75 14:54:29.18

Mean

+2

-2

Mean: 30.1

Time->

Acceptable range: 2.5CH_4
L9.1 (with object)

Failure points: 0%

14:55:48.70 14:56:04.40 14:56:20.10 14:56:35.80

Mean

+2

-2

Mean: -0.011

Time->

Acceptable range: 2.5CH_4
L10.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L9.2 L10.2
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 1

14:42:55.47 14:43:43.14 14:44:30.82 14:45:18.50 14:46:06.17

Mean

+2

-2

Mean: -61.78

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

14:52:06.87 14:52:54.32 14:53:41.77 14:54:29.22

Mean

+2

-2

Mean: 20.54

Time->

Acceptable range: 2.5CH_1
L9.2 (with object)

Failure points: 0%

14:55:48.67 14:56:04.40 14:56:20.12 14:56:35.85 14:56:51.58

Mean

+2

-2

Mean: -59.11

Time->

Acceptable range: 2.5CH_1
L10.2 (without object)

Failure points: 0%

14:42:55.47 14:43:43.14 14:44:30.82 14:45:18.50 14:46:

Mean

+2

-2

Mean: 0.16

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

14:52:06.87 14:52:54.32 14:53:41.77 14:54:29.22

Mean

+2

-2

Mean: 50.82

Time->

Acceptable range: 2.5CH_2
L9.2 (with object)

Failure points: 0%

14:55:48.67 14:56:04.40 14:56:20.12 14:56:35.85 14:56:

Mean

+2

-2

Mean: 0.76

Time->

Acceptable range: 2.5CH_2
L10.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/19/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L9.2 L10.2
Database: ..\_Data\031910\QC\031910_TA_QC.gdb

Page: 2

14:42:55.47 14:43:43.14 14:44:30.82 14:45:18.50 14:46:06.17

Mean

+2

-2

Mean: 3.63

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

14:52:06.87 14:52:54.32 14:53:41.77 14:54:29.22

Mean

+2

-2

Mean: 30.25

Time->

Acceptable range: 2.5CH_3
L9.2 (with object)

Failure points: 0%

14:55:48.67 14:56:04.40 14:56:20.12 14:56:35.85 14:56:51.58

Mean

+2

-2

Mean: 3.83

Time->

Acceptable range: 2.5CH_3
L10.2 (without object)

Failure points: 0%

14:42:55.47 14:43:43.14 14:44:30.82 14:45:18.50 14:46:

Mean

+2

-2

Mean: -2.28

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

14:52:06.87 14:52:54.32 14:53:41.77 14:54:29.22

Mean

+2

-2

Mean: 9.52

Time->

Acceptable range: 2.5CH_4
L9.2 (with object)

Failure points: 0%

14:55:48.67 14:56:04.40 14:56:20.12 14:56:35.85 14:56:

Mean

+2

-2

Mean: -2.04

Time->

Acceptable range: 2.5CH_4
L10.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 1

08:40:44.01 08:41:30.96 08:42:17.91 08:43:04.86

Mean

+2

-2

Mean: -75.85

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

08:45:05.81 08:45:49.74 08:46:33.66 08:47:17.59

Mean

+2

-2

Mean: 19.1

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:49:00.63 08:49:16.32 08:49:32.02 08:49:47.72

Mean

+2

-2

Mean: -75.18

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:40:44.01 08:41:30.96 08:42:17.91 08:43:04.86

Mean

+2

-2

Mean: -0.27

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:45:05.81 08:45:49.74 08:46:33.66 08:47:17.59

Mean

+2

-2

Mean: 58.32

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:49:00.63 08:49:16.32 08:49:32.02 08:49:47.72

Mean

+2

-2

Mean: -0.17

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 2

08:40:44.01 08:41:30.96 08:42:17.91 08:43:04.86

Mean

+2

-2

Mean: 3.3

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:45:05.81 08:45:49.74 08:46:33.66 08:47:17.59

Mean

+2

-2

Mean: 33.62

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:49:00.63 08:49:16.32 08:49:32.02 08:49:47.72

Mean

+2

-2

Mean: 3.3

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:40:44.01 08:41:30.96 08:42:17.91 08:43:04.86

Mean

+2

-2

Mean: -3.23

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:45:05.81 08:45:49.74 08:46:33.66 08:47:17.59

Mean

+2

-2

Mean: 10.02

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:49:00.63 08:49:16.32 08:49:32.02 08:49:47.72

Mean

+2

-2

Mean: -3.24

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 1

08:40:44.09 08:41:31.02 08:42:17.94 08:43:04.86 08:43:51.78

Mean

+2

+4

-2

-4

Mean: -83.56

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 1.22%

08:45:05.80 08:45:49.75 08:46:33.69 08:47:17.64

Mean

+2

-2

Mean: 35.78

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.114%

08:49:00.58 08:49:16.28 08:49:31.98 08:49:47.68

Mean

+2

-2

Mean: -83.31

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.795%

08:40:44.09 08:41:31.02 08:42:17.94 08:43:04.86 08:43:

Mean

+2

-2

Mean: 1.61

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:45:05.80 08:45:49.75 08:46:33.69 08:47:17.64

Mean

+2

-2

Mean: 91.56

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:49:00.58 08:49:16.28 08:49:31.98 08:49:47.68

Mean

+2

-2

Mean: 1.58

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 2

08:40:44.09 08:41:31.02 08:42:17.94 08:43:04.86 08:43:51.78

Mean

+2

-2

Mean: 8.5

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:45:05.80 08:45:49.75 08:46:33.69 08:47:17.64

Mean

+2

-2

Mean: 66.24

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:49:00.58 08:49:16.28 08:49:31.98 08:49:47.68

Mean

+2

-2

Mean: 8.48

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:40:44.09 08:41:31.02 08:42:17.94 08:43:04.86 08:43:

Mean

+2

-2

Mean: 0.56

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:45:05.80 08:45:49.75 08:46:33.69 08:47:17.64

Mean

+2

-2

Mean: 31.56

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:49:00.58 08:49:16.28 08:49:31.98 08:49:47.68

Mean

+2

-2

Mean: 0.55

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 1

08:40:44.06 08:41:30.98 08:42:17.91 08:43:04.83 08:43:51.75

Mean

+2

-2

Mean: -97.61

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

08:45:05.75 08:45:49.70 08:46:33.66 08:47:17.61

Mean

+2

-2

Mean: -12.07

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:49:00.55 08:49:16.28 08:49:32.01 08:49:47.74 08:50:03.47

Mean

+2

-2

Mean: -96.3

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:40:44.06 08:41:30.98 08:42:17.91 08:43:04.83 08:43:

Mean

+2

-2

Mean: -4.84

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:45:05.75 08:45:49.70 08:46:33.66 08:47:17.61

Mean

+2

-2

Mean: 48.5

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:49:00.55 08:49:16.28 08:49:32.01 08:49:47.74 08:50:

Mean

+2

-2

Mean: -4.4

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 2

08:40:44.06 08:41:30.98 08:42:17.91 08:43:04.83 08:43:51.75

Mean

+2

-2

Mean: 3.97

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:45:05.75 08:45:49.70 08:46:33.66 08:47:17.61

Mean

+2

-2

Mean: 31.98

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:49:00.55 08:49:16.28 08:49:32.01 08:49:47.74 08:50:03.47

Mean

+2

-2

Mean: 4.14

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:40:44.06 08:41:30.98 08:42:17.91 08:43:04.83 08:43:

Mean

+2

-2

Mean: -1.93

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:45:05.75 08:45:49.70 08:46:33.66 08:47:17.61

Mean

+2

-2

Mean: 10.34

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:49:00.55 08:49:16.28 08:49:32.01 08:49:47.74 08:50:

Mean

+2

-2

Mean: -1.79

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 1

16:56:39.64 16:57:24.12 16:58:08.60 16:58:53.08

Mean

+2

-2

Mean: -68.51

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

17:01:41.56 17:02:23.06 17:03:04.55 17:03:46.05

Mean

+2

-2

Mean: 25.1

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

17:05:19.56 17:05:34.31 17:05:49.06 17:06:03.81 17:06:18.56

Mean

+2

-2

Mean: -67.24

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

16:56:39.64 16:57:24.12 16:58:08.60 16:58:53.08

Mean

+2

-2

Mean: 2.09

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

17:01:41.56 17:02:23.06 17:03:04.55 17:03:46.05

Mean

+2

-2

Mean: 59.07

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

17:05:19.56 17:05:34.31 17:05:49.06 17:06:03.81 17:06:

Mean

+2

-2

Mean: 2.17

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 2

16:56:39.64 16:57:24.12 16:58:08.60 16:58:53.08

Mean

+2

-2

Mean: 4.09

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

17:01:41.56 17:02:23.06 17:03:04.55 17:03:46.05

Mean

+2

-2

Mean: 33.29

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

17:05:19.56 17:05:34.31 17:05:49.06 17:06:03.81 17:06:18.56

Mean

+2

-2

Mean: 4.07

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

16:56:39.64 16:57:24.12 16:58:08.60 16:58:53.08

Mean

+2

-2

Mean: -2.62

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

17:01:41.56 17:02:23.06 17:03:04.55 17:03:46.05

Mean

+2

-2

Mean: 9.96

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

17:05:19.56 17:05:34.31 17:05:49.06 17:06:03.81 17:06:

Mean

+2

-2

Mean: -2.6

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 1

16:56:39.62 16:57:24.10 16:58:08.58 16:58:53.05

Mean

+2

-2

Mean: -76.43

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.281%

17:01:41.61 17:02:23.09 17:03:04.57 17:03:46.05

Mean

+2

-2

Mean: 41.87

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0.181%

17:05:19.61 17:05:34.34 17:05:49.07 17:06:03.80 17:06:18.53

Mean

+2

-2

Mean: -76.11

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0.169%

16:56:39.62 16:57:24.10 16:58:08.58 16:58:53.05

Mean

+2

-2

Mean: 3.83

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

17:01:41.61 17:02:23.09 17:03:04.57 17:03:46.05

Mean

+2

-2

Mean: 92.05

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

17:05:19.61 17:05:34.34 17:05:49.07 17:06:03.80 17:06:

Mean

+2

-2

Mean: 3.55

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 2

16:56:39.62 16:57:24.10 16:58:08.58 16:58:53.05

Mean

+2

-2

Mean: 8.86

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

17:01:41.61 17:02:23.09 17:03:04.57 17:03:46.05

Mean

+2

-2

Mean: 65.14

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

17:05:19.61 17:05:34.34 17:05:49.07 17:06:03.80 17:06:18.53

Mean

+2

-2

Mean: 8.76

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

16:56:39.62 16:57:24.10 16:58:08.58 16:58:53.05

Mean

+2

-2

Mean: 1.03

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

17:01:41.61 17:02:23.09 17:03:04.57 17:03:46.05

Mean

+2

-2

Mean: 31.02

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

17:05:19.61 17:05:34.34 17:05:49.07 17:06:03.80 17:06:

Mean

+2

-2

Mean: 0.97

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 1

16:56:39.59 16:57:24.06 16:58:08.53 16:58:53.00

Mean

+2

-2

Mean: -86.43

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

17:01:41.59 17:02:23.07 17:03:04.54 17:03:46.01

Mean

+2

-2

Mean: -0.024

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

17:05:19.59 17:05:34.32 17:05:49.04 17:06:03.76

Mean

+2

-2

Mean: -86.18

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

16:56:39.59 16:57:24.06 16:58:08.53 16:58:53.00

Mean

+2

-2

Mean: -1.43

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

17:01:41.59 17:02:23.07 17:03:04.54 17:03:46.01

Mean

+2

-2

Mean: 51.94

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

17:05:19.59 17:05:34.32 17:05:49.04 17:06:03.76

Mean

+2

-2

Mean: -1.89

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032210\QC\032210_TA_QC.gdb

Page: 2

16:56:39.59 16:57:24.06 16:58:08.53 16:58:53.00

Mean

+2

-2

Mean: 4.69

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

17:01:41.59 17:02:23.07 17:03:04.54 17:03:46.01

Mean

+2

-2

Mean: 32.83

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

17:05:19.59 17:05:34.32 17:05:49.04 17:06:03.76

Mean

+2

-2

Mean: 4.39

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

16:56:39.59 16:57:24.06 16:58:08.53 16:58:53.00

Mean

+2

-2

Mean: -1.29

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

17:01:41.59 17:02:23.07 17:03:04.54 17:03:46.01

Mean

+2

-2

Mean: 11.09

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

17:05:19.59 17:05:34.32 17:05:49.04 17:06:03.76

Mean

+2

-2

Mean: -1.62

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 1

08:21:33.81 08:22:17.51 08:23:01.20 08:23:44.90

Mean

+2

+4

-2

-4

Mean: -125.7

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 1.37%

08:25:44.61 08:26:27.03 08:27:09.45 08:27:51.87

Mean

+2

-2

Mean: -33.2

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0.177%

08:29:20.41 08:29:38.11 08:29:55.80 08:30:13.50

Mean

+2

-2

Mean: -131.69

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:21:33.81 08:22:17.51 08:23:01.20 08:23:44.90

Mean

+2

-2

Mean: -16.38

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:25:44.61 08:26:27.03 08:27:09.45 08:27:51.87

Mean

+2

-2

Mean: 41.28

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:29:20.41 08:29:38.11 08:29:55.80 08:30:13.50

Mean

+2

-2

Mean: -18.7

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 2

08:21:33.81 08:22:17.51 08:23:01.20 08:23:44.90

Mean

+2

-2

Mean: -0.38

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:25:44.61 08:26:27.03 08:27:09.45 08:27:51.87

Mean

+2

-2

Mean: 29.8

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:29:20.41 08:29:38.11 08:29:55.80 08:30:13.50

Mean

+2

-2

Mean: -0.66

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:21:33.81 08:22:17.51 08:23:01.20 08:23:44.90

Mean

+2

-2

Mean: -3.49

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:25:44.61 08:26:27.03 08:27:09.45 08:27:51.87

Mean

+2

-2

Mean: 9.77

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:29:20.41 08:29:38.11 08:29:55.80 08:30:13.50

Mean

+2

-2

Mean: -3.34

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 1

08:21:33.88 08:22:17.55 08:23:01.23 08:23:44.90 08:24:28.58

Mean

+2

+4

-2

-4

Mean: -168.72

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 3.55%

08:25:44.58 08:26:27.03 08:27:09.48 08:27:51.93 08:28:34.37

Mean

+2

+4

-2

-4

Mean: -45.35

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 4%

08:29:20.37 08:29:38.10 08:29:55.82 08:30:13.54

Mean

+2

-2

Mean: -160.58

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.423%

08:21:33.88 08:22:17.55 08:23:01.23 08:23:44.90 08:24:

Mean

+2

-2

Mean: -20.46

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:25:44.58 08:26:27.03 08:27:09.48 08:27:51.93 08:28:

Mean

+2

-2

Mean: 71.47

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:29:20.37 08:29:38.10 08:29:55.82 08:30:13.54

Mean

+2

-2

Mean: -16.59

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 2

08:21:33.88 08:22:17.55 08:23:01.23 08:23:44.90 08:24:28.58

Mean

+2

-2

Mean: 5.84

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:25:44.58 08:26:27.03 08:27:09.48 08:27:51.93 08:28:34.37

Mean

+2

-2

Mean: 63.78

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:29:20.37 08:29:38.10 08:29:55.82 08:30:13.54

Mean

+2

-2

Mean: 6.68

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:21:33.88 08:22:17.55 08:23:01.23 08:23:44.90 08:24:

Mean

+2

-2

Mean: 0.85

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:25:44.58 08:26:27.03 08:27:09.48 08:27:51.93 08:28:

Mean

+2

-2

Mean: 31.72

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:29:20.37 08:29:38.10 08:29:55.82 08:30:13.54

Mean

+2

-2

Mean: 0.89

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 1

08:21:33.84 08:22:17.52 08:23:01.19 08:23:44.87 08:24:28.55

Mean

+2

+4

-2

-4

Mean: -142.2

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0.0572%

08:25:44.64 08:26:27.07 08:27:09.50 08:27:51.93

Mean

+2

-2

Mean: -51.04

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:29:20.36 08:29:38.08 08:29:55.80 08:30:13.53

Mean

+2

-2

Mean: -135.9

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:21:33.84 08:22:17.52 08:23:01.19 08:23:44.87 08:24:

Mean

+2

-2

Mean: -14.62

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:25:44.64 08:26:27.07 08:27:09.50 08:27:51.93

Mean

+2

-2

Mean: 40.42

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:29:20.36 08:29:38.08 08:29:55.80 08:30:13.53

Mean

+2

-2

Mean: -13.59

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 2

08:21:33.84 08:22:17.52 08:23:01.19 08:23:44.87 08:24:28.55

Mean

+2

-2

Mean: 3.38

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:25:44.64 08:26:27.07 08:27:09.50 08:27:51.93

Mean

+2

-2

Mean: 31.65

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:29:20.36 08:29:38.08 08:29:55.80 08:30:13.53

Mean

+2

-2

Mean: 3.14

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:21:33.84 08:22:17.52 08:23:01.19 08:23:44.87 08:24:

Mean

+2

-2

Mean: -1.37

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:25:44.64 08:26:27.07 08:27:09.50 08:27:51.93

Mean

+2

-2

Mean: 10.91

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:29:20.36 08:29:38.08 08:29:55.80 08:30:13.53

Mean

+2

-2

Mean: -1.57

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 1

16:56:11.76 16:56:57.21 16:57:42.66 16:58:28.11

Mean

+2

-2

Mean: -53.47

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

16:59:58.56 17:00:56.24 17:01:53.91 17:02:51.59

Mean

+2

-2

Mean: 36.31

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

17:05:03.26 17:05:18.74 17:05:34.21 17:05:49.68

Mean

+2

-2

Mean: -54.96

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

16:56:11.76 16:56:57.21 16:57:42.66 16:58:28.11

Mean

+2

-2

Mean: 2.66

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

16:59:58.56 17:00:56.24 17:01:53.91 17:02:51.59

Mean

+2

-2

Mean: 58.64

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

17:05:03.26 17:05:18.74 17:05:34.21 17:05:49.68

Mean

+2

-2

Mean: 2.44

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 2

16:56:11.76 16:56:57.21 16:57:42.66 16:58:28.11

Mean

+2

-2

Mean: 3.08

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

16:59:58.56 17:00:56.24 17:01:53.91 17:02:51.59

Mean

+2

-2

Mean: 32.25

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

17:05:03.26 17:05:18.74 17:05:34.21 17:05:49.68

Mean

+2

-2

Mean: 3.14

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

16:56:11.76 16:56:57.21 16:57:42.66 16:58:28.11

Mean

+2

-2

Mean: -3.56

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

16:59:58.56 17:00:56.24 17:01:53.91 17:02:51.59

Mean

+2

-2

Mean: 9.2

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

17:05:03.26 17:05:18.74 17:05:34.21 17:05:49.68

Mean

+2

-2

Mean: -3.59

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 1

16:56:11.83 16:56:57.25 16:57:42.68 16:58:28.11

Mean

+2

-2

Mean: -60.33

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

16:59:58.62 17:00:56.30 17:01:53.98 17:02:51.65

Mean

+2

-2

Mean: 54.42

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

17:05:03.33 17:05:18.78 17:05:34.23 17:05:49.68

Mean

+2

-2

Mean: -60.79

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0%

16:56:11.83 16:56:57.25 16:57:42.68 16:58:28.11

Mean

+2

-2

Mean: 4.99

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

16:59:58.62 17:00:56.30 17:01:53.98 17:02:51.65

Mean

+2

-2

Mean: 91.32

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

17:05:03.33 17:05:18.78 17:05:34.23 17:05:49.68

Mean

+2

-2

Mean: 5.05

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 2

16:56:11.83 16:56:57.25 16:57:42.68 16:58:28.11

Mean

+2

-2

Mean: 7.88

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

16:59:58.62 17:00:56.30 17:01:53.98 17:02:51.65

Mean

+2

-2

Mean: 63.03

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

17:05:03.33 17:05:18.78 17:05:34.23 17:05:49.68

Mean

+2

-2

Mean: 8.06

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

16:56:11.83 16:56:57.25 16:57:42.68 16:58:28.11

Mean

+2

-2

Mean: -0.091

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

16:59:58.62 17:00:56.30 17:01:53.98 17:02:51.65

Mean

+2

-2

Mean: 29.38

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

17:05:03.33 17:05:18.78 17:05:34.23 17:05:49.68

Mean

+2

-2

Mean: -0.018

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 1

16:56:11.80 16:56:57.25 16:57:42.69 16:58:28.14

Mean

+2

-2

Mean: -72.75

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

16:59:58.61 17:00:56.28 17:01:53.96 17:02:51.64

Mean

+2

-2

Mean: 7.29

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

17:05:03.30 17:05:18.75 17:05:34.20 17:05:49.66

Mean

+2

-2

Mean: -72.86

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

16:56:11.80 16:56:57.25 16:57:42.69 16:58:28.14

Mean

+2

-2

Mean: -1.29

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

16:59:58.61 17:00:56.28 17:01:53.96 17:02:51.64

Mean

+2

-2

Mean: 49.01

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

17:05:03.30 17:05:18.75 17:05:34.20 17:05:49.66

Mean

+2

-2

Mean: -0.79

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032310\QC\032310_TA_QC.gdb

Page: 2

16:56:11.80 16:56:57.25 16:57:42.69 16:58:28.14

Mean

+2

-2

Mean: 3.47

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

16:59:58.61 17:00:56.28 17:01:53.96 17:02:51.64

Mean

+2

-2

Mean: 29.95

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

17:05:03.30 17:05:18.75 17:05:34.20 17:05:49.66

Mean

+2

-2

Mean: 3.87

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

16:56:11.80 16:56:57.25 16:57:42.69 16:58:28.14

Mean

+2

-2

Mean: -2.4

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

16:59:58.61 17:00:56.28 17:01:53.96 17:02:51.64

Mean

+2

-2

Mean: 9.19

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

17:05:03.30 17:05:18.75 17:05:34.20 17:05:49.66

Mean

+2

-2

Mean: -2.22

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L1
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 1

08:03:02.12 08:03:48.55 08:04:34.97 08:05:21.39

Mean

+2

-2

Mean: -138.39

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

08:06:59.92 08:07:45.10 08:08:30.27 08:09:15.45 08:10:00.62

Mean

+2

-2

Mean: -41.06

Time->

Acceptable range: 2.5CH_1
L1 (without object)

Failure points: 0%

08:03:02.12 08:03:48.55 08:04:34.97 08:05:21.39

Mean

+2

-2

Mean: -18.6

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:06:59.92 08:07:45.10 08:08:30.27 08:09:15.45 08:10:

Mean

+2

-2

Mean: 41.36

Time->

Acceptable range: 2.5CH_2
L1 (without object)

Failure points: 0%
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Typewritten Text
No Cable Test Performed In AM QC Checks

Mark
Typewritten Text
No Cable Test Performed In AM QC Checks



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L1
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 2

08:03:02.12 08:03:48.55 08:04:34.97 08:05:21.39

Mean

+2

-2

Mean: 0.026

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:06:59.92 08:07:45.10 08:08:30.27 08:09:15.45 08:10:00.62

Mean

+2

-2

Mean: 30.91

Time->

Acceptable range: 2.5CH_3
L1 (without object)

Failure points: 0%

08:03:02.12 08:03:48.55 08:04:34.97 08:05:21.39

Mean

+2

-2

Mean: -3.1

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:06:59.92 08:07:45.10 08:08:30.27 08:09:15.45 08:10:

Mean

+2

-2

Mean: 10.28

Time->

Acceptable range: 2.5CH_4
L1 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L1.1
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 1

08:03:02.09 08:03:48.52 08:04:34.94 08:05:21.37 08:06:07.80

Mean

+2

+4

-2

-4

Mean: -172.4

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 2.15%

08:06:59.91 08:07:45.08 08:08:30.25 08:09:15.42 08:10:00.59

Mean

+2

+4

-2

-4

Mean: -52.05

Time->

Acceptable range: 2.5CH_1
L1.1 (without object)

Failure points: 3.1%

08:03:02.09 08:03:48.52 08:04:34.94 08:05:21.37 08:06:

Mean

+2

-2

Mean: -20.42

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:06:59.91 08:07:45.08 08:08:30.25 08:09:15.42 08:10:

Mean

+2

-2

Mean: 69.28

Time->

Acceptable range: 2.5CH_2
L1.1 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L1.1
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 2

08:03:02.09 08:03:48.52 08:04:34.94 08:05:21.37 08:06:07.80

Mean

+2

-2

Mean: 6.46

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:06:59.91 08:07:45.08 08:08:30.25 08:09:15.42 08:10:00.59

Mean

+2

-2

Mean: 63.28

Time->

Acceptable range: 2.5CH_3
L1.1 (without object)

Failure points: 0%

08:03:02.09 08:03:48.52 08:04:34.94 08:05:21.37 08:06:

Mean

+2

-2

Mean: 1.14

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:06:59.91 08:07:45.08 08:08:30.25 08:09:15.42 08:10:

Mean

+2

-2

Mean: 31.51

Time->

Acceptable range: 2.5CH_4
L1.1 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L1.2
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 1

08:03:02.16 08:03:48.58 08:04:35.01 08:05:21.43 08:06:07.86

Mean

+2

+4

-2

-4

Mean: -133.3

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0.269%

08:06:59.87 08:07:45.07 08:08:30.27 08:09:15.47

Mean

+2

-2

Mean: -42.43

Time->

Acceptable range: 2.5CH_1
L1.2 (without object)

Failure points: 0%

08:03:02.16 08:03:48.58 08:04:35.01 08:05:21.43 08:06:

Mean

+2

-2

Mean: -10.24

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:06:59.87 08:07:45.07 08:08:30.27 08:09:15.47

Mean

+2

-2

Mean: 44.63

Time->

Acceptable range: 2.5CH_2
L1.2 (without object)

Failure points: 0%

Mark
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L1.2
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 2

08:03:02.16 08:03:48.58 08:04:35.01 08:05:21.43 08:06:07.86

Mean

+2

-2

Mean: 4.49

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:06:59.87 08:07:45.07 08:08:30.27 08:09:15.47

Mean

+2

-2

Mean: 33.01

Time->

Acceptable range: 2.5CH_3
L1.2 (without object)

Failure points: 0%

08:03:02.16 08:03:48.58 08:04:35.01 08:05:21.43 08:06:

Mean

+2

-2

Mean: -1.16

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:06:59.87 08:07:45.07 08:08:30.27 08:09:15.47

Mean

+2

-2

Mean: 11.36

Time->

Acceptable range: 2.5CH_4
L1.2 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 1

16:45:49.91 16:46:35.58 16:47:21.26 16:48:06.93 16:48:52.61

Mean

+2

-2

Mean: -31.6

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

16:49:50.61 16:50:30.56 16:51:10.51 16:51:50.46

Mean

+2

-2

Mean: 60.48

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

16:53:38.41 16:53:55.88 16:54:13.36 16:54:30.84

Mean

+2

-2

Mean: -32.04

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

16:45:49.91 16:46:35.58 16:47:21.26 16:48:06.93 16:48:

Mean

+2

-2

Mean: 10.61

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

16:49:50.61 16:50:30.56 16:51:10.51 16:51:50.46

Mean

+2

-2

Mean: 67.74

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

16:53:38.41 16:53:55.88 16:54:13.36 16:54:30.84

Mean

+2

-2

Mean: 10.62

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 2

16:45:49.91 16:46:35.58 16:47:21.26 16:48:06.93 16:48:52.61

Mean

+2

-2

Mean: 4.9

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

16:49:50.61 16:50:30.56 16:51:10.51 16:51:50.46

Mean

+2

-2

Mean: 34.57

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

16:53:38.41 16:53:55.88 16:54:13.36 16:54:30.84

Mean

+2

-2

Mean: 5.05

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

16:45:49.91 16:46:35.58 16:47:21.26 16:48:06.93 16:48:

Mean

+2

-2

Mean: -3.27

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

16:49:50.61 16:50:30.56 16:51:10.51 16:51:50.46

Mean

+2

-2

Mean: 9.71

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

16:53:38.41 16:53:55.88 16:54:13.36 16:54:30.84

Mean

+2

-2

Mean: -3.11

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 1

16:45:49.88 16:46:35.55 16:47:21.23 16:48:06.90 16:48:52.58

Mean

+2

-2

Mean: -68.98

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

16:49:50.67 16:50:30.60 16:51:10.52 16:51:50.45 16:52:30.37

Mean

+2

-2

Mean: 21.06

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

16:53:38.37 16:53:55.85 16:54:13.33 16:54:30.80

Mean

+2

-2

Mean: -69.18

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0%

16:45:49.88 16:46:35.55 16:47:21.23 16:48:06.90 16:48:

Mean

+2

-2

Mean: 3.03

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

16:49:50.67 16:50:30.60 16:51:10.52 16:51:50.45 16:52:

Mean

+2

-2

Mean: 58.33

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

16:53:38.37 16:53:55.85 16:54:13.33 16:54:30.80

Mean

+2

-2

Mean: 2.95

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 2

16:45:49.88 16:46:35.55 16:47:21.23 16:48:06.90 16:48:52.58

Mean

+2

-2

Mean: 4.49

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

16:49:50.67 16:50:30.60 16:51:10.52 16:51:50.45 16:52:30.37

Mean

+2

-2

Mean: 32.77

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

16:53:38.37 16:53:55.85 16:54:13.33 16:54:30.80

Mean

+2

-2

Mean: 4.45

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

16:45:49.88 16:46:35.55 16:47:21.23 16:48:06.90 16:48:

Mean

+2

-2

Mean: -2.46

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

16:49:50.67 16:50:30.60 16:51:10.52 16:51:50.45 16:52:

Mean

+2

-2

Mean: 9.79

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

16:53:38.37 16:53:55.85 16:54:13.33 16:54:30.80

Mean

+2

-2

Mean: -2.54

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 1

16:45:49.86 16:46:35.56 16:47:21.26 16:48:06.96 16:48:52.66

Mean

+2

-2

Mean: -109.9

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

16:49:50.66 16:50:30.61 16:51:10.55 16:51:50.50

Mean

+2

-2

Mean: -0.14

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

16:53:38.45 16:53:55.90 16:54:13.35 16:54:30.80

Mean

+2

-2

Mean: -109.71

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

16:45:49.86 16:46:35.56 16:47:21.26 16:48:06.96 16:48:

Mean

+2

-2

Mean: -8.73

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

16:49:50.66 16:50:30.61 16:51:10.55 16:51:50.50

Mean

+2

-2

Mean: 75.2

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

16:53:38.45 16:53:55.90 16:54:13.35 16:54:30.80

Mean

+2

-2

Mean: -8.66

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/24/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032410\QC\032410_TA_QC.gdb

Page: 2

16:45:49.86 16:46:35.56 16:47:21.26 16:48:06.96 16:48:52.66

Mean

+2

-2

Mean: 6.1

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

16:49:50.66 16:50:30.61 16:51:10.55 16:51:50.50

Mean

+2

-2

Mean: 61.11

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

16:53:38.45 16:53:55.90 16:54:13.35 16:54:30.80

Mean

+2

-2

Mean: 6.17

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

16:45:49.86 16:46:35.56 16:47:21.26 16:48:06.96 16:48:

Mean

+2

-2

Mean: 0.13

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

16:49:50.66 16:50:30.61 16:51:10.55 16:51:50.50

Mean

+2

-2

Mean: 29.52

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

16:53:38.45 16:53:55.90 16:54:13.35 16:54:30.80

Mean

+2

-2

Mean: 0.2

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 1

08:27:29.01 08:30:44.54 08:34:00.07 08:37:15.60

Mean

+2

-2

Mean: -91.85

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0.192%

08:44:13.02 08:45:00.19 08:45:47.36 08:46:34.53

Mean

+2

-2

Mean: 5.89

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:48:28.72 08:48:36.94 08:48:45.16 08:48:53.39

Mean

+2

-2

Mean: -88.4

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:27:29.01 08:30:44.54 08:34:00.07 08:37:15.60

Mean

+2

-2

Mean: -2.86

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:44:13.02 08:45:00.19 08:45:47.36 08:46:34.53

Mean

+2

-2

Mean: 56.11

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:48:28.72 08:48:36.94 08:48:45.16 08:48:53.39

Mean

+2

-2

Mean: -2.16

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 2

08:27:29.01 08:30:44.54 08:34:00.07 08:37:15.60

Mean

+2

-2

Mean: 3.51

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:44:13.02 08:45:00.19 08:45:47.36 08:46:34.53

Mean

+2

-2

Mean: 33.57

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:48:28.72 08:48:36.94 08:48:45.16 08:48:53.39

Mean

+2

-2

Mean: 3.62

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:27:29.01 08:30:44.54 08:34:00.07 08:37:15.60

Mean

+2

-2

Mean: -2.76

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:44:13.02 08:45:00.19 08:45:47.36 08:46:34.53

Mean

+2

-2

Mean: 10.23

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:48:28.72 08:48:36.94 08:48:45.16 08:48:53.39

Mean

+2

-2

Mean: -2.77

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 1

08:27:28.98 08:30:44.53 08:34:00.09 08:37:15.64

Mean

+20

-20

Mean: -111.52

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 84.2%

08:44:12.98 08:45:00.16 08:45:47.34 08:46:34.51 08:47:21.69

Mean

+2

-2

Mean: 16.42

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.053%

08:48:28.78 08:48:36.98 08:48:45.19 08:48:53.39 08:49:01.59

Mean

+2

-2

Mean: -99.05

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

08:27:28.98 08:30:44.53 08:34:00.09 08:37:15.64

Mean
+2
+4
+6
+8

+10

-2
-4
-6
-8

-10

Mean: -5.67

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 38.3%

08:44:12.98 08:45:00.16 08:45:47.34 08:46:34.51 08:47:

Mean

+2

-2

Mean: 85.98

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:48:28.78 08:48:36.98 08:48:45.19 08:48:53.39 08:49:

Mean

+2

-2

Mean: -1.35

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 2

08:27:28.98 08:30:44.53 08:34:00.09 08:37:15.64

Mean

+2

-2

Mean: 7.45

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:44:12.98 08:45:00.16 08:45:47.34 08:46:34.51 08:47:21.69

Mean

+2

-2

Mean: 64.63

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:48:28.78 08:48:36.98 08:48:45.19 08:48:53.39 08:49:01.59

Mean

+2

-2

Mean: 8.57

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:27:28.98 08:30:44.53 08:34:00.09 08:37:15.64

Mean

+2

-2

Mean: 0.72

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:44:12.98 08:45:00.16 08:45:47.34 08:46:34.51 08:47:

Mean

+2

-2

Mean: 31.06

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:48:28.78 08:48:36.98 08:48:45.19 08:48:53.39 08:49:

Mean

+2

-2

Mean: 0.97

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 1

08:27:28.97 08:30:44.52 08:34:00.06 08:37:15.61 08:40:31.16

Mean

+2

+4

+6

+8

-2

-4

-6

-8

Mean: -122.79

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 30.4%

08:44:12.95 08:45:00.16 08:45:47.36 08:46:34.56

Mean

+2

-2

Mean: -31.44

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:48:28.75 08:48:36.98 08:48:45.20 08:48:53.43 08:49:01.66

Mean

+2

-2

Mean: -115.99

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:27:28.97 08:30:44.52 08:34:00.06 08:37:15.61 08:40:

Mean

+2

-2

Mean: -10.71

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:44:12.95 08:45:00.16 08:45:47.36 08:46:34.56

Mean

+2

-2

Mean: 44.24

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:48:28.75 08:48:36.98 08:48:45.20 08:48:53.43 08:49:

Mean

+2

-2

Mean: -8.54

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 2

08:27:28.97 08:30:44.52 08:34:00.06 08:37:15.61 08:40:31.16

Mean

+2

-2

Mean: 3.43

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:44:12.95 08:45:00.16 08:45:47.36 08:46:34.56

Mean

+2

-2

Mean: 31.53

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:48:28.75 08:48:36.98 08:48:45.20 08:48:53.43 08:49:01.66

Mean

+2

-2

Mean: 3.97

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:27:28.97 08:30:44.52 08:34:00.06 08:37:15.61 08:40:

Mean

+2

-2

Mean: -1.5

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:44:12.95 08:45:00.16 08:45:47.36 08:46:34.56

Mean

+2

-2

Mean: 10.49

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:48:28.75 08:48:36.98 08:48:45.20 08:48:53.43 08:49:

Mean

+2

-2

Mean: -1.45

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 1

16:46:20.70 16:47:05.16 16:47:49.61 16:48:34.06

Mean

+2

-2

Mean: -58.04

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

16:50:20.50 16:51:05.68 16:51:50.86 16:52:36.04

Mean

+2

-2

Mean: 33.21

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

16:54:01.31 16:54:16.26 16:54:31.21 16:54:46.16 16:55:01.11

Mean

+2

-2

Mean: -58.74

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

16:46:20.70 16:47:05.16 16:47:49.61 16:48:34.06

Mean

+2

-2

Mean: 2.61

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

16:50:20.50 16:51:05.68 16:51:50.86 16:52:36.04

Mean

+2

-2

Mean: 59.09

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

16:54:01.31 16:54:16.26 16:54:31.21 16:54:46.16 16:55:

Mean

+2

-2

Mean: 2.48

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 2

16:46:20.70 16:47:05.16 16:47:49.61 16:48:34.06

Mean

+2

-2

Mean: 3.25

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

16:50:20.50 16:51:05.68 16:51:50.86 16:52:36.04

Mean

+2

-2

Mean: 32.49

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

16:54:01.31 16:54:16.26 16:54:31.21 16:54:46.16 16:55:01.11

Mean

+2

-2

Mean: 3.25

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

16:46:20.70 16:47:05.16 16:47:49.61 16:48:34.06

Mean

+2

-2

Mean: -3.61

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

16:50:20.50 16:51:05.68 16:51:50.86 16:52:36.04

Mean

+2

-2

Mean: 9.12

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

16:54:01.31 16:54:16.26 16:54:31.21 16:54:46.16 16:55:

Mean

+2

-2

Mean: -3.65

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 1

16:46:20.69 16:47:05.14 16:47:49.59 16:48:34.03

Mean

+2

-2

Mean: -65.92

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.45%

16:50:20.48 16:51:05.68 16:51:50.88 16:52:36.08 16:53:21.28

Mean

+2

-2

Mean: 50.12

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0.221%

16:54:01.28 16:54:16.26 16:54:31.23 16:54:46.21 16:55:01.19

Mean

+2

-2

Mean: -66.49

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0%

16:46:20.69 16:47:05.14 16:47:49.59 16:48:34.03

Mean

+2

-2

Mean: 4.33

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

16:50:20.48 16:51:05.68 16:51:50.88 16:52:36.08 16:53:

Mean

+2

-2

Mean: 91.6

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

16:54:01.28 16:54:16.26 16:54:31.23 16:54:46.21 16:55:

Mean

+2

-2

Mean: 4.2

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%




