
Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 2

16:46:20.69 16:47:05.14 16:47:49.59 16:48:34.03

Mean

+2

-2

Mean: 8.13

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

16:50:20.48 16:51:05.68 16:51:50.88 16:52:36.08 16:53:21.28

Mean

+2

-2

Mean: 63.93

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

16:54:01.28 16:54:16.26 16:54:31.23 16:54:46.21 16:55:01.19

Mean

+2

-2

Mean: 8.15

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

16:46:20.69 16:47:05.14 16:47:49.59 16:48:34.03

Mean

+2

-2

Mean: 0.14

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

16:50:20.48 16:51:05.68 16:51:50.88 16:52:36.08 16:53:

Mean

+2

-2

Mean: 29.99

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

16:54:01.28 16:54:16.26 16:54:31.23 16:54:46.21 16:55:

Mean

+2

-2

Mean: 0.14

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 1

16:46:20.76 16:47:05.19 16:47:49.61 16:48:34.03 16:49:18.45

Mean

+2

-2

Mean: -75.59

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

16:50:20.56 16:51:05.74 16:51:50.91 16:52:36.09 16:53:21.26

Mean

+2

-2

Mean: 5.22

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

16:54:01.27 16:54:16.24 16:54:31.21 16:54:46.18 16:55:01.16

Mean

+2

-2

Mean: -75.71

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

16:46:20.76 16:47:05.19 16:47:49.61 16:48:34.03 16:49:

Mean

+2

-2

Mean: -0.17

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

16:50:20.56 16:51:05.74 16:51:50.91 16:52:36.09 16:53:

Mean

+2

-2

Mean: 50.4

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

16:54:01.27 16:54:16.24 16:54:31.21 16:54:46.18 16:55:

Mean

+2

-2

Mean: 0.056

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/25/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032510\QC\032510_TA_QC.gdb

Page: 2

16:46:20.76 16:47:05.19 16:47:49.61 16:48:34.03 16:49:18.45

Mean

+2

-2

Mean: 4.62

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

16:50:20.56 16:51:05.74 16:51:50.91 16:52:36.09 16:53:21.26

Mean

+2

-2

Mean: 31.22

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

16:54:01.27 16:54:16.24 16:54:31.21 16:54:46.18 16:55:01.16

Mean

+2

-2

Mean: 4.67

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

16:46:20.76 16:47:05.19 16:47:49.61 16:48:34.03 16:49:

Mean

+2

-2

Mean: -1.76

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

16:50:20.56 16:51:05.74 16:51:50.91 16:52:36.09 16:53:

Mean

+2

-2

Mean: 9.86

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

16:54:01.27 16:54:16.24 16:54:31.21 16:54:46.18 16:55:

Mean

+2

-2

Mean: -1.78

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 1

07:55:31.59 07:56:17.77 07:57:03.94 07:57:50.12

Mean

+2

-2

Mean: -122.29

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

07:59:35.41 08:00:31.58 08:01:27.75 08:02:23.92 08:03:20.09

Mean

+2

-2

Mean: -23.62

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:04:22.11 08:04:36.33 08:04:50.55 08:05:04.78

Mean

+2

-2

Mean: -120.86

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

07:55:31.59 07:56:17.77 07:57:03.94 07:57:50.12

Mean

+2

-2

Mean: -10.13

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

07:59:35.41 08:00:31.58 08:01:27.75 08:02:23.92 08:03:

Mean

+2

-2

Mean: 49.64

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:04:22.11 08:04:36.33 08:04:50.55 08:05:04.78

Mean

+2

-2

Mean: -10.54

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 2

07:55:31.59 07:56:17.77 07:57:03.94 07:57:50.12

Mean

+2

-2

Mean: 2.37

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

07:59:35.41 08:00:31.58 08:01:27.75 08:02:23.92 08:03:20.09

Mean

+2

-2

Mean: 32.83

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:04:22.11 08:04:36.33 08:04:50.55 08:05:04.78

Mean

+2

-2

Mean: 1.89

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

07:55:31.59 07:56:17.77 07:57:03.94 07:57:50.12

Mean

+2

-2

Mean: -2.91

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

07:59:35.41 08:00:31.58 08:01:27.75 08:02:23.92 08:03:

Mean

+2

-2

Mean: 10.28

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:04:22.11 08:04:36.33 08:04:50.55 08:05:04.78

Mean

+2

-2

Mean: -3.26

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 1

07:55:31.58 07:56:17.75 07:57:03.92 07:57:50.09

Mean

+2

+4

-2

-4

Mean: -148.3

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 1.41%

07:59:35.37 08:00:31.55 08:01:27.73 08:02:23.90

Mean

+2

+4

+6

-2

-4

-6

Mean: -37.11

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 16.8%

08:04:22.08 08:04:36.30 08:04:50.53 08:05:04.76 08:05:18.98

Mean

+2

-2

Mean: -155.98

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

07:55:31.58 07:56:17.75 07:57:03.92 07:57:50.09

Mean

+2

-2

Mean: -17

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

07:59:35.37 08:00:31.55 08:01:27.73 08:02:23.90

Mean

+2

-2

Mean: 68.03

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:04:22.08 08:04:36.30 08:04:50.53 08:05:04.76 08:05:

Mean

+2

-2

Mean: -20.79

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 2

07:55:31.58 07:56:17.75 07:57:03.92 07:57:50.09

Mean

+2

-2

Mean: 5.13

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

07:59:35.37 08:00:31.55 08:01:27.73 08:02:23.90

Mean

+2

-2

Mean: 60.48

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:04:22.08 08:04:36.30 08:04:50.53 08:05:04.76 08:05:18.98

Mean

+2

-2

Mean: 4

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

07:55:31.58 07:56:17.75 07:57:03.92 07:57:50.09

Mean

+2

-2

Mean: 0.56

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

07:59:35.37 08:00:31.55 08:01:27.73 08:02:23.90

Mean

+2

-2

Mean: 30.57

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:04:22.08 08:04:36.30 08:04:50.53 08:05:04.76 08:05:

Mean

+2

-2

Mean: 0.36

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 1

07:55:31.55 07:56:17.75 07:57:03.95 07:57:50.16 07:58:36.36

Mean

+2

-2

Mean: -153.91

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

07:59:35.36 08:00:31.53 08:01:27.70 08:02:23.87 08:03:20.05

Mean

+2

-2

Mean: -66.6

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:04:22.05 08:04:36.27 08:04:50.49 08:05:04.71

Mean

+2

-2

Mean: -153.62

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

07:55:31.55 07:56:17.75 07:57:03.95 07:57:50.16 07:58:

Mean

+2

-2

Mean: -17.66

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

07:59:35.36 08:00:31.53 08:01:27.70 08:02:23.87 08:03:

Mean

+2

-2

Mean: 36.1

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:04:22.05 08:04:36.27 08:04:50.49 08:05:04.71

Mean

+2

-2

Mean: -18.21

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 2

07:55:31.55 07:56:17.75 07:57:03.95 07:57:50.16 07:58:36.36

Mean

+2

-2

Mean: 2.94

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

07:59:35.36 08:00:31.53 08:01:27.70 08:02:23.87 08:03:20.05

Mean

+2

-2

Mean: 31.14

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:04:22.05 08:04:36.27 08:04:50.49 08:05:04.71

Mean

+2

-2

Mean: 2.85

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

07:55:31.55 07:56:17.75 07:57:03.95 07:57:50.16 07:58:

Mean

+2

-2

Mean: -1.19

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

07:59:35.36 08:00:31.53 08:01:27.70 08:02:23.87 08:03:

Mean

+2

-2

Mean: 11.21

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:04:22.05 08:04:36.27 08:04:50.49 08:05:04.71

Mean

+2

-2

Mean: -1.08

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 1

14:40:54.00 14:41:39.43 14:42:24.86 14:43:10.29 14:43:55.72

Mean

+2

-2

Mean: -47.84

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

14:44:49.81 14:45:38.49 14:46:27.16 14:47:15.84

Mean

+2

-2

Mean: 41.58

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

14:49:06.52 14:49:21.74 14:49:36.97 14:49:52.19

Mean

+2

-2

Mean: -48.82

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

14:40:54.00 14:41:39.43 14:42:24.86 14:43:10.29 14:43:

Mean

+2

-2

Mean: 4.08

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

14:44:49.81 14:45:38.49 14:46:27.16 14:47:15.84

Mean

+2

-2

Mean: 59.74

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

14:49:06.52 14:49:21.74 14:49:36.97 14:49:52.19

Mean

+2

-2

Mean: 4.04

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 2

14:40:54.00 14:41:39.43 14:42:24.86 14:43:10.29 14:43:55.72

Mean

+2

-2

Mean: 3.28

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

14:44:49.81 14:45:38.49 14:46:27.16 14:47:15.84

Mean

+2

-2

Mean: 32.17

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

14:49:06.52 14:49:21.74 14:49:36.97 14:49:52.19

Mean

+2

-2

Mean: 3.33

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

14:40:54.00 14:41:39.43 14:42:24.86 14:43:10.29 14:43:

Mean

+2

-2

Mean: -3.44

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

14:44:49.81 14:45:38.49 14:46:27.16 14:47:15.84

Mean

+2

-2

Mean: 9.18

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

14:49:06.52 14:49:21.74 14:49:36.97 14:49:52.19

Mean

+2

-2

Mean: -3.46

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 1

14:40:53.98 14:41:39.43 14:42:24.88 14:43:10.33

Mean

+2

-2

Mean: -59.53

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.055%

14:44:49.78 14:45:38.46 14:46:27.13 14:47:15.81

Mean

+2

-2

Mean: 59.38

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

14:49:06.58 14:49:21.78 14:49:36.98 14:49:52.18 14:50:07.37

Mean

+2

-2

Mean: -57.81

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0%

14:40:53.98 14:41:39.43 14:42:24.88 14:43:10.33

Mean

+2

-2

Mean: 4.93

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

14:44:49.78 14:45:38.46 14:46:27.13 14:47:15.81

Mean

+2

-2

Mean: 93.38

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

14:49:06.58 14:49:21.78 14:49:36.98 14:49:52.18 14:50:

Mean

+2

-2

Mean: 5.36

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 2

14:40:53.98 14:41:39.43 14:42:24.88 14:43:10.33

Mean

+2

-2

Mean: 8

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

14:44:49.78 14:45:38.46 14:46:27.13 14:47:15.81

Mean

+2

-2

Mean: 64.06

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

14:49:06.58 14:49:21.78 14:49:36.98 14:49:52.18 14:50:07.37

Mean

+2

-2

Mean: 8.09

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

14:40:53.98 14:41:39.43 14:42:24.88 14:43:10.33

Mean

+2

-2

Mean: 0.26

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

14:44:49.78 14:45:38.46 14:46:27.13 14:47:15.81

Mean

+2

-2

Mean: 30.04

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

14:49:06.58 14:49:21.78 14:49:36.98 14:49:52.18 14:50:

Mean

+2

-2

Mean: 0.28

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 1

14:40:54.06 14:41:39.48 14:42:24.91 14:43:10.33 14:43:55.75

Mean

+2

-2

Mean: -70.89

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

14:44:49.75 14:45:38.43 14:46:27.10 14:47:15.78

Mean

+2

-2

Mean: 9.69

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

14:49:06.56 14:49:21.76 14:49:36.96 14:49:52.16

Mean

+2

-2

Mean: -69.33

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

14:40:54.06 14:41:39.48 14:42:24.91 14:43:10.33 14:43:

Mean

+2

-2

Mean: 0.21

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

14:44:49.75 14:45:38.43 14:46:27.10 14:47:15.78

Mean

+2

-2

Mean: 50.11

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

14:49:06.56 14:49:21.76 14:49:36.96 14:49:52.16

Mean

+2

-2

Mean: 0.58

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/26/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032610\QC\032610_TA_QC.gdb

Page: 2

14:40:54.06 14:41:39.48 14:42:24.91 14:43:10.33 14:43:55.75

Mean

+2

-2

Mean: 4.32

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

14:44:49.75 14:45:38.43 14:46:27.10 14:47:15.78

Mean

+2

-2

Mean: 30.45

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

14:49:06.56 14:49:21.76 14:49:36.96 14:49:52.16

Mean

+2

-2

Mean: 4.42

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

14:40:54.06 14:41:39.48 14:42:24.91 14:43:10.33 14:43:

Mean

+2

-2

Mean: -2.01

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

14:44:49.75 14:45:38.43 14:46:27.10 14:47:15.78

Mean

+2

-2

Mean: 9.47

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

14:49:06.56 14:49:21.76 14:49:36.96 14:49:52.16

Mean

+2

-2

Mean: -1.85

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 1

08:15:08.80 08:15:55.00 08:16:41.19 08:17:27.39

Mean

+2

-2

Mean: -148.04

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0.27%

08:19:24.59 08:20:08.52 08:20:52.44 08:21:36.37

Mean

+2

-2

Mean: -50.79

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:23:35.41 08:23:51.11 08:24:06.80 08:24:22.50

Mean

+2

-2

Mean: -145.25

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0.159%

08:15:08.80 08:15:55.00 08:16:41.19 08:17:27.39

Mean

+2

-2

Mean: -22.75

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:19:24.59 08:20:08.52 08:20:52.44 08:21:36.37

Mean

+2

-2

Mean: 36.08

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:23:35.41 08:23:51.11 08:24:06.80 08:24:22.50

Mean

+2

-2

Mean: -22.47

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 2

08:15:08.80 08:15:55.00 08:16:41.19 08:17:27.39

Mean

+2

-2

Mean: -3.39

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:19:24.59 08:20:08.52 08:20:52.44 08:21:36.37

Mean

+2

-2

Mean: 26.88

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:23:35.41 08:23:51.11 08:24:06.80 08:24:22.50

Mean

+2

-2

Mean: -3.34

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:15:08.80 08:15:55.00 08:16:41.19 08:17:27.39

Mean

+2

-2

Mean: -5.36

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:19:24.59 08:20:08.52 08:20:52.44 08:21:36.37

Mean

+2

-2

Mean: 7.82

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:23:35.41 08:23:51.11 08:24:06.80 08:24:22.50

Mean

+2

-2

Mean: -5.41

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 1

08:15:08.88 08:15:55.05 08:16:41.23 08:17:27.40

Mean

+2

+4

-2

-4

Mean: -154.59

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 2.71%

08:19:24.58 08:20:08.53 08:20:52.48 08:21:36.43

Mean

+2

+4

-2

-4

Mean: -32.35

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 7.28%

08:23:35.38 08:23:51.07 08:24:06.77 08:24:22.47

Mean

+2

-2

Mean: -145.73

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.159%

08:15:08.88 08:15:55.05 08:16:41.23 08:17:27.40

Mean

+2

-2

Mean: -18.04

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:19:24.58 08:20:08.53 08:20:52.48 08:21:36.43

Mean

+2

-2

Mean: 71.48

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:23:35.38 08:23:51.07 08:24:06.77 08:24:22.47

Mean

+2

-2

Mean: -16.33

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 2

08:15:08.88 08:15:55.05 08:16:41.23 08:17:27.40

Mean

+2

-2

Mean: 2.47

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:19:24.58 08:20:08.53 08:20:52.48 08:21:36.43

Mean

+2

-2

Mean: 59.15

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:23:35.38 08:23:51.07 08:24:06.77 08:24:22.47

Mean

+2

-2

Mean: 2.38

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:15:08.88 08:15:55.05 08:16:41.23 08:17:27.40

Mean

+2

-2

Mean: -2.2

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:19:24.58 08:20:08.53 08:20:52.48 08:21:36.43

Mean

+2

-2

Mean: 28.36

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:23:35.38 08:23:51.07 08:24:06.77 08:24:22.47

Mean

+2

-2

Mean: -2.27

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 1

08:15:08.84 08:15:55.02 08:16:41.19 08:17:27.37

Mean

+2

+4

-2

-4

Mean: -140.09

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 1.84%

08:19:24.55 08:20:08.50 08:20:52.44 08:21:36.39

Mean

+2

-2

Mean: -48.47

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:23:35.36 08:23:51.08 08:24:06.80 08:24:22.53

Mean

+2

-2

Mean: -132.21

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:15:08.84 08:15:55.02 08:16:41.19 08:17:27.37

Mean

+2

-2

Mean: -16.97

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:19:24.55 08:20:08.50 08:20:52.44 08:21:36.39

Mean

+2

-2

Mean: 38.73

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:23:35.36 08:23:51.08 08:24:06.80 08:24:22.53

Mean

+2

-2

Mean: -14.1

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 2

08:15:08.84 08:15:55.02 08:16:41.19 08:17:27.37

Mean

+2

-2

Mean: 0.76

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:19:24.55 08:20:08.50 08:20:52.44 08:21:36.39

Mean

+2

-2

Mean: 29.36

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:23:35.36 08:23:51.08 08:24:06.80 08:24:22.53

Mean

+2

-2

Mean: 1.49

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:15:08.84 08:15:55.02 08:16:41.19 08:17:27.37

Mean

+2

-2

Mean: -3.07

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:19:24.55 08:20:08.50 08:20:52.44 08:21:36.39

Mean

+2

-2

Mean: 9.33

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:23:35.36 08:23:51.08 08:24:06.80 08:24:22.53

Mean

+2

-2

Mean: -2.9

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 1

16:58:07.83 16:58:52.50 16:59:37.18 17:00:21.86

Mean

+2

-2

Mean: -74.6

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

17:02:17.64 17:03:01.07 17:03:44.49 17:04:27.92 17:05:11.34

Mean

+2

-2

Mean: 18.78

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

17:05:54.34 17:06:09.82 17:06:25.29 17:06:40.76

Mean

+2

-2

Mean: -72.77

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

16:58:07.83 16:58:52.50 16:59:37.18 17:00:21.86

Mean

+2

-2

Mean: -5.55

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

17:02:17.64 17:03:01.07 17:03:44.49 17:04:27.92 17:05:

Mean

+2

-2

Mean: 51.85

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

17:05:54.34 17:06:09.82 17:06:25.29 17:06:40.76

Mean

+2

-2

Mean: -5

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 2

16:58:07.83 16:58:52.50 16:59:37.18 17:00:21.86

Mean

+2

-2

Mean: -0.96

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

17:02:17.64 17:03:01.07 17:03:44.49 17:04:27.92 17:05:11.34

Mean

+2

-2

Mean: 28.83

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

17:05:54.34 17:06:09.82 17:06:25.29 17:06:40.76

Mean

+2

-2

Mean: -0.71

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

16:58:07.83 16:58:52.50 16:59:37.18 17:00:21.86

Mean

+2

-2

Mean: -5.86

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

17:02:17.64 17:03:01.07 17:03:44.49 17:04:27.92 17:05:

Mean

+2

-2

Mean: 7.11

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

17:05:54.34 17:06:09.82 17:06:25.29 17:06:40.76

Mean

+2

-2

Mean: -5.81

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 1

16:58:07.81 16:58:52.51 16:59:37.21 17:00:21.91

Mean

+2

+4

-2

-4

Mean: -79.65

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 6.09%

17:02:17.61 17:03:01.03 17:03:44.46 17:04:27.89 17:05:11.31

Mean

+2

-2

Mean: 38.82

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

17:05:54.41 17:06:09.86 17:06:25.30 17:06:40.75

Mean

+2

-2

Mean: -77.98

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0%

16:58:07.81 16:58:52.51 16:59:37.21 17:00:21.91

Mean

+2

-2

Mean: -4.26

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

17:02:17.61 17:03:01.03 17:03:44.46 17:04:27.89 17:05:

Mean

+2

-2

Mean: 84.78

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

17:05:54.41 17:06:09.86 17:06:25.30 17:06:40.75

Mean

+2

-2

Mean: -3.14

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 2

16:58:07.81 16:58:52.51 16:59:37.21 17:00:21.91

Mean

+2

-2

Mean: 2.54

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

17:02:17.61 17:03:01.03 17:03:44.46 17:04:27.89 17:05:11.31

Mean

+2

-2

Mean: 59.23

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

17:05:54.41 17:06:09.86 17:06:25.30 17:06:40.75

Mean

+2

-2

Mean: 3.01

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

16:58:07.81 16:58:52.51 16:59:37.21 17:00:21.91

Mean

+2

-2

Mean: -3.01

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

17:02:17.61 17:03:01.03 17:03:44.46 17:04:27.89 17:05:

Mean

+2

-2

Mean: 27.25

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

17:05:54.41 17:06:09.86 17:06:25.30 17:06:40.75

Mean

+2

-2

Mean: -2.99

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 1

16:58:07.89 16:58:52.57 16:59:37.24 17:00:21.92

Mean

+2

-2

Mean: -104.71

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

17:02:17.59 17:03:01.04 17:03:44.48 17:04:27.93

Mean

+2

-2

Mean: -23.14

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

17:05:54.37 17:06:09.85 17:06:25.33 17:06:40.80 17:06:56.28

Mean

+2

-2

Mean: -104.9

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

16:58:07.89 16:58:52.57 16:59:37.24 17:00:21.92

Mean

+2

-2

Mean: -13.82

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

17:02:17.59 17:03:01.04 17:03:44.48 17:04:27.93

Mean

+2

-2

Mean: 37.31

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

17:05:54.37 17:06:09.85 17:06:25.33 17:06:40.80 17:06:

Mean

+2

-2

Mean: -13.27

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E19

Date: 3/29/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\032910\QC\032910_TA_QC.gdb

Page: 2

16:58:07.89 16:58:52.57 16:59:37.24 17:00:21.92

Mean

+2

-2

Mean: -1.35

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

17:02:17.59 17:03:01.04 17:03:44.48 17:04:27.93

Mean

+2

-2

Mean: 25.45

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

17:05:54.37 17:06:09.85 17:06:25.33 17:06:40.80 17:06:56.28

Mean

+2

-2

Mean: -1.05

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

16:58:07.89 16:58:52.57 16:59:37.24 17:00:21.92

Mean

+2

-2

Mean: -4.28

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

17:02:17.59 17:03:01.04 17:03:44.48 17:04:27.93

Mean

+2

-2

Mean: 7.29

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

17:05:54.37 17:06:09.85 17:06:25.33 17:06:40.80 17:06:

Mean

+2

-2

Mean: -4.19

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L1 L2 L3
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 1

08:07:19.26 08:08:05.69 08:08:52.12 08:09:38.54 08:10:24.97

Mean

+2

-2

Mean: -97.62

Time->

Acceptable range: 2.5CH_1
L1 (without object)

Failure points: 0.592%

08:11:27.95 08:12:15.40 08:13:02.85 08:13:50.30

Mean

+2

-2

Mean: -0.81

Time->

Acceptable range: 2.5CH_1
L2 (with object)

Failure points: 0.0527%

08:16:51.66 08:17:05.63 08:17:19.60 08:17:33.57 08:17:47.55

Mean

+2

-2

Mean: -95

Time->

Acceptable range: 2.5CH_1
L3 (without object)

Failure points: 0%

08:07:19.26 08:08:05.69 08:08:52.12 08:09:38.54 08:10:

Mean

+2

-2

Mean: -8.14

Time->

Acceptable range: 2.5CH_2
L1 (without object)

Failure points: 0%

08:11:27.95 08:12:15.40 08:13:02.85 08:13:50.30

Mean

+2

-2

Mean: 50.91

Time->

Acceptable range: 2.5CH_2
L2 (with object)

Failure points: 0%

08:16:51.66 08:17:05.63 08:17:19.60 08:17:33.57 08:17:

Mean

+2

-2

Mean: -7.79

Time->

Acceptable range: 2.5CH_2
L3 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L1 L2 L3
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 2

08:07:19.26 08:08:05.69 08:08:52.12 08:09:38.54 08:10:24.97

Mean

+2

-2

Mean: -0.3

Time->

Acceptable range: 2.5CH_3
L1 (without object)

Failure points: 0%

08:11:27.95 08:12:15.40 08:13:02.85 08:13:50.30

Mean

+2

-2

Mean: 30.03

Time->

Acceptable range: 2.5CH_3
L2 (with object)

Failure points: 0%

08:16:51.66 08:17:05.63 08:17:19.60 08:17:33.57 08:17:47.55

Mean

+2

-2

Mean: -0.36

Time->

Acceptable range: 2.5CH_3
L3 (without object)

Failure points: 0%

08:07:19.26 08:08:05.69 08:08:52.12 08:09:38.54 08:10:

Mean

+2

-2

Mean: -4.71

Time->

Acceptable range: 2.5CH_4
L1 (without object)

Failure points: 0%

08:11:27.95 08:12:15.40 08:13:02.85 08:13:50.30

Mean

+2

-2

Mean: 8.35

Time->

Acceptable range: 2.5CH_4
L2 (with object)

Failure points: 0%

08:16:51.66 08:17:05.63 08:17:19.60 08:17:33.57 08:17:

Mean

+2

-2

Mean: -4.92

Time->

Acceptable range: 2.5CH_4
L3 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L1.1 L2.1 L3.1
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 1

08:07:19.22 08:08:05.67 08:08:52.12 08:09:38.58

Mean

+2

+4

-2

-4

Mean: -103.98

Time->

Acceptable range: 2.5CH_1
L1.1 (without object)

Failure points: 0.861%

08:11:28.01 08:12:15.44 08:13:02.87 08:13:50.29

Mean

+2

-2

Mean: 13.73

Time->

Acceptable range: 2.5CH_1
L2.1 (with object)

Failure points: 0.685%

08:16:51.73 08:17:05.68 08:17:19.63 08:17:33.58 08:17:47.53

Mean

+2

-2

Mean: -100.9

Time->

Acceptable range: 2.5CH_1
L3.1 (without object)

Failure points: 0.537%

08:07:19.22 08:08:05.67 08:08:52.12 08:09:38.58

Mean

+2

-2

Mean: -7

Time->

Acceptable range: 2.5CH_2
L1.1 (without object)

Failure points: 0%

08:11:28.01 08:12:15.44 08:13:02.87 08:13:50.29

Mean

+2

-2

Mean: 80.94

Time->

Acceptable range: 2.5CH_2
L2.1 (with object)

Failure points: 0%

08:16:51.73 08:17:05.68 08:17:19.63 08:17:33.58 08:17:

Mean

+2

-2

Mean: -6.55

Time->

Acceptable range: 2.5CH_2
L3.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L1.1 L2.1 L3.1
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 2

08:07:19.22 08:08:05.67 08:08:52.12 08:09:38.58

Mean

+2

-2

Mean: 3.65

Time->

Acceptable range: 2.5CH_3
L1.1 (without object)

Failure points: 0%

08:11:28.01 08:12:15.44 08:13:02.87 08:13:50.29

Mean

+2

-2

Mean: 59.83

Time->

Acceptable range: 2.5CH_3
L2.1 (with object)

Failure points: 0%

08:16:51.73 08:17:05.68 08:17:19.63 08:17:33.58 08:17:47.53

Mean

+2

-2

Mean: 3.53

Time->

Acceptable range: 2.5CH_3
L3.1 (without object)

Failure points: 0%

08:07:19.22 08:08:05.67 08:08:52.12 08:09:38.58

Mean

+2

-2

Mean: -2

Time->

Acceptable range: 2.5CH_4
L1.1 (without object)

Failure points: 0%

08:11:28.01 08:12:15.44 08:13:02.87 08:13:50.29

Mean

+2

-2

Mean: 28.14

Time->

Acceptable range: 2.5CH_4
L2.1 (with object)

Failure points: 0%

08:16:51.73 08:17:05.68 08:17:19.63 08:17:33.58 08:17:

Mean

+2

-2

Mean: -2.19

Time->

Acceptable range: 2.5CH_4
L3.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L1.2 L2.2 L3.2
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 1

08:07:19.30 08:08:05.72 08:08:52.15 08:09:38.57

Mean

+2

-2

Mean: -124.29

Time->

Acceptable range: 2.5CH_1
L1.2 (without object)

Failure points: 0%

08:11:28.00 08:12:15.45 08:13:02.90 08:13:50.35

Mean

+2

-2

Mean: -38.46

Time->

Acceptable range: 2.5CH_1
L2.2 (with object)

Failure points: 0%

08:16:51.70 08:17:05.68 08:17:19.65 08:17:33.62 08:17:47.59

Mean

+2

-2

Mean: -120.68

Time->

Acceptable range: 2.5CH_1
L3.2 (without object)

Failure points: 0%

08:07:19.30 08:08:05.72 08:08:52.15 08:09:38.57

Mean

+2

-2

Mean: -14.3

Time->

Acceptable range: 2.5CH_2
L1.2 (without object)

Failure points: 0%

08:11:28.00 08:12:15.45 08:13:02.90 08:13:50.35

Mean

+2

-2

Mean: 38.53

Time->

Acceptable range: 2.5CH_2
L2.2 (with object)

Failure points: 0%

08:16:51.70 08:17:05.68 08:17:19.65 08:17:33.62 08:17:

Mean

+2

-2

Mean: -13.42

Time->

Acceptable range: 2.5CH_2
L3.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L1.2 L2.2 L3.2
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 2

08:07:19.30 08:08:05.72 08:08:52.15 08:09:38.57

Mean

+2

-2

Mean: 0.33

Time->

Acceptable range: 2.5CH_3
L1.2 (without object)

Failure points: 0%

08:11:28.00 08:12:15.45 08:13:02.90 08:13:50.35

Mean

+2

-2

Mean: 27.97

Time->

Acceptable range: 2.5CH_3
L2.2 (with object)

Failure points: 0%

08:16:51.70 08:17:05.68 08:17:19.65 08:17:33.62 08:17:47.59

Mean

+2

-2

Mean: 0.36

Time->

Acceptable range: 2.5CH_3
L3.2 (without object)

Failure points: 0%

08:07:19.30 08:08:05.72 08:08:52.15 08:09:38.57

Mean

+2

-2

Mean: -3.23

Time->

Acceptable range: 2.5CH_4
L1.2 (without object)

Failure points: 0%

08:11:28.00 08:12:15.45 08:13:02.90 08:13:50.35

Mean

+2

-2

Mean: 8.88

Time->

Acceptable range: 2.5CH_4
L2.2 (with object)

Failure points: 0%

08:16:51.70 08:17:05.68 08:17:19.65 08:17:33.62 08:17:

Mean

+2

-2

Mean: -3.48

Time->

Acceptable range: 2.5CH_4
L3.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L8 L9 L10
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 1

16:37:19.06 16:38:05.23 16:38:51.41 16:39:37.58 16:40:23.75

Mean

+2

-2

Mean: -59.69

Time->

Acceptable range: 2.5CH_1
L8 (without object)

Failure points: 0%

16:44:09.66 16:44:54.58 16:45:39.51 16:46:24.43 16:47:09.36

Mean

+2

-2

Mean: 29.99

Time->

Acceptable range: 2.5CH_1
L9 (with object)

Failure points: 0%

16:47:51.45 16:48:11.91 16:48:32.36 16:48:52.81

Mean

+2

-2

Mean: -60.86

Time->

Acceptable range: 2.5CH_1
L10 (without object)

Failure points: 0%

16:37:19.06 16:38:05.23 16:38:51.41 16:39:37.58 16:40:

Mean

+2

-2

Mean: -2.24

Time->

Acceptable range: 2.5CH_2
L8 (without object)

Failure points: 0%

16:44:09.66 16:44:54.58 16:45:39.51 16:46:24.43 16:47:

Mean

+2

-2

Mean: 53.94

Time->

Acceptable range: 2.5CH_2
L9 (with object)

Failure points: 0%

16:47:51.45 16:48:11.91 16:48:32.36 16:48:52.81

Mean

+2

-2

Mean: -2.26

Time->

Acceptable range: 2.5CH_2
L10 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L8 L9 L10
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 2

16:37:19.06 16:38:05.23 16:38:51.41 16:39:37.58 16:40:23.75

Mean

+2

-2

Mean: -0.75

Time->

Acceptable range: 2.5CH_3
L8 (without object)

Failure points: 0%

16:44:09.66 16:44:54.58 16:45:39.51 16:46:24.43 16:47:09.36

Mean

+2

-2

Mean: 28.49

Time->

Acceptable range: 2.5CH_3
L9 (with object)

Failure points: 0%

16:47:51.45 16:48:11.91 16:48:32.36 16:48:52.81

Mean

+2

-2

Mean: -0.68

Time->

Acceptable range: 2.5CH_3
L10 (without object)

Failure points: 0%

16:37:19.06 16:38:05.23 16:38:51.41 16:39:37.58 16:40:

Mean

+2

-2

Mean: -5.95

Time->

Acceptable range: 2.5CH_4
L8 (without object)

Failure points: 0%

16:44:09.66 16:44:54.58 16:45:39.51 16:46:24.43 16:47:

Mean

+2

-2

Mean: 6.73

Time->

Acceptable range: 2.5CH_4
L9 (with object)

Failure points: 0%

16:47:51.45 16:48:11.91 16:48:32.36 16:48:52.81

Mean

+2

-2

Mean: -6.03

Time->

Acceptable range: 2.5CH_4
L10 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L8.1 L9.1 L10.1
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 1

16:37:19.03 16:38:05.20 16:38:51.37 16:39:37.55

Mean

+2

-2

Mean: -68.55

Time->

Acceptable range: 2.5CH_1
L8.1 (without object)

Failure points: 0.0541%

16:44:09.62 16:44:54.55 16:45:39.47 16:46:24.39 16:47:09.31

Mean

+2

-2

Mean: 46.82

Time->

Acceptable range: 2.5CH_1
L9.1 (with object)

Failure points: 0.222%

16:47:51.42 16:48:11.87 16:48:32.33 16:48:52.78

Mean

+2

-2

Mean: -69.22

Time->

Acceptable range: 2.5CH_1
L10.1 (without object)

Failure points: 0%

16:37:19.03 16:38:05.20 16:38:51.37 16:39:37.55

Mean

+2

-2

Mean: -1.93

Time->

Acceptable range: 2.5CH_2
L8.1 (without object)

Failure points: 0%

16:44:09.62 16:44:54.55 16:45:39.47 16:46:24.39 16:47:

Mean

+2

-2

Mean: 85.25

Time->

Acceptable range: 2.5CH_2
L9.1 (with object)

Failure points: 0%

16:47:51.42 16:48:11.87 16:48:32.33 16:48:52.78

Mean

+2

-2

Mean: -1.85

Time->

Acceptable range: 2.5CH_2
L10.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L8.1 L9.1 L10.1
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 2

16:37:19.03 16:38:05.20 16:38:51.37 16:39:37.55

Mean

+2

-2

Mean: 2.8

Time->

Acceptable range: 2.5CH_3
L8.1 (without object)

Failure points: 0%

16:44:09.62 16:44:54.55 16:45:39.47 16:46:24.39 16:47:09.31

Mean

+2

-2

Mean: 58.51

Time->

Acceptable range: 2.5CH_3
L9.1 (with object)

Failure points: 0%

16:47:51.42 16:48:11.87 16:48:32.33 16:48:52.78

Mean

+2

-2

Mean: 2.96

Time->

Acceptable range: 2.5CH_3
L10.1 (without object)

Failure points: 0%

16:37:19.03 16:38:05.20 16:38:51.37 16:39:37.55

Mean

+2

-2

Mean: -3.08

Time->

Acceptable range: 2.5CH_4
L8.1 (without object)

Failure points: 0%

16:44:09.62 16:44:54.55 16:45:39.47 16:46:24.39 16:47:

Mean

+2

-2

Mean: 26.78

Time->

Acceptable range: 2.5CH_4
L9.1 (with object)

Failure points: 0%

16:47:51.42 16:48:11.87 16:48:32.33 16:48:52.78

Mean

+2

-2

Mean: -3

Time->

Acceptable range: 2.5CH_4
L10.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L8.2 L9.2 L10.2
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 1

16:37:19.00 16:38:05.20 16:38:51.40 16:39:37.60 16:40:23.80

Mean

+2

-2

Mean: -78.25

Time->

Acceptable range: 2.5CH_1
L8.2 (without object)

Failure points: 0%

16:44:09.59 16:44:54.55 16:45:39.50 16:46:24.45

Mean

+2

-2

Mean: 0.68

Time->

Acceptable range: 2.5CH_1
L9.2 (with object)

Failure points: 0%

16:47:51.39 16:48:11.87 16:48:32.34 16:48:52.82 16:49:13.30

Mean

+2

-2

Mean: -78.78

Time->

Acceptable range: 2.5CH_1
L10.2 (without object)

Failure points: 0%

16:37:19.00 16:38:05.20 16:38:51.40 16:39:37.60 16:40:

Mean

+2

-2

Mean: -4.73

Time->

Acceptable range: 2.5CH_2
L8.2 (without object)

Failure points: 0%

16:44:09.59 16:44:54.55 16:45:39.50 16:46:24.45

Mean

+2

-2

Mean: 45

Time->

Acceptable range: 2.5CH_2
L9.2 (with object)

Failure points: 0%

16:47:51.39 16:48:11.87 16:48:32.34 16:48:52.82 16:49:

Mean

+2

-2

Mean: -4.57

Time->

Acceptable range: 2.5CH_2
L10.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Collection

Date: 3/30/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L8.2 L9.2 L10.2
Database: ..\_Data\033010\QC\033010_TA_QC.gdb

Page: 2

16:37:19.00 16:38:05.20 16:38:51.40 16:39:37.60 16:40:23.80

Mean

+2

-2

Mean: 1.19

Time->

Acceptable range: 2.5CH_3
L8.2 (without object)

Failure points: 0%

16:44:09.59 16:44:54.55 16:45:39.50 16:46:24.45

Mean

+2

-2

Mean: 27.34

Time->

Acceptable range: 2.5CH_3
L9.2 (with object)

Failure points: 0%

16:47:51.39 16:48:11.87 16:48:32.34 16:48:52.82 16:49:13.30

Mean

+2

-2

Mean: 1.25

Time->

Acceptable range: 2.5CH_3
L10.2 (without object)

Failure points: 0%

16:37:19.00 16:38:05.20 16:38:51.40 16:39:37.60 16:40:

Mean

+2

-2

Mean: -3.72

Time->

Acceptable range: 2.5CH_4
L8.2 (without object)

Failure points: 0%

16:44:09.59 16:44:54.55 16:45:39.50 16:46:24.45

Mean

+2

-2

Mean: 7.63

Time->

Acceptable range: 2.5CH_4
L9.2 (with object)

Failure points: 0%

16:47:51.39 16:48:11.87 16:48:32.34 16:48:52.82 16:49:

Mean

+2

-2

Mean: -3.75

Time->

Acceptable range: 2.5CH_4
L10.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 1

08:27:34.31 08:28:24.74 08:29:15.16 08:30:05.59 08:30:56.01

Mean

+2

-2

Mean: -116.64

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0.0991%

08:33:38.92 08:34:22.87 08:35:06.82 08:35:50.77

Mean

+2

-2

Mean: -18.35

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:37:23.72 08:37:54.17 08:38:24.62 08:38:55.07

Mean

+2

-2

Mean: -113.1

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:27:34.31 08:28:24.74 08:29:15.16 08:30:05.59 08:30:

Mean

+2

-2

Mean: -16.48

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:33:38.92 08:34:22.87 08:35:06.82 08:35:50.77

Mean

+2

-2

Mean: 43.56

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:37:23.72 08:37:54.17 08:38:24.62 08:38:55.07

Mean

+2

-2

Mean: -14.78

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 2

08:27:34.31 08:28:24.74 08:29:15.16 08:30:05.59 08:30:56.01

Mean

+2

-2

Mean: -3.09

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:33:38.92 08:34:22.87 08:35:06.82 08:35:50.77

Mean

+2

-2

Mean: 27.62

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:37:23.72 08:37:54.17 08:38:24.62 08:38:55.07

Mean

+2

-2

Mean: -2.55

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:27:34.31 08:28:24.74 08:29:15.16 08:30:05.59 08:30:

Mean

+2

-2

Mean: -5.58

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:33:38.92 08:34:22.87 08:35:06.82 08:35:50.77

Mean

+2

-2

Mean: 7.55

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:37:23.72 08:37:54.17 08:38:24.62 08:38:55.07

Mean

+2

-2

Mean: -5.68

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 1

08:27:34.38 08:28:24.80 08:29:15.23 08:30:05.65

Mean

+2

-2

Mean: -163.96

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.644%

08:33:38.98 08:34:22.91 08:35:06.84 08:35:50.76

Mean

+2

+4

-2

-4

Mean: -46.81

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 6.6%

08:37:23.69 08:37:54.14 08:38:24.59 08:38:55.03

Mean

+2

+4

-2

-4

Mean: -156.29

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 2.46%

08:27:34.38 08:28:24.80 08:29:15.23 08:30:05.65

Mean

+2

-2

Mean: -22.57

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:33:38.98 08:34:22.91 08:35:06.84 08:35:50.76

Mean

+2

-2

Mean: 63.6

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:37:23.69 08:37:54.14 08:38:24.59 08:38:55.03

Mean

+2

-2

Mean: -22.3

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 2

08:27:34.38 08:28:24.80 08:29:15.23 08:30:05.65

Mean

+2

-2

Mean: 1.76

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:33:38.98 08:34:22.91 08:35:06.84 08:35:50.76

Mean

+2

-2

Mean: 56.83

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:37:23.69 08:37:54.14 08:38:24.59 08:38:55.03

Mean

+2

-2

Mean: 1.3

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:27:34.38 08:28:24.80 08:29:15.23 08:30:05.65

Mean

+2

-2

Mean: -2.28

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:33:38.98 08:34:22.91 08:35:06.84 08:35:50.76

Mean

+2

-2

Mean: 27.38

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:37:23.69 08:37:54.14 08:38:24.59 08:38:55.03

Mean

+2

-2

Mean: -2.31

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 1

08:27:34.36 08:28:24.78 08:29:15.20 08:30:05.62

Mean

+2

-2

Mean: -140.95

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0.149%

08:33:38.95 08:34:22.88 08:35:06.80 08:35:50.73

Mean

+2

-2

Mean: -48.89

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:37:23.75 08:37:54.20 08:38:24.65 08:38:55.10

Mean

+2

-2

Mean: -133.5

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:27:34.36 08:28:24.78 08:29:15.20 08:30:05.62

Mean

+2

-2

Mean: -17.91

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:33:38.95 08:34:22.88 08:35:06.80 08:35:50.73

Mean

+2

-2

Mean: 36.98

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:37:23.75 08:37:54.20 08:38:24.65 08:38:55.10

Mean

+2

-2

Mean: -16.89

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 2

08:27:34.36 08:28:24.78 08:29:15.20 08:30:05.62

Mean

+2

-2

Mean: 0.3

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:33:38.95 08:34:22.88 08:35:06.80 08:35:50.73

Mean

+2

-2

Mean: 28.62

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:37:23.75 08:37:54.20 08:38:24.65 08:38:55.10

Mean

+2

-2

Mean: -0.13

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:27:34.36 08:28:24.78 08:29:15.20 08:30:05.62

Mean

+2

-2

Mean: -3.22

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:33:38.95 08:34:22.88 08:35:06.80 08:35:50.73

Mean

+2

-2

Mean: 9.29

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:37:23.75 08:37:54.20 08:38:24.65 08:38:55.10

Mean

+2

-2

Mean: -3.5

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 1

16:43:53.22 16:44:39.64 16:45:26.07 16:46:12.50

Mean

+2

-2

Mean: -47.12

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

16:47:48.92 16:48:33.12 16:49:17.32 16:50:01.52 16:50:45.72

Mean

+2

-2

Mean: 43.52

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

16:51:30.72 16:51:46.19 16:52:01.66 16:52:17.14

Mean

+2

-2

Mean: -44.38

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

16:43:53.22 16:44:39.64 16:45:26.07 16:46:12.50

Mean

+2

-2

Mean: 2.36

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

16:47:48.92 16:48:33.12 16:49:17.32 16:50:01.52 16:50:

Mean

+2

-2

Mean: 58.42

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

16:51:30.72 16:51:46.19 16:52:01.66 16:52:17.14

Mean

+2

-2

Mean: 2.67

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 2

16:43:53.22 16:44:39.64 16:45:26.07 16:46:12.50

Mean

+2

-2

Mean: 0.83

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

16:47:48.92 16:48:33.12 16:49:17.32 16:50:01.52 16:50:45.72

Mean

+2

-2

Mean: 30.22

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

16:51:30.72 16:51:46.19 16:52:01.66 16:52:17.14

Mean

+2

-2

Mean: 1.01

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

16:43:53.22 16:44:39.64 16:45:26.07 16:46:12.50

Mean

+2

-2

Mean: -5.25

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

16:47:48.92 16:48:33.12 16:49:17.32 16:50:01.52 16:50:

Mean

+2

-2

Mean: 6.56

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

16:51:30.72 16:51:46.19 16:52:01.66 16:52:17.14

Mean

+2

-2

Mean: -6.27

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 1

16:43:53.19 16:44:39.61 16:45:26.04 16:46:12.46 16:46:58.89

Mean

+2

-2

Mean: -58.87

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.377%

16:47:48.98 16:48:33.16 16:49:17.34 16:50:01.51 16:50:45.69

Mean

+2

-2

Mean: 55.46

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

16:51:30.80 16:51:46.25 16:52:01.69 16:52:17.14

Mean

+2

-2

Mean: -55.26

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0%

16:43:53.19 16:44:39.61 16:45:26.04 16:46:12.46 16:46:

Mean

+2

-2

Mean: 3.81

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

16:47:48.98 16:48:33.16 16:49:17.34 16:50:01.51 16:50:

Mean

+2

-2

Mean: 89.02

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

16:51:30.80 16:51:46.25 16:52:01.69 16:52:17.14

Mean

+2

-2

Mean: 4.05

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 2

16:43:53.19 16:44:39.61 16:45:26.04 16:46:12.46 16:46:58.89

Mean

+2

-2

Mean: 6.26

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

16:47:48.98 16:48:33.16 16:49:17.34 16:50:01.51 16:50:45.69

Mean

+2

-2

Mean: 61.03

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

16:51:30.80 16:51:46.25 16:52:01.69 16:52:17.14

Mean

+2

-2

Mean: 6.05

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

16:43:53.19 16:44:39.61 16:45:26.04 16:46:12.46 16:46:

Mean

+2

-2

Mean: -0.88

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

16:47:48.98 16:48:33.16 16:49:17.34 16:50:01.51 16:50:

Mean

+2

-2

Mean: 27.46

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

16:51:30.80 16:51:46.25 16:52:01.69 16:52:17.14

Mean

+2

-2

Mean: -2.22

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 1

16:43:53.16 16:44:39.61 16:45:26.05 16:46:12.50

Mean

+2

-2

Mean: -67.12

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

16:47:48.97 16:48:33.14 16:49:17.32 16:50:01.50 16:50:45.67

Mean

+2

-2

Mean: 15.4

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

16:51:30.77 16:51:46.21 16:52:01.66 16:52:17.11

Mean

+2

-2

Mean: -63.15

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

16:43:53.16 16:44:39.61 16:45:26.05 16:46:12.50

Mean

+2

-2

Mean: 0.49

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

16:47:48.97 16:48:33.14 16:49:17.32 16:50:01.50 16:50:

Mean

+2

-2

Mean: 51.24

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

16:51:30.77 16:51:46.21 16:52:01.66 16:52:17.11

Mean

+2

-2

Mean: 0.9

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - QA Trail Collection

Date: 4/1/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\040110\QC\040110_TA_QC.gdb

Page: 2

16:43:53.16 16:44:39.61 16:45:26.05 16:46:12.50

Mean

+2

+4

-2

-4

Mean: 2.83

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

16:47:48.97 16:48:33.14 16:49:17.32 16:50:01.50 16:50:45.67

Mean

+2

-2

Mean: 29.57

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

16:51:30.77 16:51:46.21 16:52:01.66 16:52:17.11

Mean

+2

-2

Mean: 2.9

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

16:43:53.16 16:44:39.61 16:45:26.05 16:46:12.50

Mean

+2

-2

Mean: -2.29

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

16:47:48.97 16:48:33.14 16:49:17.32 16:50:01.50 16:50:

Mean

+2

-2

Mean: 8

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

16:51:30.77 16:51:46.21 16:52:01.66 16:52:17.11

Mean

+2

-2

Mean: -4.15

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 1

08:48:17.48 08:49:08.66 08:49:59.83 08:50:51.00 08:51:42.17

Mean

+2

+4

-2

-4

Mean: -97.54

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0.342%

08:52:45.17 08:53:32.87 08:54:20.57 08:55:08.27

Mean

+2

-2

Mean: 4.85

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0.262%

08:56:33.97 08:56:49.17 08:57:04.37 08:57:19.57 08:57:34.76

Mean

+2

-2

Mean: -91.31

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:48:17.48 08:49:08.66 08:49:59.83 08:50:51.00 08:51:

Mean

+2

-2

Mean: -3.86

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:52:45.17 08:53:32.87 08:54:20.57 08:55:08.27

Mean

+2

-2

Mean: 57.8

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:56:33.97 08:56:49.17 08:57:04.37 08:57:19.57 08:57:

Mean

+2

-2

Mean: -2.2

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 2

08:48:17.48 08:49:08.66 08:49:59.83 08:50:51.00 08:51:42.17

Mean

+2

-2

Mean: 3.19

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:52:45.17 08:53:32.87 08:54:20.57 08:55:08.27

Mean

+2

-2

Mean: 34.73

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:56:33.97 08:56:49.17 08:57:04.37 08:57:19.57 08:57:34.76

Mean

+2

-2

Mean: 3.59

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:48:17.48 08:49:08.66 08:49:59.83 08:50:51.00 08:51:

Mean

+2

-2

Mean: -2.99

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:52:45.17 08:53:32.87 08:54:20.57 08:55:08.27

Mean

+2

-2

Mean: 10.85

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:56:33.97 08:56:49.17 08:57:04.37 08:57:19.57 08:57:

Mean

+2

-2

Mean: -2.85

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 1

08:48:17.44 08:49:08.61 08:49:59.79 08:50:50.96 08:51:42.14

Mean

+2

+4

-2

-4

Mean: -109.99

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 2.98%

08:52:45.23 08:53:32.91 08:54:20.59 08:55:08.26 08:55:55.94

Mean

+2

+4

-2

-4

Mean: 14.91

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 4.98%

08:56:33.94 08:56:49.16 08:57:04.39 08:57:19.62

Mean

+2

-2

Mean: -103.04

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.492%

08:48:17.44 08:49:08.61 08:49:59.79 08:50:50.96 08:51:

Mean

+2

-2

Mean: -3.1

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:52:45.23 08:53:32.91 08:54:20.59 08:55:08.26 08:55:

Mean

+2

-2

Mean: 88.65

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:56:33.94 08:56:49.16 08:57:04.39 08:57:19.62

Mean

+2

-2

Mean: -1.26

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 2

08:48:17.44 08:49:08.61 08:49:59.79 08:50:50.96 08:51:42.14

Mean

+2

-2

Mean: 8.69

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:52:45.23 08:53:32.91 08:54:20.59 08:55:08.26 08:55:55.94

Mean

+2

-2

Mean: 66.86

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:56:33.94 08:56:49.16 08:57:04.39 08:57:19.62

Mean

+2

-2

Mean: 8.95

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:48:17.44 08:49:08.61 08:49:59.79 08:50:50.96 08:51:

Mean

+2

-2

Mean: 1.14

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:52:45.23 08:53:32.91 08:54:20.59 08:55:08.26 08:55:

Mean

+2

-2

Mean: 32.29

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:56:33.94 08:56:49.16 08:57:04.39 08:57:19.62

Mean

+2

-2

Mean: 1.11

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 1

08:48:17.51 08:49:08.69 08:49:59.86 08:50:51.03

Mean

+2

-2

Mean: -124.07

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0.537%

08:52:45.22 08:53:32.89 08:54:20.57 08:55:08.25

Mean

+2

+4

-2

-4

Mean: -32.43

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 1.36%

08:56:34.02 08:56:49.21 08:57:04.41 08:57:19.61

Mean

+2

-2

Mean: -115.9

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:48:17.51 08:49:08.69 08:49:59.86 08:50:51.03

Mean

+2

-2

Mean: -8.65

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:52:45.22 08:53:32.89 08:54:20.57 08:55:08.25

Mean

+2

-2

Mean: 46.23

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:56:34.02 08:56:49.21 08:57:04.41 08:57:19.61

Mean

+2

-2

Mean: -6.31

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 2

08:48:17.51 08:49:08.69 08:49:59.86 08:50:51.03

Mean

+2

-2

Mean: 4.73

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:52:45.22 08:53:32.89 08:54:20.57 08:55:08.25

Mean

+2

-2

Mean: 32.84

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:56:34.02 08:56:49.21 08:57:04.41 08:57:19.61

Mean

+2

-2

Mean: 5.29

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:48:17.51 08:49:08.69 08:49:59.86 08:50:51.03

Mean

+2

-2

Mean: -1.08

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:52:45.22 08:53:32.89 08:54:20.57 08:55:08.25

Mean

+2

-2

Mean: 11.03

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:56:34.02 08:56:49.21 08:57:04.41 08:57:19.61

Mean

+2

-2

Mean: -0.96

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 1

14:37:34.67 14:37:44.87 14:37:55.07 14:38:05.27

Mean

+2

-2

Mean: -62.01

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

14:41:11.47 14:41:56.64 14:42:41.81 14:43:26.98

Mean

+2

-2

Mean: -61.27

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

14:45:29.17 14:46:13.85 14:46:58.52 14:47:43.20 14:48:27.87

Mean

+2

-2

Mean: 31.47

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

14:37:34.67 14:37:44.87 14:37:55.07 14:38:05.27

Mean

+2

-2

Mean: 1.61

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

14:41:11.47 14:41:56.64 14:42:41.81 14:43:26.98

Mean

+2

-2

Mean: 1.88

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

14:45:29.17 14:46:13.85 14:46:58.52 14:47:43.20 14:48:

Mean

+2

-2

Mean: 59.11

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 2

14:37:34.67 14:37:44.87 14:37:55.07 14:38:05.27

Mean

+2

-2

Mean: 2.99

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

14:41:11.47 14:41:56.64 14:42:41.81 14:43:26.98

Mean

+2

-2

Mean: 3.14

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

14:45:29.17 14:46:13.85 14:46:58.52 14:47:43.20 14:48:27.87

Mean

+2

-2

Mean: 32.72

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

14:37:34.67 14:37:44.87 14:37:55.07 14:38:05.27

Mean

+2

-2

Mean: -3.66

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

14:41:11.47 14:41:56.64 14:42:41.81 14:43:26.98

Mean

+2

-2

Mean: -3.63

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

14:45:29.17 14:46:13.85 14:46:58.52 14:47:43.20 14:48:

Mean

+2

-2

Mean: 9.17

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 1

14:37:34.64 14:37:44.86 14:37:55.09 14:38:05.31

Mean

+2

-2

Mean: -71.27

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

14:41:11.44 14:41:56.61 14:42:41.79 14:43:26.96 14:44:12.14

Mean

+2

-2

Mean: -70.84

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

14:45:29.14 14:46:13.84 14:46:58.54 14:47:43.24

Mean

+2

-2

Mean: 44.97

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0.224%

14:37:34.64 14:37:44.86 14:37:55.09 14:38:05.31

Mean

+2

-2

Mean: 3.39

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

14:41:11.44 14:41:56.61 14:42:41.79 14:43:26.96 14:44:

Mean

+2

-2

Mean: 3.51

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

14:45:29.14 14:46:13.84 14:46:58.54 14:47:43.24

Mean

+2

-2

Mean: 90.34

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 2

14:37:34.64 14:37:44.86 14:37:55.09 14:38:05.31

Mean

+2

-2

Mean: 8.17

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

14:41:11.44 14:41:56.61 14:42:41.79 14:43:26.96 14:44:12.14

Mean

+2

-2

Mean: 8.23

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

14:45:29.14 14:46:13.84 14:46:58.54 14:47:43.24

Mean

+2

-2

Mean: 63.7

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

14:37:34.64 14:37:44.86 14:37:55.09 14:38:05.31

Mean

+2

-2

Mean: 0.2

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

14:41:11.44 14:41:56.61 14:42:41.79 14:43:26.96 14:44:

Mean

+2

-2

Mean: 0.22

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

14:45:29.14 14:46:13.84 14:46:58.54 14:47:43.24

Mean

+2

-2

Mean: 29.88

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 1

14:37:34.61 14:37:44.84 14:37:55.06 14:38:05.29 14:38:15.51

Mean

+2

-2

Mean: -79.65

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

14:41:11.42 14:41:56.59 14:42:41.77 14:43:26.94

Mean

+2

-2

Mean: -79.45

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

14:45:29.11 14:46:13.81 14:46:58.51 14:47:43.21

Mean

+2

-2

Mean: 2.24

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

14:37:34.61 14:37:44.84 14:37:55.06 14:38:05.29 14:38:

Mean

+2

-2

Mean: -0.57

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

14:41:11.42 14:41:56.59 14:42:41.77 14:43:26.94

Mean

+2

-2

Mean: -0.64

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

14:45:29.11 14:46:13.81 14:46:58.51 14:47:43.21

Mean

+2

-2

Mean: 50.07

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/2/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\040210\QC\040210_TA_QC.gdb

Page: 2

14:37:34.61 14:37:44.84 14:37:55.06 14:38:05.29 14:38:15.51

Mean

+2

-2

Mean: 4.64

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

14:41:11.42 14:41:56.59 14:42:41.77 14:43:26.94

Mean

+2

-2

Mean: 4.58

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

14:45:29.11 14:46:13.81 14:46:58.51 14:47:43.21

Mean

+2

-2

Mean: 31.1

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

14:37:34.61 14:37:44.84 14:37:55.06 14:38:05.29 14:38:

Mean

+2

-2

Mean: -2.02

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

14:41:11.42 14:41:56.59 14:42:41.77 14:43:26.94

Mean

+2

-2

Mean: -1.95

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

14:45:29.11 14:46:13.81 14:46:58.51 14:47:43.21

Mean

+2

-2

Mean: 9.62

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 1

08:59:23.95 09:00:15.87 09:01:07.80 09:01:59.72 09:02:51.64

Mean

+2

-2

Mean: -107.73

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

09:03:56.64 09:04:41.57 09:05:26.49 09:06:11.42

Mean

+2

-2

Mean: -11.91

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

09:07:48.44 09:08:07.89 09:08:27.34 09:08:46.80

Mean

+2

-2

Mean: -104.3

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:59:23.95 09:00:15.87 09:01:07.80 09:01:59.72 09:02:

Mean

+2

-2

Mean: -11.2

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

09:03:56.64 09:04:41.57 09:05:26.49 09:06:11.42

Mean

+2

-2

Mean: 47.51

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

09:07:48.44 09:08:07.89 09:08:27.34 09:08:46.80

Mean

+2

-2

Mean: -10.21

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 2

08:59:23.95 09:00:15.87 09:01:07.80 09:01:59.72 09:02:51.64

Mean

+2

-2

Mean: 0.46

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

09:03:56.64 09:04:41.57 09:05:26.49 09:06:11.42

Mean

+2

-2

Mean: 30.6

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

09:07:48.44 09:08:07.89 09:08:27.34 09:08:46.80

Mean

+2

-2

Mean: 0.59

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:59:23.95 09:00:15.87 09:01:07.80 09:01:59.72 09:02:

Mean

+2

-2

Mean: -3.95

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

09:03:56.64 09:04:41.57 09:05:26.49 09:06:11.42

Mean

+2

-2

Mean: 9.08

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

09:07:48.44 09:08:07.89 09:08:27.34 09:08:46.80

Mean

+2

-2

Mean: -4.08

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 1

08:59:23.92 09:00:15.85 09:01:07.77 09:01:59.70 09:02:51.62

Mean

+2

-2

Mean: -110.29

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.144%

09:03:56.63 09:04:41.57 09:05:26.52 09:06:11.46

Mean

+2

-2

Mean: 6.81

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.0556%

09:07:48.42 09:08:07.87 09:08:27.32 09:08:46.77

Mean

+2

-2

Mean: -107.59

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.899%

08:59:23.92 09:00:15.85 09:01:07.77 09:01:59.70 09:02:

Mean

+2

-2

Mean: -5.17

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

09:03:56.63 09:04:41.57 09:05:26.52 09:06:11.46

Mean

+2

-2

Mean: 83.12

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

09:07:48.42 09:08:07.87 09:08:27.32 09:08:46.77

Mean

+2

-2

Mean: -4.53

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 2

08:59:23.92 09:00:15.85 09:01:07.77 09:01:59.70 09:02:51.62

Mean

+2

-2

Mean: 7.46

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

09:03:56.63 09:04:41.57 09:05:26.52 09:06:11.46

Mean

+2

-2

Mean: 63.96

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

09:07:48.42 09:08:07.87 09:08:27.32 09:08:46.77

Mean

+2

-2

Mean: 7.36

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:59:23.92 09:00:15.85 09:01:07.77 09:01:59.70 09:02:

Mean

+2

-2

Mean: 0.27

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

09:03:56.63 09:04:41.57 09:05:26.52 09:06:11.46

Mean

+2

-2

Mean: 30.65

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

09:07:48.42 09:08:07.87 09:08:27.32 09:08:46.77

Mean

+2

-2

Mean: 0.14

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 1

08:59:23.89 09:00:15.82 09:01:07.74 09:01:59.67

Mean

+2

-2

Mean: -124.33

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0.577%

09:03:56.59 09:04:41.54 09:05:26.49 09:06:11.44

Mean

+2

-2

Mean: -36.44

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

09:07:48.39 09:08:07.84 09:08:27.29 09:08:46.74 09:09:06.19

Mean

+2

-2

Mean: -119.37

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:59:23.89 09:00:15.82 09:01:07.74 09:01:59.67

Mean

+2

-2

Mean: -11.55

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

09:03:56.59 09:04:41.54 09:05:26.49 09:06:11.44

Mean

+2

-2

Mean: 41.95

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

09:07:48.39 09:08:07.84 09:08:27.29 09:08:46.74 09:09:

Mean

+2

-2

Mean: -10.16

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 2

08:59:23.89 09:00:15.82 09:01:07.74 09:01:59.67

Mean

+2

-2

Mean: 3.29

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

09:03:56.59 09:04:41.54 09:05:26.49 09:06:11.44

Mean

+2

-2

Mean: 30.91

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

09:07:48.39 09:08:07.84 09:08:27.29 09:08:46.74 09:09:06.19

Mean

+2

-2

Mean: 3.5

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:59:23.89 09:00:15.82 09:01:07.74 09:01:59.67

Mean

+2

-2

Mean: -1.8

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

09:03:56.59 09:04:41.54 09:05:26.49 09:06:11.44

Mean

+2

-2

Mean: 10.07

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

09:07:48.39 09:08:07.84 09:08:27.29 09:08:46.74 09:09:

Mean

+2

-2

Mean: -1.96

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 1

16:41:51.89 16:42:43.07 16:43:34.24 16:44:25.42

Mean

+2

-2

Mean: -55.97

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

16:46:29.59 16:47:17.51 16:48:05.44 16:48:53.36

Mean

+2

-2

Mean: 34.9

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

16:50:37.39 16:50:51.84 16:51:06.29 16:51:20.74

Mean

+2

-2

Mean: -57.18

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

16:41:51.89 16:42:43.07 16:43:34.24 16:44:25.42

Mean

+2

-2

Mean: 2.78

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

16:46:29.59 16:47:17.51 16:48:05.44 16:48:53.36

Mean

+2

-2

Mean: 59.46

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

16:50:37.39 16:50:51.84 16:51:06.29 16:51:20.74

Mean

+2

-2

Mean: 2.88

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 2

16:41:51.89 16:42:43.07 16:43:34.24 16:44:25.42

Mean

+2

-2

Mean: 3.35

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

16:46:29.59 16:47:17.51 16:48:05.44 16:48:53.36

Mean

+2

-2

Mean: 32.72

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

16:50:37.39 16:50:51.84 16:51:06.29 16:51:20.74

Mean

+2

-2

Mean: 3.6

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

16:41:51.89 16:42:43.07 16:43:34.24 16:44:25.42

Mean

+2

-2

Mean: -3.38

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

16:46:29.59 16:47:17.51 16:48:05.44 16:48:53.36

Mean

+2

-2

Mean: 9.44

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

16:50:37.39 16:50:51.84 16:51:06.29 16:51:20.74

Mean

+2

-2

Mean: -3.13

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 1

16:41:51.86 16:42:43.03 16:43:34.21 16:44:25.39

Mean

+2

-2

Mean: -68.52

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.0977%

16:46:29.56 16:47:17.51 16:48:05.46 16:48:53.41

Mean

+2

-2

Mean: 47.44

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0.156%

16:50:37.36 16:50:51.84 16:51:06.31 16:51:20.79

Mean

+2

-2

Mean: -69.39

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0.172%

16:41:51.86 16:42:43.03 16:43:34.21 16:44:25.39

Mean

+2

-2

Mean: 3.8

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

16:46:29.56 16:47:17.51 16:48:05.46 16:48:53.41

Mean

+2

-2

Mean: 91.02

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

16:50:37.36 16:50:51.84 16:51:06.31 16:51:20.79

Mean

+2

-2

Mean: 3.6

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 2

16:41:51.86 16:42:43.03 16:43:34.21 16:44:25.39

Mean

+2

-2

Mean: 8.32

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

16:46:29.56 16:47:17.51 16:48:05.46 16:48:53.41

Mean

+2

-2

Mean: 63.95

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

16:50:37.36 16:50:51.84 16:51:06.31 16:51:20.79

Mean

+2

-2

Mean: 8.33

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

16:41:51.86 16:42:43.03 16:43:34.21 16:44:25.39

Mean

+2

-2

Mean: 0.45

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

16:46:29.56 16:47:17.51 16:48:05.46 16:48:53.41

Mean

+2

-2

Mean: 30.14

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

16:50:37.36 16:50:51.84 16:51:06.31 16:51:20.79

Mean

+2

-2

Mean: 0.42

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 1

16:41:51.92 16:42:43.10 16:43:34.27 16:44:25.45

Mean

+2

-2

Mean: -79.35

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

16:46:29.62 16:47:17.55 16:48:05.48 16:48:53.40

Mean

+2

-2

Mean: 1.94

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

16:50:37.33 16:50:51.80 16:51:06.28 16:51:20.76

Mean

+2

-2

Mean: -79.93

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

16:41:51.92 16:42:43.10 16:43:34.27 16:44:25.45

Mean

+2

-2

Mean: -0.29

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

16:46:29.62 16:47:17.55 16:48:05.48 16:48:53.40

Mean

+2

-2

Mean: 50.74

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

16:50:37.33 16:50:51.80 16:51:06.28 16:51:20.76

Mean

+2

-2

Mean: -0.12

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/5/2010
Operator: PN & JR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\040510\QC\040510_TA_QC.gdb

Page: 2

16:41:51.92 16:42:43.10 16:43:34.27 16:44:25.45

Mean

+2

-2

Mean: 5.01

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

16:46:29.62 16:47:17.55 16:48:05.48 16:48:53.40

Mean

+2

-2

Mean: 32.01

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

16:50:37.33 16:50:51.80 16:51:06.28 16:51:20.76

Mean

+2

-2

Mean: 5.23

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

16:41:51.92 16:42:43.10 16:43:34.27 16:44:25.45

Mean

+2

-2

Mean: -1.43

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

16:46:29.62 16:47:17.55 16:48:05.48 16:48:53.40

Mean

+2

-2

Mean: 10.36

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

16:50:37.33 16:50:51.80 16:51:06.28 16:51:20.76

Mean

+2

-2

Mean: -1.33

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/6/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\040610\QC\040610_TA_QC.gdb

Page: 1

08:53:42.44 08:54:33.14 08:55:23.84 08:56:14.53 08:57:05.23

Mean

+2

+4

+6

-2

-4

-6

Mean: -133.56

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 11.3%

08:58:07.25 08:58:51.68 08:59:36.10 09:00:20.53 09:01:04.95

Mean

+2

+4

-2

-4

Mean: -29.77

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 7.48%

09:01:45.05 09:01:59.75 09:02:14.44 09:02:29.14 09:02:43.84

Mean

+2

-2

Mean: -123.78

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:53:42.44 08:54:33.14 08:55:23.84 08:56:14.53 08:57:

Mean

+2

-2

Mean: -18.16

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:58:07.25 08:58:51.68 08:59:36.10 09:00:20.53 09:01:

Mean

+2

-2

Mean: 44.31

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

09:01:45.05 09:01:59.75 09:02:14.44 09:02:29.14 09:02:

Mean

+2

-2

Mean: -14.53

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/6/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\040610\QC\040610_TA_QC.gdb

Page: 2

08:53:42.44 08:54:33.14 08:55:23.84 08:56:14.53 08:57:05.23

Mean

+2

-2

Mean: -0.15

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:58:07.25 08:58:51.68 08:59:36.10 09:00:20.53 09:01:04.95

Mean

+2

-2

Mean: 31.52

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

09:01:45.05 09:01:59.75 09:02:14.44 09:02:29.14 09:02:43.84

Mean

+2

-2

Mean: 0.83

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:53:42.44 08:54:33.14 08:55:23.84 08:56:14.53 08:57:

Mean

+2

-2

Mean: -3.53

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:58:07.25 08:58:51.68 08:59:36.10 09:00:20.53 09:01:

Mean

+2

-2

Mean: 10.21

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

09:01:45.05 09:01:59.75 09:02:14.44 09:02:29.14 09:02:

Mean

+2

-2

Mean: -3.29

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/6/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\040610\QC\040610_TA_QC.gdb

Page: 1

08:53:42.42 08:54:33.12 08:55:23.82 08:56:14.52 08:57:05.22

Mean

+2

-2

Mean: -119.14

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.296%

08:58:07.22 08:58:51.64 08:59:36.06 09:00:20.48

Mean

+2

+4

-2

-4

Mean: 0.074

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 1.12%

09:01:45.02 09:01:59.71 09:02:14.41 09:02:29.11 09:02:43.81

Mean

+2

-2

Mean: -117

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

08:53:42.42 08:54:33.12 08:55:23.82 08:56:14.52 08:57:

Mean

+2

-2

Mean: -4.18

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:58:07.22 08:58:51.64 08:59:36.06 09:00:20.48

Mean

+2

-2

Mean: 84.66

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

09:01:45.02 09:01:59.71 09:02:14.41 09:02:29.11 09:02:

Mean

+2

-2

Mean: -4.36

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/6/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\040610\QC\040610_TA_QC.gdb

Page: 2

08:53:42.42 08:54:33.12 08:55:23.82 08:56:14.52 08:57:05.22

Mean

+2

-2

Mean: 8.61

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:58:07.22 08:58:51.64 08:59:36.06 09:00:20.48

Mean

+2

-2

Mean: 65.85

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

09:01:45.02 09:01:59.71 09:02:14.41 09:02:29.11 09:02:43.81

Mean

+2

-2

Mean: 8.62

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:53:42.42 08:54:33.12 08:55:23.82 08:56:14.52 08:57:

Mean

+2

-2

Mean: 0.76

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:58:07.22 08:58:51.64 08:59:36.06 09:00:20.48

Mean

+2

-2

Mean: 31.88

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

09:01:45.02 09:01:59.71 09:02:14.41 09:02:29.11 09:02:

Mean

+2

-2

Mean: 1.04

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/6/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\040610\QC\040610_TA_QC.gdb

Page: 1

08:53:42.50 08:54:33.17 08:55:23.84 08:56:14.52 08:57:05.19

Mean

+2

-2

Mean: -123.43

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0%

08:58:07.19 08:58:51.64 08:59:36.09 09:00:20.53 09:01:04.98

Mean

+2

-2

Mean: -34.63

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

09:01:45.00 09:01:59.72 09:02:14.44 09:02:29.17 09:02:43.89

Mean

+2

-2

Mean: -117.73

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:53:42.50 08:54:33.17 08:55:23.84 08:56:14.52 08:57:

Mean

+2

-2

Mean: -9.78

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:58:07.19 08:58:51.64 08:59:36.09 09:00:20.53 09:01:

Mean

+2

-2

Mean: 44.21

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

09:01:45.00 09:01:59.72 09:02:14.44 09:02:29.17 09:02:

Mean

+2

-2

Mean: -8.19

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/6/2010
Operator: PN & EG

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\040610\QC\040610_TA_QC.gdb

Page: 2

08:53:42.50 08:54:33.17 08:55:23.84 08:56:14.52 08:57:05.19

Mean

+2

-2

Mean: 4.51

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:58:07.19 08:58:51.64 08:59:36.09 09:00:20.53 09:01:04.98

Mean

+2

-2

Mean: 32.3

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

09:01:45.00 09:01:59.72 09:02:14.44 09:02:29.17 09:02:43.89

Mean

+2

-2

Mean: 4.61

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:53:42.50 08:54:33.17 08:55:23.84 08:56:14.52 08:57:

Mean

+2

-2

Mean: -1.11

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:58:07.19 08:58:51.64 08:59:36.09 09:00:20.53 09:01:

Mean

+2

-2

Mean: 10.95

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

09:01:45.00 09:01:59.72 09:02:14.44 09:02:29.17 09:02:

Mean

+2

-2

Mean: -1.27

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 1

09:39:51.94 09:40:39.36 09:41:26.78 09:42:14.20 09:43:01.62

Mean

+2

-2

Mean: -85.44

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

09:44:22.64 09:45:07.84 09:45:53.04 09:46:38.24 09:47:23.44

Mean

+2

-2

Mean: 5.69

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

09:48:06.44 09:48:21.66 09:48:36.89 09:48:52.12

Mean

+2

-2

Mean: -84.47

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

09:39:51.94 09:40:39.36 09:41:26.78 09:42:14.20 09:43:

Mean

+2

-2

Mean: -4.88

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

09:44:22.64 09:45:07.84 09:45:53.04 09:46:38.24 09:47:

Mean

+2

-2

Mean: 50.38

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

09:48:06.44 09:48:21.66 09:48:36.89 09:48:52.12

Mean

+2

-2

Mean: -5.02

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 2

09:39:51.94 09:40:39.36 09:41:26.78 09:42:14.20 09:43:01.62

Mean

+2

-2

Mean: 1.97

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

09:44:22.64 09:45:07.84 09:45:53.04 09:46:38.24 09:47:23.44

Mean

+2

-2

Mean: 30.17

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

09:48:06.44 09:48:21.66 09:48:36.89 09:48:52.12

Mean

+2

-2

Mean: 1.93

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

09:39:51.94 09:40:39.36 09:41:26.78 09:42:14.20 09:43:

Mean

+2

-2

Mean: -3.22

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

09:44:22.64 09:45:07.84 09:45:53.04 09:46:38.24 09:47:

Mean

+2

-2

Mean: 8.9

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

09:48:06.44 09:48:21.66 09:48:36.89 09:48:52.12

Mean

+2

-2

Mean: -3.21

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 1

09:39:51.91 09:40:39.33 09:41:26.76 09:42:14.18

Mean

+2

-2

Mean: -92.57

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.421%

09:44:22.61 09:45:07.81 09:45:53.01 09:46:38.21 09:47:23.41

Mean

+2

-2

Mean: 16.75

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.111%

09:48:06.41 09:48:21.63 09:48:36.85 09:48:52.07

Mean

+2

-2

Mean: -93.42

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.492%

09:39:51.91 09:40:39.33 09:41:26.76 09:42:14.18

Mean

+2

-2

Mean: 0.15

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

09:44:22.61 09:45:07.81 09:45:53.01 09:46:38.21 09:47:

Mean

+2

-2

Mean: 81.88

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

09:48:06.41 09:48:21.63 09:48:36.85 09:48:52.07

Mean

+2

-2

Mean: -0.54

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 2

09:39:51.91 09:40:39.33 09:41:26.76 09:42:14.18

Mean

+2

-2

Mean: 8.8

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

09:44:22.61 09:45:07.81 09:45:53.01 09:46:38.21 09:47:23.41

Mean

+2

-2

Mean: 61.05

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

09:48:06.41 09:48:21.63 09:48:36.85 09:48:52.07

Mean

+2

-2

Mean: 8.6

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

09:39:51.91 09:40:39.33 09:41:26.76 09:42:14.18

Mean

+2

-2

Mean: 0.85

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

09:44:22.61 09:45:07.81 09:45:53.01 09:46:38.21 09:47:

Mean

+2

-2

Mean: 28.87

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

09:48:06.41 09:48:21.63 09:48:36.85 09:48:52.07

Mean

+2

-2

Mean: 0.84

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 1

09:39:51.89 09:40:39.34 09:41:26.79 09:42:14.24

Mean

+2

+4

-2

-4

Mean: -143.1

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 1.74%

09:44:22.67 09:45:07.85 09:45:53.03 09:46:38.21

Mean

+2

-2

Mean: -57.49

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

09:48:06.47 09:48:21.67 09:48:36.87 09:48:52.08 09:49:07.28

Mean

+2

-2

Mean: -143.82

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

09:39:51.89 09:40:39.34 09:41:26.79 09:42:14.24

Mean

+2

-2

Mean: -15.41

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

09:44:22.67 09:45:07.85 09:45:53.03 09:46:38.21

Mean

+2

-2

Mean: 37.48

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

09:48:06.47 09:48:21.67 09:48:36.87 09:48:52.08 09:49:

Mean

+2

-2

Mean: -16.11

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 2

09:39:51.89 09:40:39.34 09:41:26.79 09:42:14.24

Mean

+2

-2

Mean: 3.05

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

09:44:22.67 09:45:07.85 09:45:53.03 09:46:38.21

Mean

+2

-2

Mean: 30.52

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

09:48:06.47 09:48:21.67 09:48:36.87 09:48:52.08 09:49:07.28

Mean

+2

-2

Mean: 2.53

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

09:39:51.89 09:40:39.34 09:41:26.79 09:42:14.24

Mean

+2

-2

Mean: -1.35

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

09:44:22.67 09:45:07.85 09:45:53.03 09:46:38.21

Mean

+2

-2

Mean: 10.46

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

09:48:06.47 09:48:21.67 09:48:36.87 09:48:52.08 09:49:

Mean

+2

-2

Mean: -1.76

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

PM test

Acceptable limits
Outside range

Line Name: L8 L9 L10
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 1

16:53:57.19 16:54:40.86 16:55:24.54 16:56:08.21 16:56:51.89

Mean

+2

-2

Mean: -54.61

Time->

Acceptable range: 2.5CH_1
L8 (without object)

Failure points: 0%

16:57:53.89 16:58:38.59 16:59:23.29 17:00:07.99

Mean

+2

-2

Mean: 32.76

Time->

Acceptable range: 2.5CH_1
L9 (with object)

Failure points: 0%

17:01:19.69 17:01:34.91 17:01:50.14 17:02:05.37

Mean

+2

-2

Mean: -54.48

Time->

Acceptable range: 2.5CH_1
L10 (without object)

Failure points: 0%

16:53:57.19 16:54:40.86 16:55:24.54 16:56:08.21 16:56:

Mean

+2

-2

Mean: 2.26

Time->

Acceptable range: 2.5CH_2
L8 (without object)

Failure points: 0%

16:57:53.89 16:58:38.59 16:59:23.29 17:00:07.99

Mean

+2

-2

Mean: 55.89

Time->

Acceptable range: 2.5CH_2
L9 (with object)

Failure points: 0%

17:01:19.69 17:01:34.91 17:01:50.14 17:02:05.37

Mean

+2

-2

Mean: 2.37

Time->

Acceptable range: 2.5CH_2
L10 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

PM test

Acceptable limits
Outside range

Line Name: L8 L9 L10
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 2

16:53:57.19 16:54:40.86 16:55:24.54 16:56:08.21 16:56:51.89

Mean

+2

-2

Mean: 3

Time->

Acceptable range: 2.5CH_3
L8 (without object)

Failure points: 0%

16:57:53.89 16:58:38.59 16:59:23.29 17:00:07.99

Mean

+2

-2

Mean: 30.49

Time->

Acceptable range: 2.5CH_3
L9 (with object)

Failure points: 0%

17:01:19.69 17:01:34.91 17:01:50.14 17:02:05.37

Mean

+2

-2

Mean: 3.15

Time->

Acceptable range: 2.5CH_3
L10 (without object)

Failure points: 0%

16:53:57.19 16:54:40.86 16:55:24.54 16:56:08.21 16:56:

Mean

+2

-2

Mean: -3.29

Time->

Acceptable range: 2.5CH_4
L8 (without object)

Failure points: 0%

16:57:53.89 16:58:38.59 16:59:23.29 17:00:07.99

Mean

+2

-2

Mean: 8.55

Time->

Acceptable range: 2.5CH_4
L9 (with object)

Failure points: 0%

17:01:19.69 17:01:34.91 17:01:50.14 17:02:05.37

Mean

+2

-2

Mean: -3.26

Time->

Acceptable range: 2.5CH_4
L10 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

PM test

Acceptable limits
Outside range

Line Name: L8.1 L9.1 L10.1
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 1

16:53:57.16 16:54:40.86 16:55:24.55 16:56:08.25

Mean

+2

-2

Mean: -58.68

Time->

Acceptable range: 2.5CH_1
L8.1 (without object)

Failure points: 0%

16:57:53.95 16:58:38.63 16:59:23.30 17:00:07.98

Mean

+2

-2

Mean: 45.68

Time->

Acceptable range: 2.5CH_1
L9.1 (with object)

Failure points: 0%

17:01:19.76 17:01:34.96 17:01:50.16 17:02:05.36 17:02:20.56

Mean

+2

-2

Mean: -59

Time->

Acceptable range: 2.5CH_1
L10.1 (without object)

Failure points: 0%

16:53:57.16 16:54:40.86 16:55:24.55 16:56:08.25

Mean

+2

-2

Mean: 7.67

Time->

Acceptable range: 2.5CH_2
L8.1 (without object)

Failure points: 0%

16:57:53.95 16:58:38.63 16:59:23.30 17:00:07.98

Mean

+2

-2

Mean: 86.29

Time->

Acceptable range: 2.5CH_2
L9.1 (with object)

Failure points: 0%

17:01:19.76 17:01:34.96 17:01:50.16 17:02:05.36 17:02:

Mean

+2

-2

Mean: 7.58

Time->

Acceptable range: 2.5CH_2
L10.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

PM test

Acceptable limits
Outside range

Line Name: L8.1 L9.1 L10.1
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 2

16:53:57.16 16:54:40.86 16:55:24.55 16:56:08.25

Mean

+2

-2

Mean: 9.24

Time->

Acceptable range: 2.5CH_3
L8.1 (without object)

Failure points: 0%

16:57:53.95 16:58:38.63 16:59:23.30 17:00:07.98

Mean

+2

-2

Mean: 59.62

Time->

Acceptable range: 2.5CH_3
L9.1 (with object)

Failure points: 0%

17:01:19.76 17:01:34.96 17:01:50.16 17:02:05.36 17:02:20.56

Mean

+2

-2

Mean: 9.22

Time->

Acceptable range: 2.5CH_3
L10.1 (without object)

Failure points: 0%

16:53:57.16 16:54:40.86 16:55:24.55 16:56:08.25

Mean

+2

-2

Mean: 0.49

Time->

Acceptable range: 2.5CH_4
L8.1 (without object)

Failure points: 0%

16:57:53.95 16:58:38.63 16:59:23.30 17:00:07.98

Mean

+2

-2

Mean: 27.48

Time->

Acceptable range: 2.5CH_4
L9.1 (with object)

Failure points: 0%

17:01:19.76 17:01:34.96 17:01:50.16 17:02:05.36 17:02:

Mean

+2

-2

Mean: 0.36

Time->

Acceptable range: 2.5CH_4
L10.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

PM test

Acceptable limits
Outside range

Line Name: L8.2 L9.2 L10.2
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 1

16:53:57.13 16:54:40.82 16:55:24.52 16:56:08.22

Mean

+2

-2

Mean: -113.82

Time->

Acceptable range: 2.5CH_1
L8.2 (without object)

Failure points: 0%

16:57:53.94 16:58:38.61 16:59:23.29 17:00:07.96

Mean

+2

-2

Mean: -30.72

Time->

Acceptable range: 2.5CH_1
L9.2 (with object)

Failure points: 0%

17:01:19.72 17:01:34.94 17:01:50.17 17:02:05.40 17:02:20.62

Mean

+2

-2

Mean: -113.6

Time->

Acceptable range: 2.5CH_1
L10.2 (without object)

Failure points: 0%

16:53:57.13 16:54:40.82 16:55:24.52 16:56:08.22

Mean

+2

-2

Mean: -9.14

Time->

Acceptable range: 2.5CH_2
L8.2 (without object)

Failure points: 0%

16:57:53.94 16:58:38.61 16:59:23.29 17:00:07.96

Mean

+2

-2

Mean: 42.9

Time->

Acceptable range: 2.5CH_2
L9.2 (with object)

Failure points: 0%

17:01:19.72 17:01:34.94 17:01:50.17 17:02:05.40 17:02:

Mean

+2

-2

Mean: -9.06

Time->

Acceptable range: 2.5CH_2
L10.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/12/2010
Operator: PN & BS

PM test

Acceptable limits
Outside range

Line Name: L8.2 L9.2 L10.2
Database: ..\_Data\041210\QC\041210_TA_QC.gdb

Page: 2

16:53:57.13 16:54:40.82 16:55:24.52 16:56:08.22

Mean

+2

-2

Mean: 3.41

Time->

Acceptable range: 2.5CH_3
L8.2 (without object)

Failure points: 0%

16:57:53.94 16:58:38.61 16:59:23.29 17:00:07.96

Mean

+2

-2

Mean: 30.86

Time->

Acceptable range: 2.5CH_3
L9.2 (with object)

Failure points: 0%

17:01:19.72 17:01:34.94 17:01:50.17 17:02:05.40 17:02:20.62

Mean

+2

-2

Mean: 3.4

Time->

Acceptable range: 2.5CH_3
L10.2 (without object)

Failure points: 0%

16:53:57.13 16:54:40.82 16:55:24.52 16:56:08.22

Mean

+2

-2

Mean: -1.89

Time->

Acceptable range: 2.5CH_4
L8.2 (without object)

Failure points: 0%

16:57:53.94 16:58:38.61 16:59:23.29 17:00:07.96

Mean

+2

-2

Mean: 10.14

Time->

Acceptable range: 2.5CH_4
L9.2 (with object)

Failure points: 0%

17:01:19.72 17:01:34.94 17:01:50.17 17:02:05.40 17:02:

Mean

+2

-2

Mean: -1.86

Time->

Acceptable range: 2.5CH_4
L10.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack Gaps/Area2

Date: 4/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 1

08:07:30.76 08:08:16.69 08:09:02.61 08:09:48.53

Mean

+2

-2

Mean: -77.76

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

08:11:45.47 08:12:27.16 08:13:08.86 08:13:50.55

Mean

+2

-2

Mean: 12.44

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:15:31.25 08:15:41.98 08:15:52.71 08:16:03.44 08:16:14.17

Mean

+2

-2

Mean: -76.33

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:07:30.76 08:08:16.69 08:09:02.61 08:09:48.53

Mean

+2

-2

Mean: -0.91

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:11:45.47 08:12:27.16 08:13:08.86 08:13:50.55

Mean

+2

-2

Mean: 53.76

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:15:31.25 08:15:41.98 08:15:52.71 08:16:03.44 08:16:

Mean

+2

-2

Mean: -0.73

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack Gaps/Area2

Date: 4/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 2

08:07:30.76 08:08:16.69 08:09:02.61 08:09:48.53

Mean

+2

-2

Mean: 3.17

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:11:45.47 08:12:27.16 08:13:08.86 08:13:50.55

Mean

+2

-2

Mean: 31

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:15:31.25 08:15:41.98 08:15:52.71 08:16:03.44 08:16:14.17

Mean

+2

-2

Mean: 3.19

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:07:30.76 08:08:16.69 08:09:02.61 08:09:48.53

Mean

+2

-2

Mean: -2.92

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:11:45.47 08:12:27.16 08:13:08.86 08:13:50.55

Mean

+2

-2

Mean: 9.13

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:15:31.25 08:15:41.98 08:15:52.71 08:16:03.44 08:16:

Mean

+2

-2

Mean: -2.93

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 1

08:07:30.73 08:08:16.66 08:09:02.58 08:09:48.50 08:10:34.42

Mean

+2

-2

Mean: -93.62

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.925%

08:11:45.53 08:12:27.21 08:13:08.88 08:13:50.56 08:14:32.23

Mean

+2

-2

Mean: 27.55

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.06%

08:15:31.33 08:15:42.03 08:15:52.73 08:16:03.43

Mean

+2

-2

Mean: -92.18

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.233%

08:07:30.73 08:08:16.66 08:09:02.58 08:09:48.50 08:10:

Mean

+2

-2

Mean: 0.69

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:11:45.53 08:12:27.21 08:13:08.88 08:13:50.56 08:14:

Mean

+2

-2

Mean: 91.36

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:15:31.33 08:15:42.03 08:15:52.73 08:16:03.43

Mean

+2

-2

Mean: 0.87

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 2

08:07:30.73 08:08:16.66 08:09:02.58 08:09:48.50 08:10:34.42

Mean

+2

-2

Mean: 8.92

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:11:45.53 08:12:27.21 08:13:08.88 08:13:50.56 08:14:32.23

Mean

+2

-2

Mean: 66.98

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:15:31.33 08:15:42.03 08:15:52.73 08:16:03.43

Mean

+2

-2

Mean: 8.88

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:07:30.73 08:08:16.66 08:09:02.58 08:09:48.50 08:10:

Mean

+2

-2

Mean: 0.92

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:11:45.53 08:12:27.21 08:13:08.88 08:13:50.56 08:14:

Mean

+2

-2

Mean: 32.09

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:15:31.33 08:15:42.03 08:15:52.73 08:16:03.43

Mean

+2

-2

Mean: 0.89

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 1

08:07:30.70 08:08:16.66 08:09:02.61 08:09:48.56

Mean

+2

-2

Mean: -147.92

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0.979%

08:11:45.50 08:12:27.20 08:13:08.90 08:13:50.60 08:14:32.30

Mean

+2

-2

Mean: -55.7

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0.24%

08:15:31.31 08:15:42.03 08:15:52.76 08:16:03.48

Mean

+2

-2

Mean: -146.18

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0.233%

08:07:30.70 08:08:16.66 08:09:02.61 08:09:48.56

Mean

+2

-2

Mean: -14.86

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:11:45.50 08:12:27.20 08:13:08.90 08:13:50.60 08:14:

Mean

+2

-2

Mean: 42.12

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:15:31.31 08:15:42.03 08:15:52.76 08:16:03.48

Mean

+2

-2

Mean: -14.78

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 2

08:07:30.70 08:08:16.66 08:09:02.61 08:09:48.56

Mean

+2

-2

Mean: 3.76

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:11:45.50 08:12:27.20 08:13:08.90 08:13:50.60 08:14:32.30

Mean

+2

-2

Mean: 33.56

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:15:31.31 08:15:42.03 08:15:52.76 08:16:03.48

Mean

+2

-2

Mean: 3.54

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:07:30.70 08:08:16.66 08:09:02.61 08:09:48.56

Mean

+2

-2

Mean: -1.23

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:11:45.50 08:12:27.20 08:13:08.90 08:13:50.60 08:14:

Mean

+2

-2

Mean: 11.81

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:15:31.31 08:15:42.03 08:15:52.76 08:16:03.48

Mean

+2

-2

Mean: -1.4

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 1

14:12:59.87 14:13:46.80 14:14:33.72 14:15:20.64

Mean

+2

-2

Mean: -44.06

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

14:17:14.67 14:17:59.85 14:18:45.02 14:19:30.20 14:20:15.37

Mean

+2

-2

Mean: 44.51

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

14:21:00.37 14:21:16.10 14:21:31.82 14:21:47.54

Mean

+2

-2

Mean: -43.85

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

14:12:59.87 14:13:46.80 14:14:33.72 14:15:20.64

Mean

+2

-2

Mean: 3.24

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

14:17:14.67 14:17:59.85 14:18:45.02 14:19:30.20 14:20:

Mean

+2

-2

Mean: 58.06

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

14:21:00.37 14:21:16.10 14:21:31.82 14:21:47.54

Mean

+2

-2

Mean: 3.38

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 2

14:12:59.87 14:13:46.80 14:14:33.72 14:15:20.64

Mean

+2

-2

Mean: 2.75

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

14:17:14.67 14:17:59.85 14:18:45.02 14:19:30.20 14:20:15.37

Mean

+2

-2

Mean: 31.04

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

14:21:00.37 14:21:16.10 14:21:31.82 14:21:47.54

Mean

+2

-2

Mean: 2.76

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

14:12:59.87 14:13:46.80 14:14:33.72 14:15:20.64

Mean

+2

-2

Mean: -3.39

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

14:17:14.67 14:17:59.85 14:18:45.02 14:19:30.20 14:20:

Mean

+2

-2

Mean: 8.86

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

14:21:00.37 14:21:16.10 14:21:31.82 14:21:47.54

Mean

+2

-2

Mean: -3.48

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 1

14:12:59.84 14:13:46.79 14:14:33.74 14:15:20.69

Mean

+2

-2

Mean: -46.54

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.16%

14:17:14.64 14:17:59.82 14:18:44.99 14:19:30.17 14:20:15.34

Mean

+2

-2

Mean: 72.57

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0.111%

14:21:00.44 14:21:16.14 14:21:31.84 14:21:47.53

Mean

+2

-2

Mean: -46.88

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0.159%

14:12:59.84 14:13:46.79 14:14:33.74 14:15:20.69

Mean

+2

-2

Mean: 9.13

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

14:17:14.64 14:17:59.82 14:18:44.99 14:19:30.17 14:20:

Mean

+2

-2

Mean: 98.49

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

14:21:00.44 14:21:16.14 14:21:31.84 14:21:47.53

Mean

+2

-2

Mean: 9.15

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 2

14:12:59.84 14:13:46.79 14:14:33.74 14:15:20.69

Mean

+2

-2

Mean: 8.89

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

14:17:14.64 14:17:59.82 14:18:44.99 14:19:30.17 14:20:15.34

Mean

+2

-2

Mean: 65.73

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

14:21:00.44 14:21:16.14 14:21:31.84 14:21:47.53

Mean

+2

-2

Mean: 8.94

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

14:12:59.84 14:13:46.79 14:14:33.74 14:15:20.69

Mean

+2

-2

Mean: 0.28

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

14:17:14.64 14:17:59.82 14:18:44.99 14:19:30.17 14:20:

Mean

+2

-2

Mean: 30.52

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

14:21:00.44 14:21:16.14 14:21:31.84 14:21:47.53

Mean

+2

-2

Mean: 0.29

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 1

14:12:59.92 14:13:46.84 14:14:33.76 14:15:20.69 14:16:07.61

Mean

+2

-2

Mean: -96.29

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0.0532%

14:17:14.61 14:17:59.81 14:18:45.01 14:19:30.21 14:20:15.41

Mean

+2

-2

Mean: -13.68

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

14:21:00.41 14:21:16.11 14:21:31.81 14:21:47.51 14:22:03.22

Mean

+2

-2

Mean: -96.95

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

14:12:59.92 14:13:46.84 14:14:33.76 14:15:20.69 14:16:

Mean

+2

-2

Mean: -5.96

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

14:17:14.61 14:17:59.81 14:18:45.01 14:19:30.21 14:20:

Mean

+2

-2

Mean: 46

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

14:21:00.41 14:21:16.11 14:21:31.81 14:21:47.51 14:22:

Mean

+2

-2

Mean: -6.26

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/22/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\042210\QC\042210_TA_QC.gdb

Page: 2

14:12:59.92 14:13:46.84 14:14:33.76 14:15:20.69 14:16:07.61

Mean

+2

-2

Mean: 3.74

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

14:17:14.61 14:17:59.81 14:18:45.01 14:19:30.21 14:20:15.41

Mean

+2

-2

Mean: 31.16

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

14:21:00.41 14:21:16.11 14:21:31.81 14:21:47.51 14:22:03.22

Mean

+2

-2

Mean: 3.47

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

14:12:59.92 14:13:46.84 14:14:33.76 14:15:20.69 14:16:

Mean

+2

-2

Mean: -1.66

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

14:17:14.61 14:17:59.81 14:18:45.01 14:19:30.21 14:20:

Mean

+2

-2

Mean: 10.34

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

14:21:00.41 14:21:16.11 14:21:31.81 14:21:47.51 14:22:

Mean

+2

-2

Mean: -1.92

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L1 L1 L2
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 1

09:54:26.23 09:55:06.66 09:55:47.09 09:56:27.51 09:57:07.94

Mean

+2

-2

Mean: 25.63

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

09:59:18.95 09:59:24.93 09:59:30.90 09:59:36.87 09:59:42.84

Mean

+2

-2

Mean: -67.19

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

09:54:26.23 09:55:06.66 09:55:47.09 09:56:27.51 09:57:

Mean

+2

-2

Mean: 58.48

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

09:59:18.95 09:59:24.93 09:59:30.90 09:59:36.87 09:59:

Mean

+2

-2

Mean: 0.61

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%

Mark
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L1 L1 L2
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 2

09:54:26.23 09:55:06.66 09:55:47.09 09:56:27.51 09:57:07.94

Mean

+2

-2

Mean: 33.38

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

09:59:18.95 09:59:24.93 09:59:30.90 09:59:36.87 09:59:42.84

Mean

+2

-2

Mean: 3.4

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

09:54:26.23 09:55:06.66 09:55:47.09 09:56:27.51 09:57:

Mean

+2

-2

Mean: 10.27

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

09:59:18.95 09:59:24.93 09:59:30.90 09:59:36.87 09:59:

Mean

+2

-2

Mean: -2.78

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L1.1 L1.1 L2.1
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 1

09:54:26.20 09:55:06.66 09:55:47.11 09:56:27.56

Mean

+2

-2

Mean: 46.95

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0%

09:59:18.91 09:59:24.88 09:59:30.86 09:59:36.84

Mean

+2

-2

Mean: -73.32

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

09:54:26.20 09:55:06.66 09:55:47.11 09:56:27.56

Mean

+2

-2

Mean: 96.5

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

09:59:18.91 09:59:24.88 09:59:30.86 09:59:36.84

Mean

+2

-2

Mean: 5.43

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%

Mark
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L1.1 L1.1 L2.1
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 2

09:54:26.20 09:55:06.66 09:55:47.11 09:56:27.56

Mean

+2

-2

Mean: 67.91

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

09:59:18.91 09:59:24.88 09:59:30.86 09:59:36.84

Mean

+2

-2

Mean: 9.59

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

09:54:26.20 09:55:06.66 09:55:47.11 09:56:27.56

Mean

+2

-2

Mean: 32.14

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

09:59:18.91 09:59:24.88 09:59:30.86 09:59:36.84

Mean

+2

-2

Mean: 0.92

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%

Mark
Typewritten Text
No AM Static Tests Run

Mark
Typewritten Text
No AM Static Tests Run



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L1.2 L1.2 L2.2
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 1

09:54:26.19 09:55:06.64 09:55:47.09 09:56:27.53 09:57:07.98

Mean

+2

-2

Mean: -42.95

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

09:59:18.98 09:59:24.96 09:59:30.93 09:59:36.90

Mean

+2

-2

Mean: -128.78

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

09:54:26.19 09:55:06.64 09:55:47.09 09:56:27.53 09:57:

Mean

+2

-2

Mean: 42.87

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

09:59:18.98 09:59:24.96 09:59:30.93 09:59:36.90

Mean

+2

-2

Mean: -11.36

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%

Mark
Typewritten Text
No AM Static Tests Run

Mark
Typewritten Text
No AM Static Tests Run



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

AM test

Acceptable limits
Outside range

Line Name: L1.2 L1.2 L2.2
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 2

09:54:26.19 09:55:06.64 09:55:47.09 09:56:27.53 09:57:07.98

Mean

+2

-2

Mean: 32.45

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

09:59:18.98 09:59:24.96 09:59:30.93 09:59:36.90

Mean

+2

-2

Mean: 3.68

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

09:54:26.19 09:55:06.64 09:55:47.09 09:56:27.53 09:57:

Mean

+2

-2

Mean: 11.03

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

09:59:18.98 09:59:24.96 09:59:30.93 09:59:36.90

Mean

+2

-2

Mean: -1.62

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%

Mark
Typewritten Text
No AM Static Tests Run

Mark
Typewritten Text
No AM Static Tests Run



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 1

14:55:39.14 14:56:24.09 14:57:09.04 14:57:53.99 14:58:38.94

Mean

+2

-2

Mean: -42.28

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

14:59:28.95 15:00:14.63 15:01:00.30 15:01:45.98 15:02:31.66

Mean

+2

-2

Mean: 46.99

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

15:02:59.75 15:03:15.22 15:03:30.70 15:03:46.17

Mean

+2

-2

Mean: -42.78

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

14:55:39.14 14:56:24.09 14:57:09.04 14:57:53.99 14:58:

Mean

+2

-2

Mean: 5.65

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

14:59:28.95 15:00:14.63 15:01:00.30 15:01:45.98 15:02:

Mean

+2

-2

Mean: 61.05

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

15:02:59.75 15:03:15.22 15:03:30.70 15:03:46.17

Mean

+2

-2

Mean: 5.59

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 2

14:55:39.14 14:56:24.09 14:57:09.04 14:57:53.99 14:58:38.94

Mean

+2

-2

Mean: 4.27

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

14:59:28.95 15:00:14.63 15:01:00.30 15:01:45.98 15:02:31.66

Mean

+2

-2

Mean: 32.95

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

15:02:59.75 15:03:15.22 15:03:30.70 15:03:46.17

Mean

+2

-2

Mean: 4.24

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

14:55:39.14 14:56:24.09 14:57:09.04 14:57:53.99 14:58:

Mean

+2

-2

Mean: -2.7

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

14:59:28.95 15:00:14.63 15:01:00.30 15:01:45.98 15:02:

Mean

+2

-2

Mean: 9.73

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

15:02:59.75 15:03:15.22 15:03:30.70 15:03:46.17

Mean

+2

-2

Mean: -2.84

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 1

14:55:39.13 14:56:24.07 14:57:09.02 14:57:53.96

Mean

+2

-2

Mean: -44.55

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

14:59:28.92 15:00:14.62 15:01:00.32 15:01:46.02 15:02:31.72

Mean

+2

-2

Mean: 75.51

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0.0547%

15:02:59.72 15:03:15.19 15:03:30.66 15:03:46.14

Mean

+2

-2

Mean: -45.47

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0%

14:55:39.13 14:56:24.07 14:57:09.02 14:57:53.96

Mean

+2

-2

Mean: 9.62

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

14:59:28.92 15:00:14.62 15:01:00.32 15:01:46.02 15:02:

Mean

+2

-2

Mean: 99.49

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

15:02:59.72 15:03:15.19 15:03:30.66 15:03:46.14

Mean

+2

-2

Mean: 9.57

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 2

14:55:39.13 14:56:24.07 14:57:09.02 14:57:53.96

Mean

+2

-2

Mean: 9.05

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

14:59:28.92 15:00:14.62 15:01:00.32 15:01:46.02 15:02:31.72

Mean

+2

-2

Mean: 66.11

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

15:02:59.72 15:03:15.19 15:03:30.66 15:03:46.14

Mean

+2

-2

Mean: 9.13

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

14:55:39.13 14:56:24.07 14:57:09.02 14:57:53.96

Mean

+2

-2

Mean: 0.36

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

14:59:28.92 15:00:14.62 15:01:00.32 15:01:46.02 15:02:

Mean

+2

-2

Mean: 30.66

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

15:02:59.72 15:03:15.19 15:03:30.66 15:03:46.14

Mean

+2

-2

Mean: 0.36

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 1

14:55:39.20 14:56:24.13 14:57:09.05 14:57:53.98 14:58:38.91

Mean

+2

-2

Mean: -97.98

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

14:59:28.89 15:00:14.59 15:01:00.29 15:01:45.99

Mean

+2

-2

Mean: -17

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

15:02:59.69 15:03:15.16 15:03:30.64 15:03:46.12

Mean

+2

-2

Mean: -98.79

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

14:55:39.20 14:56:24.13 14:57:09.05 14:57:53.98 14:58:

Mean

+2

-2

Mean: -6.77

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

14:59:28.89 15:00:14.59 15:01:00.29 15:01:45.99

Mean

+2

-2

Mean: 44.56

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

15:02:59.69 15:03:15.16 15:03:30.64 15:03:46.12

Mean

+2

-2

Mean: -6.99

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/23/2010
Operator: PN & SH

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\042310\QC\042310_TA_QC.gdb

Page: 2

14:55:39.20 14:56:24.13 14:57:09.05 14:57:53.98 14:58:38.91

Mean

+2

-2

Mean: 3.33

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

14:59:28.89 15:00:14.59 15:01:00.29 15:01:45.99

Mean

+2

-2

Mean: 30.55

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

15:02:59.69 15:03:15.16 15:03:30.64 15:03:46.12

Mean

+2

-2

Mean: 3.17

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

14:55:39.20 14:56:24.13 14:57:09.05 14:57:53.98 14:58:

Mean

+2

-2

Mean: -1.8

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

14:59:28.89 15:00:14.59 15:01:00.29 15:01:45.99

Mean

+2

-2

Mean: 10.12

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

15:02:59.69 15:03:15.16 15:03:30.64 15:03:46.12

Mean

+2

-2

Mean: -2.06

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/26/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 1

10:31:39.23 10:32:24.66 10:33:10.09 10:33:55.51

Mean

+2

-2

Mean: -68.01

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

10:35:33.05 10:36:17.22 10:37:01.40 10:37:45.57

Mean

+2

-2

Mean: 27.48

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

10:39:48.75 10:40:04.98 10:40:21.20 10:40:37.43

Mean

+2

-2

Mean: -64.51

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

10:31:39.23 10:32:24.66 10:33:10.09 10:33:55.51

Mean

+2

-2

Mean: 0.19

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

10:35:33.05 10:36:17.22 10:37:01.40 10:37:45.57

Mean

+2

-2

Mean: 58.26

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

10:39:48.75 10:40:04.98 10:40:21.20 10:40:37.43

Mean

+2

-2

Mean: 0.79

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/26/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 2

10:31:39.23 10:32:24.66 10:33:10.09 10:33:55.51

Mean

+2

-2

Mean: 2.91

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

10:35:33.05 10:36:17.22 10:37:01.40 10:37:45.57

Mean

+2

-2

Mean: 32.68

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

10:39:48.75 10:40:04.98 10:40:21.20 10:40:37.43

Mean

+2

-2

Mean: 2.95

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

10:31:39.23 10:32:24.66 10:33:10.09 10:33:55.51

Mean

+2

-2

Mean: -2.9

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

10:35:33.05 10:36:17.22 10:37:01.40 10:37:45.57

Mean

+2

-2

Mean: 9.96

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

10:39:48.75 10:40:04.98 10:40:21.20 10:40:37.43

Mean

+2

-2

Mean: -3

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 1

10:31:39.22 10:32:24.67 10:33:10.12 10:33:55.57

Mean

+2

+4

+6

-2

-4

-6

Mean: -75.19

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 10.3%

10:35:33.01 10:36:17.19 10:37:01.37 10:37:45.54

Mean

+2

-2

Mean: 49.82

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.396%

10:39:48.72 10:40:04.94 10:40:21.16 10:40:37.39

Mean

+2

+4

-2

-4

Mean: -70.86

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 1.69%

10:31:39.22 10:32:24.67 10:33:10.12 10:33:55.57

Mean

+2

-2

Mean: 4.98

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

10:35:33.01 10:36:17.19 10:37:01.37 10:37:45.54

Mean

+2

-2

Mean: 97.38

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

10:39:48.72 10:40:04.94 10:40:21.16 10:40:37.39

Mean

+2

-2

Mean: 5.78

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 2

10:31:39.22 10:32:24.67 10:33:10.12 10:33:55.57

Mean

+2

-2

Mean: 9.49

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

10:35:33.01 10:36:17.19 10:37:01.37 10:37:45.54

Mean

+2

-2

Mean: 68.12

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

10:39:48.72 10:40:04.94 10:40:21.16 10:40:37.39

Mean

+2

-2

Mean: 9.44

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

10:31:39.22 10:32:24.67 10:33:10.12 10:33:55.57

Mean

+2

-2

Mean: 1.06

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

10:35:33.01 10:36:17.19 10:37:01.37 10:37:45.54

Mean

+2

-2

Mean: 32.32

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

10:39:48.72 10:40:04.94 10:40:21.16 10:40:37.39

Mean

+2

-2

Mean: 0.93

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 1

10:31:39.19 10:32:24.64 10:33:10.09 10:33:55.55

Mean

+2

+4

-2

-4

Mean: -128.35

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 2.8%

10:35:32.98 10:36:17.19 10:37:01.39 10:37:45.59 10:38:29.80

Mean

+2

-2

Mean: -38.63

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

10:39:48.78 10:40:04.98 10:40:21.18 10:40:37.38

Mean

+2

-2

Mean: -123.8

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0.308%

10:31:39.19 10:32:24.64 10:33:10.09 10:33:55.55

Mean

+2

-2

Mean: -11.12

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

10:35:32.98 10:36:17.19 10:37:01.39 10:37:45.59 10:38:

Mean

+2

-2

Mean: 43.81

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

10:39:48.78 10:40:04.98 10:40:21.18 10:40:37.38

Mean

+2

-2

Mean: -10.2

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 2

10:31:39.19 10:32:24.64 10:33:10.09 10:33:55.55

Mean

+2

-2

Mean: 3.77

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

10:35:32.98 10:36:17.19 10:37:01.39 10:37:45.59 10:38:29.80

Mean

+2

-2

Mean: 32.48

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

10:39:48.78 10:40:04.98 10:40:21.18 10:40:37.38

Mean

+2

-2

Mean: 3.89

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

10:31:39.19 10:32:24.64 10:33:10.09 10:33:55.55

Mean

+2

-2

Mean: -1.42

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

10:35:32.98 10:36:17.19 10:37:01.39 10:37:45.59 10:38:

Mean

+2

-2

Mean: 11.15

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

10:39:48.78 10:40:04.98 10:40:21.18 10:40:37.38

Mean

+2

-2

Mean: -1.47

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L8
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 1

16:46:21.14 16:47:04.84 16:47:48.54 16:48:32.24

Mean

+2

-2

Mean: -44.95

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

16:50:28.95 16:51:24.12 16:52:19.30 16:53:14.47 16:54:09.64

Mean

+2

-2

Mean: 43.08

Time->

Acceptable range: 2.5CH_1
L8 (without object)

Failure points: 0%

16:46:21.14 16:47:04.84 16:47:48.54 16:48:32.24

Mean

+2

-2

Mean: 5.63

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

16:50:28.95 16:51:24.12 16:52:19.30 16:53:14.47 16:54:

Mean

+2

-2

Mean: 60.21

Time->

Acceptable range: 2.5CH_2
L8 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L8
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 2

16:46:21.14 16:47:04.84 16:47:48.54 16:48:32.24

Mean

+2

-2

Mean: 4.53

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

16:50:28.95 16:51:24.12 16:52:19.30 16:53:14.47 16:54:09.64

Mean

+2

-2

Mean: 32.75

Time->

Acceptable range: 2.5CH_3
L8 (without object)

Failure points: 0%

16:46:21.14 16:47:04.84 16:47:48.54 16:48:32.24

Mean

+2

-2

Mean: -2.71

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

16:50:28.95 16:51:24.12 16:52:19.30 16:53:14.47 16:54:

Mean

+2

-2

Mean: 9.54

Time->

Acceptable range: 2.5CH_4
L8 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L8.1
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 1

16:46:21.22 16:47:04.89 16:47:48.56 16:48:32.23 16:49:15.91

Mean

+2

-2

Mean: -50.56

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0%

16:50:28.92 16:51:24.09 16:52:19.27 16:53:14.44

Mean

+2

-2

Mean: 63.24

Time->

Acceptable range: 2.5CH_1
L8.1 (without object)

Failure points: 0%

16:46:21.22 16:47:04.89 16:47:48.56 16:48:32.23 16:49:

Mean

+2

-2

Mean: 9.21

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

16:50:28.92 16:51:24.09 16:52:19.27 16:53:14.44

Mean

+2

-2

Mean: 95.02

Time->

Acceptable range: 2.5CH_2
L8.1 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L8.1
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 2

16:46:21.22 16:47:04.89 16:47:48.56 16:48:32.23 16:49:15.91

Mean

+2

-2

Mean: 9.39

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

16:50:28.92 16:51:24.09 16:52:19.27 16:53:14.44

Mean

+2

-2

Mean: 64.16

Time->

Acceptable range: 2.5CH_3
L8.1 (without object)

Failure points: 0%

16:46:21.22 16:47:04.89 16:47:48.56 16:48:32.23 16:49:

Mean

+2

-2

Mean: 0.49

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

16:50:28.92 16:51:24.09 16:52:19.27 16:53:14.44

Mean

+2

-2

Mean: 29.72

Time->

Acceptable range: 2.5CH_4
L8.1 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L8.2
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 1

16:46:21.19 16:47:04.86 16:47:48.54 16:48:32.21

Mean

+2

-2

Mean: -102.74

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

16:50:28.98 16:51:24.13 16:52:19.28 16:53:14.43

Mean

+2

-2

Mean: -19.29

Time->

Acceptable range: 2.5CH_1
L8.2 (without object)

Failure points: 0%

16:46:21.19 16:47:04.86 16:47:48.54 16:48:32.21

Mean

+2

-2

Mean: -7.05

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

16:50:28.98 16:51:24.13 16:52:19.28 16:53:14.43

Mean

+2

-2

Mean: 45.76

Time->

Acceptable range: 2.5CH_2
L8.2 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats - E18.1.3 - Racetrack

Date: 4/26/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L8.2
Database: ..\_Data\042610\QC\042610_TA_QC.gdb

Page: 2

16:46:21.19 16:47:04.86 16:47:48.54 16:48:32.21

Mean

+2

-2

Mean: 3.58

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

16:50:28.98 16:51:24.13 16:52:19.28 16:53:14.43

Mean

+2

-2

Mean: 31.53

Time->

Acceptable range: 2.5CH_3
L8.2 (without object)

Failure points: 0%

16:46:21.19 16:47:04.86 16:47:48.54 16:48:32.21

Mean

+2

-2

Mean: -1.73

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

16:50:28.98 16:51:24.13 16:52:19.28 16:53:14.43

Mean

+2

-2

Mean: 10.4

Time->

Acceptable range: 2.5CH_4
L8.2 (without object)

Failure points: 0%
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Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 1

08:06:07.42 08:06:52.85 08:07:38.27 08:08:23.70

Mean

+2

-2

Mean: -79.61

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0.055%

08:10:12.22 08:10:57.39 08:11:42.57 08:12:27.75 08:13:12.92

Mean

+2

-2

Mean: 15.24

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:14:02.91 08:14:18.13 08:14:33.36 08:14:48.59

Mean

+2

-2

Mean: -77.48

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:06:07.42 08:06:52.85 08:07:38.27 08:08:23.70

Mean

+2

-2

Mean: -1.63

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:10:12.22 08:10:57.39 08:11:42.57 08:12:27.75 08:13:

Mean

+2

-2

Mean: 56.01

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:14:02.91 08:14:18.13 08:14:33.36 08:14:48.59

Mean

+2

-2

Mean: -1.01

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 2

08:06:07.42 08:06:52.85 08:07:38.27 08:08:23.70

Mean

+2

-2

Mean: 3.37

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:10:12.22 08:10:57.39 08:11:42.57 08:12:27.75 08:13:12.92

Mean

+2

-2

Mean: 32.79

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:14:02.91 08:14:18.13 08:14:33.36 08:14:48.59

Mean

+2

-2

Mean: 3.67

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:06:07.42 08:06:52.85 08:07:38.27 08:08:23.70

Mean

+2

-2

Mean: -2.51

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:10:12.22 08:10:57.39 08:11:42.57 08:12:27.75 08:13:

Mean

+2

-2

Mean: 10.14

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:14:02.91 08:14:18.13 08:14:33.36 08:14:48.59

Mean

+2

-2

Mean: -2.26

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 1

08:06:07.38 08:06:52.80 08:07:38.23 08:08:23.66 08:09:09.09

Mean

+2

-2

Mean: -79.35

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.66%

08:10:12.17 08:10:57.35 08:11:42.52 08:12:27.70

Mean

+2

-2

Mean: 36.41

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 0.0553%

08:14:02.98 08:14:18.18 08:14:33.38 08:14:48.58

Mean

+2

-2

Mean: -77.93

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0.493%

08:06:07.38 08:06:52.80 08:07:38.23 08:08:23.66 08:09:

Mean

+2

-2

Mean: 5.3

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:10:12.17 08:10:57.35 08:11:42.52 08:12:27.70

Mean

+2

-2

Mean: 91.98

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:14:02.98 08:14:18.18 08:14:33.38 08:14:48.58

Mean

+2

-2

Mean: 5.46

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 2

08:06:07.38 08:06:52.80 08:07:38.23 08:08:23.66 08:09:09.09

Mean

+2

-2

Mean: 10.07

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:10:12.17 08:10:57.35 08:11:42.52 08:12:27.70

Mean

+2

-2

Mean: 65.5

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:14:02.98 08:14:18.18 08:14:33.38 08:14:48.58

Mean

+2

-2

Mean: 10.06

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:06:07.38 08:06:52.80 08:07:38.23 08:08:23.66 08:09:

Mean

+2

-2

Mean: 1.24

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:10:12.17 08:10:57.35 08:11:42.52 08:12:27.70

Mean

+2

-2

Mean: 30.87

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:14:02.98 08:14:18.18 08:14:33.38 08:14:48.58

Mean

+2

-2

Mean: 1.23

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 1

08:06:07.36 08:06:52.81 08:07:38.26 08:08:23.71

Mean

+2

+4

-2

-4

Mean: -149.15

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 2.86%

08:10:12.16 08:10:57.33 08:11:42.51 08:12:27.68 08:13:12.86

Mean

+2

-2

Mean: -58.4

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 0%

08:14:02.95 08:14:18.15 08:14:33.35 08:14:48.55 08:15:03.75

Mean

+2

-2

Mean: -146.19

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0%

08:06:07.36 08:06:52.81 08:07:38.26 08:08:23.71

Mean

+2

-2

Mean: -16.53

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:10:12.16 08:10:57.33 08:11:42.51 08:12:27.68 08:13:

Mean

+2

-2

Mean: 39.3

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:14:02.95 08:14:18.15 08:14:33.35 08:14:48.55 08:15:

Mean

+2

-2

Mean: -16.03

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 2

08:06:07.36 08:06:52.81 08:07:38.26 08:08:23.71

Mean

+2

-2

Mean: 3.13

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:10:12.16 08:10:57.33 08:11:42.51 08:12:27.68 08:13:12.86

Mean

+2

-2

Mean: 32.16

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:14:02.95 08:14:18.15 08:14:33.35 08:14:48.55 08:15:03.75

Mean

+2

-2

Mean: 2.86

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:06:07.36 08:06:52.81 08:07:38.26 08:08:23.71

Mean

+2

-2

Mean: -1.19

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:10:12.16 08:10:57.33 08:11:42.51 08:12:27.68 08:13:

Mean

+2

-2

Mean: 11.32

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:14:02.95 08:14:18.15 08:14:33.35 08:14:48.55 08:15:

Mean

+2

-2

Mean: -1.61

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 1

15:49:01.56 15:49:46.99 15:50:32.41 15:51:17.84

Mean

+2

-2

Mean: -49.4

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 0%

15:53:04.26 15:53:49.71 15:54:35.16 15:55:20.61

Mean

+2

-2

Mean: 40.27

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

15:59:13.97 15:59:31.17 15:59:48.37 16:00:05.57 16:00:22.76

Mean

+2

-2

Mean: -48.64

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0%

15:49:01.56 15:49:46.99 15:50:32.41 15:51:17.84

Mean

+2

-2

Mean: 4.32

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 0%

15:53:04.26 15:53:49.71 15:54:35.16 15:55:20.61

Mean

+2

-2

Mean: 59.64

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

15:59:13.97 15:59:31.17 15:59:48.37 16:00:05.57 16:00:

Mean

+2

-2

Mean: 4.62

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 2

15:49:01.56 15:49:46.99 15:50:32.41 15:51:17.84

Mean

+2

-2

Mean: 3.9

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

15:53:04.26 15:53:49.71 15:54:35.16 15:55:20.61

Mean

+2

-2

Mean: 32.5

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

15:59:13.97 15:59:31.17 15:59:48.37 16:00:05.57 16:00:22.76

Mean

+2

-2

Mean: 4.06

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

15:49:01.56 15:49:46.99 15:50:32.41 15:51:17.84

Mean

+2

-2

Mean: -3.09

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

15:53:04.26 15:53:49.71 15:54:35.16 15:55:20.61

Mean

+2

-2

Mean: 9.32

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

15:59:13.97 15:59:31.17 15:59:48.37 16:00:05.57 16:00:

Mean

+2

-2

Mean: -3.05

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 1

15:49:01.53 15:49:46.98 15:50:32.43 15:51:17.88

Mean

+2

-2

Mean: -55.33

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.55%

15:53:04.34 15:53:49.76 15:54:35.19 15:55:20.61 15:56:06.03

Mean

+2

-2

Mean: 58.37

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

15:59:13.94 15:59:31.14 15:59:48.34 16:00:05.53

Mean

+2

-2

Mean: -54.89

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0.435%

15:49:01.53 15:49:46.98 15:50:32.43 15:51:17.88

Mean

+2

-2

Mean: 7.75

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

15:53:04.34 15:53:49.76 15:54:35.19 15:55:20.61 15:56:

Mean

+2

-2

Mean: 93.26

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

15:59:13.94 15:59:31.14 15:59:48.34 16:00:05.53

Mean

+2

-2

Mean: 7.99

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 2

15:49:01.53 15:49:46.98 15:50:32.43 15:51:17.88

Mean

+2

-2

Mean: 8.88

Time->

Acceptable range: 2.5CH_3
L7.1 (without object)

Failure points: 0%

15:53:04.34 15:53:49.76 15:54:35.19 15:55:20.61 15:56:06.03

Mean

+2

-2

Mean: 63.63

Time->

Acceptable range: 2.5CH_3
L8.1 (with object)

Failure points: 0%

15:59:13.94 15:59:31.14 15:59:48.34 16:00:05.53

Mean

+2

-2

Mean: 9.09

Time->

Acceptable range: 2.5CH_3
L9.1 (without object)

Failure points: 0%

15:49:01.53 15:49:46.98 15:50:32.43 15:51:17.88

Mean

+2

-2

Mean: 0.086

Time->

Acceptable range: 2.5CH_4
L7.1 (without object)

Failure points: 0%

15:53:04.34 15:53:49.76 15:54:35.19 15:55:20.61 15:56:

Mean

+2

-2

Mean: 29.46

Time->

Acceptable range: 2.5CH_4
L8.1 (with object)

Failure points: 0%

15:59:13.94 15:59:31.14 15:59:48.34 16:00:05.53

Mean

+2

-2

Mean: 0.25

Time->

Acceptable range: 2.5CH_4
L9.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 1

15:49:01.59 15:49:47.02 15:50:32.45 15:51:17.88

Mean

+2

-2

Mean: -105.98

Time->

Acceptable range: 2.5CH_1
L7.2 (without object)

Failure points: 0%

15:53:04.31 15:53:49.73 15:54:35.16 15:55:20.58 15:56:06.00

Mean

+2

-2

Mean: -20.03

Time->

Acceptable range: 2.5CH_1
L8.2 (with object)

Failure points: 0%

15:59:13.91 15:59:31.13 15:59:48.36 16:00:05.59 16:00:22.81

Mean

+2

-2

Mean: -105.04

Time->

Acceptable range: 2.5CH_1
L9.2 (without object)

Failure points: 0%

15:49:01.59 15:49:47.02 15:50:32.45 15:51:17.88

Mean

+2

-2

Mean: -7.83

Time->

Acceptable range: 2.5CH_2
L7.2 (without object)

Failure points: 0%

15:53:04.31 15:53:49.73 15:54:35.16 15:55:20.58 15:56:

Mean

+2

-2

Mean: 45.99

Time->

Acceptable range: 2.5CH_2
L8.2 (with object)

Failure points: 0%

15:59:13.91 15:59:31.13 15:59:48.36 16:00:05.59 16:00:

Mean

+2

-2

Mean: -7.6

Time->

Acceptable range: 2.5CH_2
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/27/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.2 L8.2 L9.2
Database: ..\_Data\042710\QC\042710_TA_QC.gdb

Page: 2

15:49:01.59 15:49:47.02 15:50:32.45 15:51:17.88

Mean

+2

-2

Mean: 3.15

Time->

Acceptable range: 2.5CH_3
L7.2 (without object)

Failure points: 0%

15:53:04.31 15:53:49.73 15:54:35.16 15:55:20.58 15:56:06.00

Mean

+2

-2

Mean: 31.66

Time->

Acceptable range: 2.5CH_3
L8.2 (with object)

Failure points: 0%

15:59:13.91 15:59:31.13 15:59:48.36 16:00:05.59 16:00:22.81

Mean

+2

-2

Mean: 3.27

Time->

Acceptable range: 2.5CH_3
L9.2 (without object)

Failure points: 0%

15:49:01.59 15:49:47.02 15:50:32.45 15:51:17.88

Mean

+2

-2

Mean: -2.31

Time->

Acceptable range: 2.5CH_4
L7.2 (without object)

Failure points: 0%

15:53:04.31 15:53:49.73 15:54:35.16 15:55:20.58 15:56:

Mean

+2

-2

Mean: 10.26

Time->

Acceptable range: 2.5CH_4
L8.2 (with object)

Failure points: 0%

15:59:13.91 15:59:31.13 15:59:48.36 16:00:05.59 16:00:

Mean

+2

-2

Mean: -2.24

Time->

Acceptable range: 2.5CH_4
L9.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 1

08:20:55.86 08:21:42.03 08:22:28.21 08:23:14.39

Mean

+2

-2

Mean: -94.41

Time->

Acceptable range: 2.5CH_1
L0 (without object)

Failure points: 0%

08:25:05.56 08:25:55.26 08:26:44.96 08:27:34.66

Mean

+2

-2

Mean: 0.53

Time->

Acceptable range: 2.5CH_1
L1 (with object)

Failure points: 0%

08:29:07.36 08:29:23.58 08:29:39.80 08:29:56.03

Mean

+2

-2

Mean: -94.5

Time->

Acceptable range: 2.5CH_1
L2 (without object)

Failure points: 0%

08:20:55.86 08:21:42.03 08:22:28.21 08:23:14.39

Mean

+2

-2

Mean: -5.5

Time->

Acceptable range: 2.5CH_2
L0 (without object)

Failure points: 0%

08:25:05.56 08:25:55.26 08:26:44.96 08:27:34.66

Mean

+2

-2

Mean: 52.41

Time->

Acceptable range: 2.5CH_2
L1 (with object)

Failure points: 0%

08:29:07.36 08:29:23.58 08:29:39.80 08:29:56.03

Mean

+2

-2

Mean: -5.35

Time->

Acceptable range: 2.5CH_2
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0 L1 L2
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 2

08:20:55.86 08:21:42.03 08:22:28.21 08:23:14.39

Mean

+2

-2

Mean: 2.82

Time->

Acceptable range: 2.5CH_3
L0 (without object)

Failure points: 0%

08:25:05.56 08:25:55.26 08:26:44.96 08:27:34.66

Mean

+2

-2

Mean: 32.37

Time->

Acceptable range: 2.5CH_3
L1 (with object)

Failure points: 0%

08:29:07.36 08:29:23.58 08:29:39.80 08:29:56.03

Mean

+2

-2

Mean: 3.09

Time->

Acceptable range: 2.5CH_3
L2 (without object)

Failure points: 0%

08:20:55.86 08:21:42.03 08:22:28.21 08:23:14.39

Mean

+2

-2

Mean: -2.6

Time->

Acceptable range: 2.5CH_4
L0 (without object)

Failure points: 0%

08:25:05.56 08:25:55.26 08:26:44.96 08:27:34.66

Mean

+2

-2

Mean: 10.1

Time->

Acceptable range: 2.5CH_4
L1 (with object)

Failure points: 0%

08:29:07.36 08:29:23.58 08:29:39.80 08:29:56.03

Mean

+2

-2

Mean: -2.44

Time->

Acceptable range: 2.5CH_4
L2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 1

08:20:55.83 08:21:42.00 08:22:28.18 08:23:14.36

Mean

+2

-2

Mean: -111.18

Time->

Acceptable range: 2.5CH_1
L0.1 (without object)

Failure points: 0.0541%

08:25:05.62 08:25:55.30 08:26:44.98 08:27:34.65

Mean

+2

+4

-2

-4

Mean: -0.14

Time->

Acceptable range: 2.5CH_1
L1.1 (with object)

Failure points: 1.31%

08:29:07.33 08:29:23.55 08:29:39.78 08:29:56.01

Mean

+2

-2

Mean: -112.19

Time->

Acceptable range: 2.5CH_1
L2.1 (without object)

Failure points: 0%

08:20:55.83 08:21:42.00 08:22:28.18 08:23:14.36

Mean

+2

-2

Mean: -4.65

Time->

Acceptable range: 2.5CH_2
L0.1 (without object)

Failure points: 0%

08:25:05.62 08:25:55.30 08:26:44.98 08:27:34.65

Mean

+2

-2

Mean: 79.28

Time->

Acceptable range: 2.5CH_2
L1.1 (with object)

Failure points: 0%

08:29:07.33 08:29:23.55 08:29:39.78 08:29:56.01

Mean

+2

-2

Mean: -5.35

Time->

Acceptable range: 2.5CH_2
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.1 L1.1 L2.1
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 2

08:20:55.83 08:21:42.00 08:22:28.18 08:23:14.36

Mean

+2

-2

Mean: 7.89

Time->

Acceptable range: 2.5CH_3
L0.1 (without object)

Failure points: 0%

08:25:05.62 08:25:55.30 08:26:44.98 08:27:34.65

Mean

+2

-2

Mean: 61.88

Time->

Acceptable range: 2.5CH_3
L1.1 (with object)

Failure points: 0%

08:29:07.33 08:29:23.55 08:29:39.78 08:29:56.01

Mean

+2

-2

Mean: 7.84

Time->

Acceptable range: 2.5CH_3
L2.1 (without object)

Failure points: 0%

08:20:55.83 08:21:42.00 08:22:28.18 08:23:14.36

Mean

+2

-2

Mean: 0.87

Time->

Acceptable range: 2.5CH_4
L0.1 (without object)

Failure points: 0%

08:25:05.62 08:25:55.30 08:26:44.98 08:27:34.65

Mean

+2

-2

Mean: 29.83

Time->

Acceptable range: 2.5CH_4
L1.1 (with object)

Failure points: 0%

08:29:07.33 08:29:23.55 08:29:39.78 08:29:56.01

Mean

+2

-2

Mean: 0.97

Time->

Acceptable range: 2.5CH_4
L2.1 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 1

08:20:55.80 08:21:42.00 08:22:28.20 08:23:14.41

Mean

+2

-2

Mean: -170.29

Time->

Acceptable range: 2.5CH_1
L0.2 (without object)

Failure points: 0.162%

08:25:05.61 08:25:55.28 08:26:44.96 08:27:34.64 08:28:24.31

Mean

+2

+4

-2

-4

Mean: -79.14

Time->

Acceptable range: 2.5CH_1
L1.2 (with object)

Failure points: 1.71%

08:29:07.39 08:29:23.59 08:29:39.80 08:29:56.00

Mean

+2

-2

Mean: -167.74

Time->

Acceptable range: 2.5CH_1
L2.2 (without object)

Failure points: 0.154%

08:20:55.80 08:21:42.00 08:22:28.20 08:23:14.41

Mean

+2

-2

Mean: -21.36

Time->

Acceptable range: 2.5CH_2
L0.2 (without object)

Failure points: 0%

08:25:05.61 08:25:55.28 08:26:44.96 08:27:34.64 08:28:

Mean

+2

-2

Mean: 35.03

Time->

Acceptable range: 2.5CH_2
L1.2 (with object)

Failure points: 0%

08:29:07.39 08:29:23.59 08:29:39.80 08:29:56.00

Mean

+2

-2

Mean: -21.13

Time->

Acceptable range: 2.5CH_2
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

AM test

Acceptable limits
Outside range

Line Name: L0.2 L1.2 L2.2
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 2

08:20:55.80 08:21:42.00 08:22:28.20 08:23:14.41

Mean

+2

-2

Mean: 2.99

Time->

Acceptable range: 2.5CH_3
L0.2 (without object)

Failure points: 0%

08:25:05.61 08:25:55.28 08:26:44.96 08:27:34.64 08:28:24.31

Mean

+2

-2

Mean: 32.49

Time->

Acceptable range: 2.5CH_3
L1.2 (with object)

Failure points: 0%

08:29:07.39 08:29:23.59 08:29:39.80 08:29:56.00

Mean

+2

-2

Mean: 2.49

Time->

Acceptable range: 2.5CH_3
L2.2 (without object)

Failure points: 0%

08:20:55.80 08:21:42.00 08:22:28.20 08:23:14.41

Mean

+2

-2

Mean: -0.94

Time->

Acceptable range: 2.5CH_4
L0.2 (without object)

Failure points: 0%

08:25:05.61 08:25:55.28 08:26:44.96 08:27:34.64 08:28:

Mean

+2

-2

Mean: 11.89

Time->

Acceptable range: 2.5CH_4
L1.2 (with object)

Failure points: 0%

08:29:07.39 08:29:23.59 08:29:39.80 08:29:56.00

Mean

+2

-2

Mean: -1.45

Time->

Acceptable range: 2.5CH_4
L2.2 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 1

13:37:40.05 13:38:26.97 13:39:13.89 13:40:00.81 13:40:47.73

Mean
+2
+4
+6
+8

+10
+12
+14
+16

-2
-4
-6
-8

-10
-12
-14
-16

Mean: -86.82

Time->

Acceptable range: 2.5CH_1
L7 (without object)

Failure points: 60.1%

13:41:44.84 13:42:30.27 13:43:15.69 13:44:01.12

Mean

+2

-2

Mean: 7.74

Time->

Acceptable range: 2.5CH_1
L8 (with object)

Failure points: 0%

13:45:15.64 13:45:30.84 13:45:46.05 13:46:01.25 13:46:16.45

Mean

+2

-2

Mean: -75.32

Time->

Acceptable range: 2.5CH_1
L9 (without object)

Failure points: 0.164%

13:37:40.05 13:38:26.97 13:39:13.89 13:40:00.81 13:40:

Mean

+2

+4

+6

-2

-4

-6

Mean: -10.17

Time->

Acceptable range: 2.5CH_2
L7 (without object)

Failure points: 14.3%

13:41:44.84 13:42:30.27 13:43:15.69 13:44:01.12

Mean

+2

-2

Mean: 47.57

Time->

Acceptable range: 2.5CH_2
L8 (with object)

Failure points: 0%

13:45:15.64 13:45:30.84 13:45:46.05 13:46:01.25 13:46:

Mean

+2

-2

Mean: -4.8

Time->

Acceptable range: 2.5CH_2
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7 L8 L9
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 2

13:37:40.05 13:38:26.97 13:39:13.89 13:40:00.81 13:40:47.73

Mean

+2

-2

Mean: -0.28

Time->

Acceptable range: 2.5CH_3
L7 (without object)

Failure points: 0%

13:41:44.84 13:42:30.27 13:43:15.69 13:44:01.12

Mean

+2

-2

Mean: 29.1

Time->

Acceptable range: 2.5CH_3
L8 (with object)

Failure points: 0%

13:45:15.64 13:45:30.84 13:45:46.05 13:46:01.25 13:46:16.45

Mean

+2

-2

Mean: 1.53

Time->

Acceptable range: 2.5CH_3
L9 (without object)

Failure points: 0%

13:37:40.05 13:38:26.97 13:39:13.89 13:40:00.81 13:40:

Mean

+2

-2

Mean: -3.72

Time->

Acceptable range: 2.5CH_4
L7 (without object)

Failure points: 0%

13:41:44.84 13:42:30.27 13:43:15.69 13:44:01.12

Mean

+2

-2

Mean: 8.82

Time->

Acceptable range: 2.5CH_4
L8 (with object)

Failure points: 0%

13:45:15.64 13:45:30.84 13:45:46.05 13:46:01.25 13:46:

Mean

+2

-2

Mean: -3.36

Time->

Acceptable range: 2.5CH_4
L9 (without object)

Failure points: 0%



Grid/Location: QC Area
Equipment: EM-61 Mark II
Project: Fort Ord Parker Flats

Date: 4/28/2010
Operator: PN & BR

PM test

Acceptable limits
Outside range

Line Name: L7.1 L8.1 L9.1
Database: ..\_Data\042810\QC\042810_TA_QC.gdb

Page: 1

13:37:40.02 13:38:26.96 13:39:13.91 13:40:00.86

Mean

+2

-2

Mean: -79.79

Time->

Acceptable range: 2.5CH_1
L7.1 (without object)

Failure points: 0.266%

13:41:44.81 13:42:30.23 13:43:15.66 13:44:01.08 13:44:46.50

Mean

+2

-2

Mean: 38.62

Time->

Acceptable range: 2.5CH_1
L8.1 (with object)

Failure points: 0%

13:45:15.61 13:45:30.81 13:45:46.01 13:46:01.21

Mean

+2

-2

Mean: -74.76

Time->

Acceptable range: 2.5CH_1
L9.1 (without object)

Failure points: 0.493%

13:37:40.02 13:38:26.96 13:39:13.91 13:40:00.86

Mean

+2

-2

Mean: 1.26

Time->

Acceptable range: 2.5CH_2
L7.1 (without object)

Failure points: 0%

13:41:44.81 13:42:30.23 13:43:15.66 13:44:01.08 13:44:

Mean

+2

-2

Mean: 88.22

Time->

Acceptable range: 2.5CH_2
L8.1 (with object)

Failure points: 0%

13:45:15.61 13:45:30.81 13:45:46.01 13:46:01.21

Mean

+2

-2

Mean: 2.45

Time->

Acceptable range: 2.5CH_2
L9.1 (without object)

Failure points: 0%




